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foreword 



Rapid growth in the number and types of technicians needed by California industry has become 
an increasingly important and complex phenomenon in the state during the past two decades. 
Training these technicians has become equally important and complex. 

In order to provide educational programs for technicians, the junior colleges of the state 
have developed and currently offer a variety of technical education courses. The California 
State Department of Education participates in these programs by assisting wherever and when- 
ever possible in the further development of worthwhile technical curriculums. 



It is hoped that this manual on nucleonics will provide an additional source of enrichment 
for the occupation -centered programs of the state. 





Superintendent of Public Instruction 



preface 



Among the various technical education curriculuros in California junior colleges affected by 
the state's dynamic industrial growth are those in the field of nucleonics. As a consequence, 
well'planned and well -developed instructional materials must be made available to the schools 
in order to provide instruction in this and other rapidly developing technical fields. 

The Bureau of Industrial Education has assisted Dr. Jacob H. Wiens in preparing this instruc- 
tor's guide in nucleonics as a working draft to meet the immediate needs of classes operating 
at the present time. A further publication is planned in the event antici.pated growth in 
the nucleonics field becomes a reality. 

Appropriations provided under Title VIII of the National Defense Education Axt of 1958 have 
aided in financing the project. 



RICiiARD M. CLOWES WESLEY P. SMITH 

Chief, Division of Director of Vocational Education 

Instruction 

ERNEST G. KRAMER 
Chief, Bureau of 
Industrial Education 
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physics of the atom 



PLAN OF INSTRUCTION 



OBJECTIVE 

!• To fmmliiarize the student with the nodern concept of the atom* 

2t To stud/ the properties of the nucleons that make up the atom. 

3. To discuss the size of the atom. 

4. To discuss the various kinds of atoms and what portion of the atom determines the physi* 
cal structure of the atom. 

5. To distinguish between the physical characteristics of the atom and the nuclear char- 
acteristics of the atom. 

INTRODUCTION 

1. Define units of length, time, and mass. 

2. Review the definitions of force and energy. 

3. Introduce the concept of energy and work. 

4. Review the difference in the chemical and physical concepts concerning elements. 

TEACHING PLAN 

1. Define the terms such as mass, force, energy, charge, and weight. 

2. Emphasize the concentration of matter in the atom in the small central portion called 
the nucleus and point out the vast emptiness of matter in the region between the 
nucleus of the atom and the electron in their orbit. 

3. Review briefly the existence of electrons in orbit around the nucleus but point out 

that this effect is not a determining factor in the structure of the nucleus of the atom. 

4. Discuss the orderliness of the structure of the atom from hydrogen through the trans- 
uranic element, pointing out the relationship between the charge of the nucleus of the 
atom and the number of electrons in orbit around the nucleus. 

5. Introduce the concept of the electron, the proton, and the neutron as elementary build- 
ing blocks in the nucleus of an atom. 

6. Introduce the symbols used to describe the nucleus of an atom in terms of the charge 
and mass. 

7. Show how it is possible to determine the number of protons and the nuBd>er of neutrons 
in an atom from this notation. 
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8. Discuss the nucleon particles that have been identified and relate ^hese particles to 
the particles that make up the stable atom. 

APPARATUS 

None required. 



RESOURCE MATERIAL 

Physics has been called the science of measurement. The field of nucleonics is, therefore, 
the science of measurement of the nuclides that make up the atom. In order to make meas- 
urements, it is necessary to specify the quantity and the magnitude of the measuring unit. 

All physical measurements consist of a quantity and a unit, such as 45 kgm, where 45 indi- 
cates the quantity and kgm stands for kilogram, the unit of measure* 

All physical measurements are based upon three independent and arbitrarily defined quan- 
tities: mass, length, and time. These/ arbitrary standards have been accepted by scientists; 
most of the measurements in the scientific world are based upon them. 

The international standard of mass is a platinum-iridium cylinder and Is called the stand- 
ard kilogram, (abbreviated kgm). A convenient unit used for many purposes is that of the 
g'^am, or one thousandth of a kilogram. The pound mass, a unit commonly used, is defined 
as 0.453592 kgm. 

The unit of length is called the standard meter and is the distance between two lines 
engraved on a platinum-iridium bar. The yard, again commonly used, is now defined as one 
yard » 0.9144 meter. 

The third fundamental unit is based on our rotating earth and is |khat of the mean solar 
day, the average time for the earth to make one rotation on its stxfs with respect to the 
sun. The length of the solar day increases and decreases gradually in the course of a 
year, and the length of a solar day must be averaged over a year. The day is further 
divided into twenty- four hours, sixty minutes, and sixty seconds to give the convenient 
unit of one second. 

All other units in physics are based on these three units. For instance, velocity is 
defined as the distance covered by a particle divided by the time interval. The unit of. 
velocity is a unit of length divided by a unit of time, such as meters/second or centimeters/ 
second. All bodies either remain at rest or move with constant velocity in a straight line 
unless they are acted upon by a force. A force is defined as a push or a pull. A force 
will either change the motion of a particle or produce a deformity on the particle. In 
nucleonics the most common result is a change in the motion of the particle as a result of 
the electrical or electromagnetic forces on particles. 

Forces between two. electrical particles vary proportionally to the magnitude of the electri- 
cal charges and are inversely proportional to the square of the separation of the charges. 
These forces are called Coulomb forces and are represented by the equation 



F - ^ 

r^ 

where F is the force in dynes, e^ and e 2 are electrostatic charges in esu units of charge, 
and r is the separation in centimeters. The above formula is the basis for the definition 
of charge in electrostatic units, abbreviated esu units. There will be a repulsion force 
of one dyne when two similar charges with magnitudes of one esu unit are separated by one 
centimeter. 
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Electric charges that move in a magnetic field also experience a force, and this force is 
perpendicular to both the magnetic field and the direction in which the electric charge is 
moving. This causes the charged particles to move in an arc of a iiircle. The direction 
of this force will be used to prove the nature of the charge of two fundamental nuclides. 

The concept of energy is used to clarify many physical phenomena. Energy ir defined as 
the ability to do work; work is defined as the product of force and distance along the 
direction of the force. Thus, one formula for energy is E » Fd, where F is the force in 
Newtons, d is the distance in meters, and the energy is expressed in Joules. 

Energy can be changed into many other forms but cannot be created or destroyed. Energy of 
motion is given by E]^ » 1/2 Mv^, where M is the mass in kilograms, v is the velocity in 
meters per seconds, and energy is in Joules. Energy can be changed to mass and mass can 
be changed to energy by Einstein's equation, E • Mc^, where M is the mass and c is the 
velocity of light, or 3 r 10^ meters per second. When a charged particle e is accelerated 
in an electric field, the energy E that the charged particle acquires is given by E|^ * eE. 
When the charged particle is a nuclide and is in units equal to the charge of an electron, 
the unit is given the special name of electron volts, or ev. 

Energy can also be changed into heat, and heat ultimately escapes into the surrounding 
area by one of the three methods of heat transfer; conduction, convection, and radiation. 
Heat escapes into the outer atmosphere by radiation, the form of heat transfer that can 
be detected on the skin when near a hot object. The end results of most nuclear reactions 
is the production of heat. 

Matter is made up of atoms. The smallest particle of matter having a distinctive chemical 
and physical characteristic is called an atom. Helium is an example of matter which is 
made up purely of separate atoms. 

Atoms can combine to form larger particles of matter, and such groups of atoms are called 
molecules. Most of the substances that we find around us are in the form of molecules 
that consist of two or more atoms. The oxygen we breathe is made up of two oxygen atoms 
forming an oxygen molecule. The water we drink consists of two hydrogen atoms and one 
oxygen atom, or one water molecule. Other substances have complex molecules. Sugar, for 
example, consists of twelve atoms of carbon, twenty-two atoms of hydrogen, and eleven atoms 
of oxygen. The characteristic of matter changes with the composition of the individual 
atoms making up the molecule. For instance, carbon dioxide consists of one atom of carbon 
and two atoms of oxygen and is a by-product of all living things. Yet if one oxygen atom 
is removed from the molecule to leave one atom of carbon and one atom of oxygen, the mole- 
cule becomes carbon monoxide, a deadly gas. The study of atoms and the characteristics 
of molecules formed by combining atoms is called chemistry. 

In order to save time and effort, the various atoms are given simplified symbols. Each 
different variety of atoms is reierred to as an element and ninety-two elements are found 
in nature, each having a specific chemical and physical characteristic. Each element is 
referred to by a name and is assigned a symbol. For instance, hydrogen, the simplest ele- 
ment found in nature, is designated by the symbol H. Helium, the next simplest atom, is 
designated by the symbol He. A complete table of the elements and their symbols is found 
in the appendix. 

Molecules, on the other hand, are designated by listing the number of atoms in each mole- 
cule, such as HCl and H 2 SO 4 . The first symbol indicates that the molecule consists of one 
atom of hydrogen and one atom of clorine. The second symbol indicates that the molecule 
consists of two atoms of hydrogen, one atom of sulfur, and four atoms of oxygen. 

Molecules may be separated into the individual atoms that make up the molecules by chemical 
means. The atoms may be further separated into the primary building blocks that make up 
the individual atoms. 
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Three elementary building blocks are found in atoms. They are as follows: 
The Electron 



The electron is the smallest eloctrical particle found in nature and carries an electrical 
charge of 4.80288 x 10**^^ esu. The magnitude of charge is such that 6.28 x 10^^ electrons 
must pass a point in one second to produce a current of one ampere. The electron has a 
mass of 9.1085 x 10**28 grams. 

Electrons may be created in the free >tate by such simple things as running a comb through 
the hair or by high temperature of the filament in such common devices as a television 
tube. In such a tube, a beam of electrons is produced and accelerated toward a screen to 
produce light on the screen by the collision of electrons with a surface material. 

The Proton 



The proton is the nucleus of the hydrogen atom and is the simplest form of matter carrying 
a positive charge. The proton can be produced by removing the electron from a hydrogen 
atom, which can be accomplished by shooting a stream of electrons into hydrogen gas. Under 
these circumstances, the proton will soon attract an electron and reform hydrogen gas. 

The proton is approximately 1,836 times as heavy as the electron. While the hydrogen atm 
has a large mass compared to the electron, a total of 6.0427 x 10^^ hydrogen atoms have a 
combined mass of 1.008142 grams (454 grams equal one pound). Each proton has a mass of 
1.67243 X 10-24 grams. 

The Neutron 



The neutron has approximately the same mass as the proton but it has a zero charge. The 
mass of a neutron is 1.67474 x 10-24 grams. It can be produced by bombarding any atom . 
with high velocity particles and almost any collision of atoms, if they are moving rapidly 
enough, will produce neutrons. Neutrons are short lived and will recombine with other 
primary particles to form other atoms. 

Approximately 92 different types of atoms are generally found in nature. The atoms are 
numbered from 1 to 92, and the number indicates the nud>er of electrons that revolve about 
the nucleus. The nucleus is the heavy, center core of an atom and contains protons equal 
in number to the electrons around the atom and neutrons in an amount apprqximately equal 
to the number of protons. 

The radius of the atom with its electrons revolving about it is such that approximately 
100,000,000 atoms can be laid side by side in a space of one centimeter. In particular, 
the radius of the argon atom is 1.5 x 10**^ cm. The electrons around the atom neutralize 
the positive charge of the proton and the whole config<iration has a neutral charge. The 
exact location of the electrons, sometimes referred to as their orbits, determines the 
chemical and physical characteristic of the atom. Atoms cond>ine to form molecules by the 
interaction of the electrons of one atom with those of the other atoms in the molecule. 

The total amouni* of energy that an atom has, sometimes referred to as the energy level, 
depends upon the configuration of the electrons in the various possible orbits. When 
energy is added to the atom, the electrons can be made to change orbits. Energy in the 
form of atomic radiation is released when the electrons again return to their normal 
orbits. Ultrav^olet, visible, and infrared light are examples of atomic radiation. 

In nucleonics the concern is not with the behavior of the electrons around the atom or the 
molecular structure of matter. Nucleonics is concerned with the characteristic of the 
heavy central core of the atom, the nucleus of the atom. 

The nuclear raf^dus of the atom is very small compared to the radius of the atom. While 
the radius of the argon atom is l.S x 10-8 cm, the radius of the argon nucleus is 
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4,1 X 10 cm* The radius of the atom is, therefore, 40,00w times as lar|e as the radius 
of the nucleus of the atome It can be seen from this that matter has very much open space 
and that the space occupied by the nucleus and the electrons is actually only a very small 
fraction of what appears to be solid matter. The projected nuclear area of aluminum foil 
1,0 mil thick is only one part in 10^ of the actual area, for example. This means that if 
it were possible to produce a shadow of what is actually solid matter in the aluminum foil, 
there would be one black dot for every 10,000 equally sized spaces of light. It is not 
surprising, therefore, that it is possible to shoot high velocity particles of the size of 
the nucleus of the atom through a foil of aluminum without approaching the imclei of the 
aluminum. Were all matter solid and were it to have the density of the nucleus of the 
atom, one cubic millimeter (approximately the volume of the head of a pin) would weigh one 
hundred thousand tons. 

In order to develop a simple series of numbers that would describe the weight jf the vari- 
ous nuclei, physicists have defined a new weight standard referred to as the atomic weight. 
This standard is based upon the carbon atom composed of six protons, six neutrons, and six 
electrons. This carbon atom, abbreviated by the symbol 6^^^, is defined to have an atomic 
weight, in grams, of exactly 12.00000, If it were possible to assemble 6.0427 x 1023 atoms 
of carbon-12, the total weight would be 12.00000 grams. This quantity is referred to as 
atomic weight. Thus, the atomic weight of an atom is the weight of 6.0427 x 1023 atoms, 
and molecular weight is the weight of 6*0427 x 10^^ molecules, both expressed in grams. 

It has been established further that this number of atoms or molecules of a gas, regard- 
less of how complex they are, will occupy exactly 22,4 liters at zero degree centigrade 
and at a pressure of 76 mm Hg (mercury). 

On the scale where the carbon atom is 12.00000, the mass of the hydrogen atom is 
1.007825; the mass of the proton, the nucleus of the hydrogen atom, is 1.007276. On this 
same scale, the mass of the electron is .000549. 

The nuclei of all atoms can be formed by combining specific nunibers of neutrons and protons. 
Starting with hydrogen with its single proton, one adr^'titional proton is added to each 
element through the 92 elements until uranium is reu ., which has a total of 92 protons. 

The number of neutrons in the nuclei of the various elements is not as simple. To the 
first approximation there are approximately as many neutrons as protons in a nucleus. For 
the nucleus of atoms having forty and more protons, however, the number of neutrons begins 
to exceed the number of protons in a nucleus. There are, in addition, '^aagic numbers" 

(2, 8, 14, 20, 28, 50, 82, and 126) that relate to the number of neutrons or protons in 
the nucleus of an atom. A nuclide containing one of these numbers of neutrons or protons 
is more stable than other nuclides. 

A second complication is the fact that while in certain nuclei a single number of neutrons 
fits into the nucleus of the atom, in others a varying number of neutrons are permitted* 

For instance, gold with a total of 79 protons and 118 neutrons is the only kind found in 
nature. Mercury, on the other hand, with one more proton or a total of 80 protons, is 
found in nature with the following number of neutrons: 116, 118, 119, 120, 121, 122, and 
124. No one has yet suggested a plausible reason for this complex behavior of the nucleus 
of the atom. 

It is easily passible to determine the number of neutrons and protons in an atom from the 
symbols used by the physicist to describe atoms. For instance, gold is described by the 
symbol ygAu^^^. The subscript 79 indicates that there are 79 protons present and that the 
gold atom carries an electrical charge of -*>79 units, where each unit of charge has the 
same magnitude as the electron. The 197 indicates that the total number of protons and 
neutrons is 197. By substracting the 79 protons from the total of 197, we arrive at the 
number of neutrons in the nucleus. The subscript that denotes the number of protons in 
the nucleus is called the atomic number and is given the symbol Z. The superscript is the 
total number of particles in the nucleus, or the mass number, and is given the symbol A. 




5 



NUCLEONICS 




NATURAL OaURRING NATURAL OCCURRING MAN -MA06 




HYOROOEN 1 HYDROGEN 2 HYDROGEN 3 

STABLE STABLE RADIOACTIVE 



WHAT ARE ISOTOPES 

ISOTOPES ARE ATOMS OP AN ELEMENT 
DISTMCUISNAILE IT THEIR WEICNT 



CAMON 10 ailON II 



CAMON 12 CAMON II CAMON 14 




MAN-MAOI MAN-MADI . OCCUIS IN 

MTURi 

RAMdACTin RAomAcnvi 

STAIll 



deems m man-mam 

tuniM 



STAUI 



RAMMCnVI 




SESSION 1 



The charge of the nucleus is always an exact integer but the masses of the nucleus are not 
integer numbers. Only carbon by definition has a nuclear mass of 12,00000 and all of the 
rest of the atoms have masses that are odd numbers. For instance, the mass of the hydrogen 
atom, while it is written as actually has a mass of 1,007825$ the mass of the neutron, 
while it is written Qn^, is 1,008665; and the electron, .jC® has a mass of ,000549, Later 
it will be seen that the fractional masses account for the energy that can be extracted 
from the atom. 



QUESTIONS 

1, What two items must be given in order to record a physical measurement? 

2, In your own words, define mass, laigth, and time, 

3, Why is it necessary to define the magnitude of priauiry standards of mMSuraaents? 

4 , From the definition of a yard, how many centimeters are there in one inch? 

5, What two factors determine the length of time when the sun is at the zenith on two 
consecutive days? 

6 , Why is this time not a constant? o ^ ^ 

7, An electron moves a distance of 5 cm with a velocity of 3 x 10 cm/second. How long 

does it take? _ i. , - 

8 , Two electrons are separated by a distance of J x 10*' cm. Calculate the repulsion 

force in dynes, 

9, Name three other forms of energy, ^ , ♦ v i. 

10 ^ l£ there ere 6#06 x 10 ^^ nolecules of hydrogen CH 2 ) ^ xolcculnr weighty how ®nny 

atoms of hydrogen are there in 1 cm^? • u ir 

11, How many atoms of hydrogen, carbon, and oxygen are there in one molecular weight of 

H 2 CO 3 ? . , - 

12, A Coulomb is equal to one anq»ere flowing for one second. What is the total mass or 

the electrons in a Coulomb? z , j 

13, A liter contains 1000 cm^. Calculate the mass of 1 cm^ of helium gas at 1 atm and 

0* C, 

14, Name four transuranic elements (elements with atomic number larger than 92), 

15, On a scale where the argon nucleus has a radius equal to that of a tennis ball, or 
approximately two inches, what would be the radius of the argon atom in feet? 

16, Determine the number of neutrons and protons in 4 ?Ag ® • 
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PLAN OF INSTRUCTION 



08JECT1VE 

1. To study the rays produced by radioactivity. 

2. To briefly introduce natural radioactivity. 

3. To outline the half>li£e of natural radioactive elenents and introduce the concept of 
daughter products. 

4. To study the alpha, beta, and gama rays produced by natural radioactive substances. 

5. To study the source of energy in radioactive decay products. 

INTRODUCTION 

1. Review the conposition of the nucleus of the atom. 

2. Review the masses of the elements as given in the appendix with emphasis upon the 
fact that the masses do not increase by integers even though the composition of the 
nucleus increases by an integer nucleon. 

3. Introduce the concept of nuclear particles and the nomenclature of alpha rays, proton 
beams, and beta particles. 

TEACHING PLAN 

1. Introduce the concept that not all atoms are stable because they have an excess or a 
scarcity of neutrons in the nucleus of the atom. 

2. Describe the force that must exist in the nucleus of an atom to hold the protons and 
neutrons together in the extremely small volume in which they are confined. 

3. Introduce the forces involved in nuclear reactions. 

4 . Discuss the binding energy of nuclides and how it affects the formation of the atoms. 

5. Diagram the uranium atom 92 ^^^® • diagram of the atom showing the total number 

of neutrons and protons in the nucleus. 

6 . Define radioactivity as the spontaneous disintegration of one or more atoms and empha- 
size the fact that disintegration of any particular atom is a problematical occurrence. 

7 . Correlate the rate at which nuclei disintegrate with the half-life of the element and 
define half-life. 

8 . Write the disintegration sequence for 92 ^^^® fhe board, indicating the emitted par- 
ticle, the half-life, and the daughter product. 
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Discuss the energy with which the radioactive particles are ejected froa the nucleus 
o£ the atoa. 
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10. Introduce Einstein's mass in energy formula. Energy « Mc^, where M is the annihilated 
mass in grains, c is the velocity of light in centimeters per second, and energy is 

in ergs. 

11. Discuss the production of gamma rays. 

12. Mention the existence of radioactive elements other than those with atomic numbers 
beyond that of lead. 

APPARATUS 

None required. 



RESOURCE MATERIAL 

If we put together neutrons and protons at random to form nuclei, most of these combina- 
tions would be unstable and would not ronain in combination. Some of the nuclei would 
spontaneously break into two or more fragments and would emit a ray called a gamma ray 



Table 2>1 
SOME MUCLEAR TERMS 



Word 


Definition 


Exanq>les 


Nuclide 


A nuclear species 




Radionuclide 


A radioactive nuclide 




Isotope 


One of several nuclides with the same pro- 
ton number 


Ca40^ Ca^2 


Isotone 


One of several nuclides with the same neu- 
tron number 


Ca40, k39 


Isobar 


One of several nuclides with the same mass 
number 


Ca40, a40 


Isodiaphere 


One of several nuclides with the same dif- 
ference between neutron and proton 
numbers 


Ca40, k38 


Isomer 


One of two nuclides with the same numbers 
of neutrons and protons but capable of 
existing, for a measurable time, in dif- 
ferent energy levels 




Nucleon 


A proton or a neutron 





(which is identical to an X ray) , the nucleus of a helium particle, a negative electron, a 
positive electron, a neutron, or a proton. Such unstable nuclei are called radioactive. 
Figure 2-1 gives a pictorial display of the atoms that are stable as a function of their 
atomic number Z and the number of neutrons N. In general, when the nucleus of an atom has 
an excess nund)er of neutrons, it will be a negatron emitter and will emit an electron. 

When the nucleus of an atom has less than the stable number of neutrons, it will be a 
positron emitter or will capture electrons. Certain other nuclei, found generally among 
the very heaviest of elements, emit alpha particles, the nuclei of the helium atoi::. While 
this is generally true for atoms heavier than lead, a few instances of alpha emitters are 
found in nature. 
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Th0 nucleus o£ an atfw can exist with varyinf nunbers of neutrons. Sone conbinations of 
neutrons and protons are found in nature and are stable. Other conbinations of neutrons 
with the sane nunber of protons are found to be unstable. 

Nuclides with the sane nunber of protons but with varying nund)ers of neutrons are called 
isotopes. The stable ones are referred to as stable isotopes and the unstable ones are 
referred to as radioactive isotopes. Over 280 stable nuclei are known to exist but well 
over 1^000 radxoactxve nuclex have been studxed and cataloged. 

The study of nucleonics is a study of the behavior of the unstable isotopes of the various 
elenents and the reactions that take place when the radioactive elements undergo oie of 
the nany types of disintegration. 

When charges carried by the elementary particles are far apart, the Coulond) forces react 
on the particles in exactly the sane manner as they do with charges on large objects such 
as pith balls, sheets of paper, and hair. The formula for Coulomb forces shows that the 
forces increase with the inverse of the square of the distance between the particles. Thus, 
two positive charges, such as two protons, would experience a repulsion force that would 
become infinitely large as the protons are brought closer and closer together. In fact, 
this law would indicate that some millions of tons of force are required to squeeze two pro- 
tons into the space they occupy in the nucleus. The Coulomb force equation does n<:>t hold 
when particles approach each other closer than 5 x 10*13 cm. At this |K}int, an entirely 
different concept of forces and energy must be adopted; this is referred to as the binding 
energy of the nucleus of the atom. When a positively charged particle, a proton, for 
exanqple, approaches the positive nucleus of the atom, it is strongly repulsed until it 
approaches within 5 x 10*^3 cm. As the separation is decreased to approximately 3 x 10’*^^ 
cm, there is neither attraction nor repulsion forces between the two particles. If the pro- 
ton approaches closer, there is a sudden increase in attraction force and the proton is 
captured by the nucleus of the atom. 

A neutron, on the other hand, experiences no repulsion because it has a zero charges. It 
experiences an attraction when it reaches approximately 6 x 10*^^ cm from the positively 
charged nucleus. At that point, the attraction force continues to increase until i:he neu- 
tron is captured by the nucleus of the atom. 

The phenomenon of attraction when particles approach each other this closely is referred 
to by the term binding energy. The binding energy of a nuclide is defined as the siroount 
of energy released upon the formation of the nuclide from neutrons and protium (iH^) atoms. 
In other words, it is the amount of energy that is required to break the nuclide into its 
component parts. Since the energy is released upon formation of the nuclide, the nuclide 
must stick together until this energy is somehow supplied to the nuclide. Only then is it 
able to separate into component parts. In a complex nuclide only one nucleon breaks away 
from tho nuclide, leaving a comparatively large nucleus behind. In comparing nuclides, it 
is most useful to compare the binding energy present in nucleons, i.e., the total tdnding 
energy divided by the combined nund)er of neutrons and protons in the nucleus. This is the 
average energy required to move a single nucleon or protium atom. The average binding 
energy of the nucleon is relatively constant and has a value between 7 Mev/nucleon to 8 Mev/ 
nucleon, where Mev is the energy of one electron accelerated by a voltage of one million 
volts. Figure 2-2 gives the average binding energy as a function of the atomic mass. 

Nuclides with snail mass nunbers have the smallest binding energy* As the mass mubers 
increase to *60, the binding energy reaches a maximum and thereafter decreases as the mass 
nunbers increase. It can be seen, therefore, that if nuclides with small lass numhers 
approach close enough together so that attractive forces cone into play, the nuclides will 
combine. The result is that they produce a nuclide of greater mass and more binding energy. 
This process releases energy and is referred to as nuclear fusion* Similarly, atosis with 
larger mass nunbers can be caused to separate apart artificially or spontaneously, result- 
ing in a nuclide with greater binding energy* This process again results in a relsase of 
onergy from the system, and this process is known as nuclear fission* Energy releised in 
these two processes is referred to as atonic energy; it is this energy that has been har- 
nessed by man for the production of many devices. 



NUCLEONICS 



The uranium atom 92 U^^® is one of the heavier radioactive atoms. This atom forms one of a 
series of atoms that are unstable and disintegrate to form other atoms. The 92 U^^° atom 
has a nucleus that consists of 92 protons and 146 neutrons and in its normal state has 92 
electrons revolving in various orbits around the atom. The nuclear properties of the atom. 




Fig. 2-2. Binding energy of the nuclides (From Nucleonics Funda- 
nentals by D. B. Hoisington. Copyright 1959. McGraw-Hill Book 
Company, Inc., New York. Used by permission.) 




Fig. 2-3. The uranium nucleus with its 92 protons and 146 neutrons 

however, are determined entirely and only by the particles in the nucleus of the atom. 
Figure 2-3 is a diagram showing the nuclear configuration of the atom that indicates the 
presence of the neutrons and protons. 

Radioactivity is the spontaneous disintegration of the nucleus of an atom. This phenomenon 
is present in many atoms, particularly those atoms that are heavier than lead. A few of 
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th'O lighter elements are likewise radioactive, but all of the atoms beyond lead arc radios 
active* In addition to nuclei that are naturally radioactive, it is possible to use arti> 
ficial means to create atoms that are radioactive* 

Naturally radioactive elements emit one of two primary particles, an alpha particle or a 
beta particle, and will usually emit a gamma ray at the same time* The alpha particle is 
the nucleus of the helium atom 2 ^ 0 ^, carries two positive charges, and has a mass of 4* 

The beta particle is an electron emitted from the nucleus' of the atom and is designated by 
.^e * In both of the above disintegrations, the charge is in exact units of the charge of 
the electron, but the masses indicated in the symbol are inexact numbers* Thus, the mass 
of the electron is not quite zero, but *000549; the mass of the helium nucleus is not 
exactly 4, but rather 4*002600* 

The gamma ray is an electromagnetic form of radiation with characteristics similar to light 
and X ray* It travels in a straight line, is unaffected by an electric field or a magnetic 
^^tt * penetrates through matter similar to the way in which X rays penetrate through 

The disintegration of a radioactive nucleus is based purely on probability* That is, for 
a given atom in the many atoms of a radioactive sample, it is impossible to predict when 
It will disintegrate by the emission of an alpha particle or a beta particle* However, 
after a period referred to as the half-life of the element, one**half of the nuclei will 
have ^dergone disintegration* The half-lives of elements vary from that of thorium 
9 ()Th , which is 1*39 x 10^0 years, to that of polonium , which has a half-life of 

approximately 0.0001 second* 

Elements that have a very long half-life obviously undergo disintegration very slowly while 
elements that have a very short half-life undergo disintegration very rapidly* It is per- 
fectly safe to handle an element like 9QThl32 with lo^g half-life, because in such an 
element only one-half of the total nuclei und-:irgo a radioactive disintegration with the- 
emission of rays in 10 billion years* It is possible to write a simple formula that des- 
cribes the rate of disintegration in terms of the disintegration constant* The number of 
atoms that undergo a radioactive decay in a period of time dt is given by the equation 
dN a X Ndt where dN denotes the number of atoms that undergo radioactive decay* If the 
half-life of the element is longer than an hour, the number of atoms that decay in one 
second can be given by 



atoms/sec « NX 

where N is equal to the total number of atoms in the sample* 

Tables 2-2, 2-3, and 2-4 give the radioactive species, nuclides, type of disintegration, 
half-life, and disintegration constant for most of the naturally radioactive elements* The 
number of atoms in any sample can be determined by weighing the sample in grams d'ud apply- 
ing the following formula 



mass of sample in grams 

N s - ■ - X 6*0427 X 10^3 

atomic weight of nuclide 

The total number of radioactive decays per second is then calculated by multiplying the 
number of atoms in the sample by the disintegration constant for the particular nuclide* 

When the disintegration constant is not given but when the half-life is known, the former 
can be obtained by 



X » 0*693/T 

where T is the half-life of the radioactive element* 
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Table 2-2 

THE URANIUM SERIES 



Radioactive species 


Nuclide 


Type of 
disintegration 


H If-life 


Disintegration 
constant (sec~^) 


Particle 
energy (Mev) 


Uranium I (UI) 


92U238 


a 


4.50 X 108y 


4.88 


X 


10-18 


4.20 


Uranium Xi (UXi) 




8 


24.1 d 


3.33 


X 


10“7 


0.20 


Uranium X 2 (UX 2 ) 


giPa234 


6 


1.18 m 


9.77 


X 


10-3 


2.32 


Uranium Z (UZ) 


9lPa234 


B 


6.7 h 


2.88 


X 


10 -s 


1.2 


Uranium II (UII) 




a 


2.50 X 105y 


8.80 


X 


10*14 


4.763 


Ionium (lo) 




a 


00 

e 

0 

X 


2.75 


X 


10-13 


4.68 m 


Radium (Ra) 




a 


1620 y 


1.36 


X 


10-11 


4.777 a 


Ra Emanation (Rn) 




a 


3.82 d 


2.10 


X 


10-5 


5.486 


Radium A (RaA) 




a, B 


3.05 m 


3.78 


X 


10-3 


a:5.998 

B:? 

0.7 

6.63 


Radiiim B (RaB) 
Astatine-218 (At 218) 


g,Pb2»4 

isAtMf 


B 

a 


26.8 m 
1 . 5-2.0 s 


4.31 

0.4 


X 


10-4 


Radium C (RaC) 




a, B 


19.7 m 


5.86 


X 


10-4 


a:5.51 m 
6:3.17 


Radium C (RaC*) 




a 


1.64 X 10-^s 


4.23 


X 


103 


7.680 


Radium C" (RaC") 


sifi?}? 


B 


1.32 m 


8.75 


X 


10-4 


1.9 


Radium D (RaD) 


gWjtt 


B 


22 y 


1. 00 


X 


10-9 


0.018 


Radium E (RaE) 




B 


5.0 d 


1.60 


X 


10-® 


1.17 


Radium F (RaF) 


8<|Po?J? 


a 


138.3 d 


5.80 


X 


10-8 


5.300 


Thallium-206 (Tl^OO) 
Radium G (RaG) 


oiT1206 


B 

Stable 


4.2 m 


2.75 


X 


10-3 


1.51 



(From Nuclear Physics by Irving Kaplan. 2d ed. Copyright 
1963. Addison-Wesley, Reading, Mass. Used by permission.) 



Table 2-3 

THE ACTINIUM SERIES 



Radioactive species 


Nuclide 


•Type of 
disintegration 


Half-life 


Disintegration 
constant (sec*l) 


Particle 
energy (Mev) 


Actinouranium (AcU) 




a 




7.10 


X 


108 y 


3.09 X 


10-17 


4.58 m 


Uranium Y (UY) 


goThlll 


B 




24.6 


h 


loV 


7.82 X 


10-8 


0.30 


Protoactiniu:^ (Pa) 




a 




3.43 


X 


6.40 X 


10-13 


5,042 m 


Actinium (Ac) 




«• 


B 


22.0 


y 




1.00 X 


10-8 


o:4.94 

B:0.04 


Radioactinium (RdAs) 


90^111 


a 




18.6 


d 




4.31 X 


10-7 


6 . 0 s m 


Actinium K (AcK) 




B 




21 m 






5.50 X 


10-4 


1.2 


Actinium X (AcX) 


88H»J?J 


a 




11.2 


d 




7.16 X 


10-7 


5.75 A 


Ac Emanation (an) 


86®“?}? 


a 




3.92 


s 




0.177 


102 


6.824 a 


Actinium A (AcA) 




a. 


B 


1.83 


X 


10-3s 


3.79 X 


0*7. 365 


Actinium B (AcB) 




B 




36.1 


m 




3.20 X 


10-4 


1.39 


riStatine-215 (At215) 


SsAtJ}? 


a 




10-<! 


i 




7 X 103 ^ 


8.00 


Actinium C (AcC) 


8sM*“ 




B 


2.16 


m 




5.25 X 


io-«» 


a:6.621 m 


Actinium C (AcC) 


84P0III 


a 




0.52 


s 




1.33 




7.434 A 


Actinium C" (AcC") 


iiTllW 


B 




4.79 


m 




2.41 X 


10-3 


1.44 


Actinium D (AcD) 


«Pb207 


Stable 















(From Nuclear Physics by Irving Kaplan. 2d ed. Copyright 
1963. Addison-Wesley, Reading, Mass. Used by permission.) 
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There are three naturally radioactive series and they are in the elements heavier than 
lead. The series start with uranium uranium called the actinium series, 

and thorium Q|jTh232. referring to Tables 2-2. 2-3, and 2-4, it will be noted that the 
stable end products of th*: series are lead 



Table 2-4 

THE TiWRIUM SERIES 



Radioactive species 


Nuclide 


Type of 
disintegration 


Half-life 


Disintegration 
constant (sec"^) 


Particle 
energy (Mev) 


Thorium (Th) 




a 


1.39 X 10^®y 


1.58 X 10-18 


3.98 


Mesothoriunl (MsThl) 




B 


6.7 y 


3.28 X 10-® 


0.04 


Mesothorium2 (MsTh2) 




B 


C.13 h 


3.14 X 10-5 


2.18 


Radiothorium (RdTh) 


90'W'??? 


a 


1.90 y 


1.16 X 10-8 


5.423 m 


Thorium X (ThX) 


88 **™ 


a 


3.64 d 


2.20 X 10-6 


5.681 m 


Th Emanation (Tn) 




a 


54. S s 


1.27 X 10-2 


6.282 


Thorium A (ThA) 




0 , B 


0.16 s 


4.33 


6.774 


Thorium B (ThB) 


82'’'’?** 


B 


10.6 h 


1.82 X 10-5 


0.58 


Astatine-216 (At^^®) 




a 


3 X 10-4s 


2.3 X 105 


7.79 


Thorium C (ThC) 


8 iBi 212 


a, B 


47 m 


2.46 X 10-4 


a:6.086 m 
B:2.25 


Thorium C* {ThC) 


84l’oJiJ 


a 


3.0 X 10-7s 


2.31 X 106 


8.776 


Thorium C" (ThC") 
Thorium D (ThD) 


.,Ti208 

lln,2os 


B 

Stable 


2.1 n 


3.73 X 10-5 


1.79 



(From Nuclear Physics by Irving Kaplan. 2d ed. Copyright 
1963. Addison-Wesley, Reading, Mass. Used by permission.) 



Th'? radioactive nuclides undergo a complex disintegration by emitting an alpha or beta particle 
in a sequence that is given in the table and diagramed in Fig. 2-4. Referring to Fig. 2-4 
and the uranium-238 series, it will be noted that when an alpha particle is emitted both 
the atomic number and the number of neutrons decrease by two; whereas, when a beta particle 
is emitted, the number of neutrons is decreased by one and the atomic number is increased 
by one unit. 

The particles that are emitted from the nuclide are emitted with varying velocities. The 
energy of the emitted particle is usually given in terras of million electron volts. A 
million electron volts means that the particle is moving as rapidly as it would if it had 
the charge of one electron and were accelerated by one million volts. The energy indicated 
in Tables 2-2, 2 - 3 , and 2-4 is the energy of the particles in terras of million electron 
volts. In those cases where an alpha particle may have several energy values, the greatest 
value is listed and is denoted by "m.” . 

The energy in million electron volts is related to the distance the particle can travel in 
air, referred to as the range. The range is a complex function of the energy, but a few 
examples are useful. An alpha particle with 4.2 Mev energy has a range in air of 2.7 cm 
while an alpha particle with 7.68 Mev energy has a range of 6.97 cm. The range of beta 
particles can be estimated by the fact that the range is approximately one hundred times 
as large for the same energy level as the range of the alpha particle. 

The source of energy that causes the particle to be expelled from the nucleus of a radio- 
active nuclide can be calculated by applying Einstein's mass-to-energy equation to the mass 
defect between tne parent element, the daughter element, and the particle emitted. The 
annihilated energy of one mass unit can be calculated and is found to be 931 Mev. This can 
be applied to the first disintegration of the uranium series as follows: 

92U^38 equals 238.0508 234.0436 238.0462 

2 He'* 4.002u Mass to energy .0046 

238. o46^ Original mass “23575^5* 
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Thus, energy » (931) (.0046) * 4.1 Mev. This calculated value is in close agrecnent with 
the published value of 4.2 Mev. 




Fig. 2-4. The natural radioactive series (Froa 
Nucleonics Fundaroentals by D. B. Hoisington. Copy- 
Tight 19^9. Mc(jraw-i(iXl Book Company, Inc., New 
York. Used by permission.) 

Gamma rays are produced in many radioactive disintegrations. The energy of the resulting 
gamma rays varies extensively, and tables are not available that give the individual ener- 
gies for each of the various nuclides. Gamma rays can be thought of as using up the 
residual bit of excess mass remaining after the alpha or beta particle has been emitted. 

The range of gamma particles is approximately one hundred tines as great as the range of 
the beta particle and about ten thousand times as great as the range of an alpha particle* 
Thus, it can be seen that the range of a gamma ray in air may be as much as SO thousand 
cm, or one-fourth of a mile. Furthermore, gamma rays will penetrate through a similarly 
large thickness of shielding material, and it is not unusual to find from one to two inches 
of lead shields employed to reduce the radiation due to gamma rays. 
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QUESTIONS 

1* Describe in your own words: (a) the ganma ray, (b) alpha particle, (c) beta particle. 

2. Calculate the force in dynes exerted on an alpha particle when it is 1 x 1*^^ from 
the nucleus of a manganese atom (Z > 2S). 

3. Since the nucleus of the atom contains only protons and neutrons, describe what must 
happen when a beta particle (negative electron) is ejected from the nucleus. 

4. iShat is an isobar? 

5. What is the source of energy from the atom? 

6. Define natural radioactivity. 

7. Name ten atoms that are naturally radioactive. 

8. In a sample whose activity is 10 yc, how many atoms undergo disintegration each second? 

9. Find the disintegration constant for thorium-132, whose half-life is 1.39 x 10 ® years,' 
and for polonium-214, whose half-life is 0.0001 second. 

10. Referring to Fig. 2-4, not all of the possible nuclides are connected by the three 
series shown. . Does this indicate the presence of. a fourth series? 

11. Why is the gamma ray not deflected by an electric field, or a magnetic field? 

12. A positron and an electron can combine to produce a gamma ray. The energy of the 
gamma ray is equal to the annihilation energy of the mass of the electron plus proton. 
Calculate the energy of the resulting gamma ray. 
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induced radioactivity and atomic energy 

PLAN OF INSTRUCTION 

OBJECTIVE 

1. To study the effect of adding particles to the nucleus. 

! 

2. To briefly outline devices that can be used to accelerate particles for the purpose of 
bombarding the nucleus of atoms, 

3. To study the production of induced^ radioactivity. 

4. To calculate the energy in simple induced reactions. 

5. To introduce neutron bombardment and sample reactions. 

6. To study the use of charts similar to the General Electric “Chart of the Nuclides.” 
INTRODUCTION 

1. Review the size of the nucleus and concept of open space in matter. 

2., Review forces that repel a positively charged particle- as it approaches the nucleus of 
an atom. . 

3. Revi^ forces on charged particles that make it possible to accelerate a particle. 

4. Review the concept of a magnetic field that causes a particle to change its direction 
but not its velocity. 

TEACHING PLAN 

1. Refer to Fig. 2-1 and show that addition on nucleons or the subtraction on nucleons 
brings the resulting nucleus into an unstable condition. 

2. Discuss possible bombarding particles. 

3. Introduce a direct voltage type machine to accelerate particles. 

4. Describe the cyclotron. 

5. Describe the linear accelerator. 

6. Describe the betatron. 

7. Discuss the effects of bombarding by alpha particles from naturally radioactive sources. 

8. Discuss the effect of bombardment with beta particles or high velocity electrons and 
the production of X ray. 

9. Describe the formation of a series of daughter elements ending in a stable nucleus. 
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10, Introduce the concept of recoil velocity as a function of the inverse of the masses of 
the disintegration fragments, 

11, Point out that almost the entire energy of the reaction results in the formation 
of heat, 

12, Introduce the concept of fusion and illustrate with the formation of helium from 
hydrogen, 

13, Introduce the concept of fission and illustrate with 

14, Calculate the energies in the above two reactions, 

APPARATUS 

None required. 



RESOURCE M\TERIAL 

Figure 2>1 shows the relationship between the atoms as a function of the atomic number Z 
and the number of neutrons in the atom. It will be noted that for elements whose atomic 
mass is less than 40, the number of protons and neutrons are nearly the same. However, if 
the atomic mass increases beyond 40 or the atomic number beyond 20, the line of maximum 
stability in the nucleus of the atom bends upward and the nuclei of the stable atoms begin 
to have an excess number of neutrons. No simple explanation has been given for the relation- 
ships between neutrons and protons in a stable nucleus. 

Any combination of neutrons and protons other than the stable ones indicated by the solid 
dot in Fig, 2-1 are unstable. In general, unstable elements with an excess of neutrons 
Cor those found on the upper side of the line of maximum stability) are negatron emitters 
and emit beta particles. Nuclides that are unstable have a deficiency of neutrons (those 
fotmd below the line) and are positive emitters. They emit either a proton, alpha parti- 
cle's, or capture an electron in order to approach the area of stability. 

Any chart similar to Fig, 2-1 is not complete enough to give all of the desired information, 

A chart that is more complete is printed and distributed by the Knolls Atomic Power Labora- 
tory of the General Electric Company and is referred to as the "Chart of the Nuclides," It 
is available without cost from Educational Relations, Department MWH, General Electric 
Company, Schenectady, New York, The chart enables students to read directly the type of 
radiation produced by each nuclide, the half-life of the nuclide, the energy of the radi- 
ating particle, and other pertinent information. 

As discussed in Session 2, nuclear forces begin to act in a direction that will cause the 
bombarding particle to be attracted to the nucleus of the atom if the separation between 
the particles is less than 3 x 10^^ cm. Prior to this time, a positive nucleus will repel 
a positive bombarding particle and, likewise, an electron will be repelled by the shells 
of electrons around the nucleus of the atom. In order for a particle to approach the nucleus 
of the atom closely enough so that it is attracted to and combines with the nucleus, it is 
necessary to accelerate the particle to a sufficiently high velocity so that it can over- 
come the repelling forces. Since the velocity of the particle having a small charge is 
very high for the same energy, it can be seen that a proton or the nucleus of a hydrogen 
atom achieves a very high velocity with low energy and would, therefore, be able to pene- 
trate close enough to the nucleus to be absorbed by the nucleus, Deuteron, the nucleus of 
of heavy hydrogen (sometimes written as iD^), is a second choice. Alpha particles 
obtained either from natural radioactive sources or produced by accelerating the nucleus of 
the helium atom 2 ^^^ have been used extensively as bombarding particles. 

The neutron, gn^, has no charge and, therefore, is not repelled by the charge on either the 
shells of the electrons or the nucleus itself. It can approach the nucleus of the atom with 
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little or no roloclty. Consei^Mentl/, it is not strugo that the neutron can readily con- 
bine with all fom of atotts. 

Since, however, a fast neutron can add to the total energy ef the nucleus, some distinction 
aust be node for the velocity of neutrons and their probability ef capture. Data relating: 
to the resulting nucleus are divided between fast neutrons and slew neutrons, sonetivws 
referred to as themeneutrens. 

The probability that a neutron will react with a particular nucleus nay be expressed in 
terns of a, the nicroscopic neutron cross section for the particular reaction. The %alue 
ef 0 is expressed as an area and is profwrtional to the probability that the reaction, will 
take place. The larger the value of a, the larger the nucleus **appears** to the neutron and 
the greater the prebahility of reactien. Tha Microscopic cross sactien a is usually given 
in bams, whare a bara is 10*^^ ca*. Tha nuclear cross section for various reactions rangos 
frou saro through uillibams (ub) to sovtral aillioa hems. It is intorosting to conpare 
thost valuas with tho physical cross -soctioaal aroa of the nuclei. Tho diauotor of any 
nuclaus of mass nuabar A is givtn by 

d»2.4A^/5 35 iQ-li cm, 

Tho physical cross-sectional arans of atouic nuclei, therefore, vary frou 0.045 bams for 
hydrogen to 1.18 bams for uraniun. 

Tho capture cross section area is complicated further by the fact that the total cross sec- 
tion o varies with the ouergy of the neutron. For instance, the cross section a for indium 
varies from 30,000 bams to 10 bams for neutron energies that vary from 1 av to 1 Me/. 
Cadmium, for example, is usaful in an atonic power plant because it has a large total (sross 
section for thermoneutrons, 20,800 bams. It attracts and absorbs neutrons at great dis- 
taitces from the cadmium nucleus because of its large cross section and becauso the resulting 
nuclide is in itself stable. Thus, the use of cadmiina rods makes it possible to renovo 
neutrons from the volume without increasing the radioactivity in the area. 

The elementary particle that has the smallest chance of penetrating into the nucleus :ls the 
electron. Generally, the electron is deflected by the shells of electrons around the nucleus 
of the atom, and this results in energy that is liberated in the fora of X ras's. Electrons 
are captured, however, by the nucleus of the atom, and the capture of an electron produces 
the same effect as emitting a positive particle. 

Since 1930, a large number of devices have been produced to accelerate particles to bimbarcl 
the nucleus of the atom. In each case, the purpose has been to make a radioactive atom and 
to observe the reactions that would take place. The simplest machine is a direct-current, 
high-voltage unit that, in combination with a source of positively charged particles, 
attracts positively charged particles to the negative end of tho device. In order to avoid 
collision with atoms in their path, positively charged particles are caused to travel down 
an evacuated tube, ^pon reaching the negative end of the tube, they have acquired a velocity 
given by the equation 

1/2Mv 2 * eE 

whare M is the mass of the particle in grans, v is the velocity in o&ntimetors per second, 
e is charge on the particle in electrostatic volts, and E is the v^it^go drop in electro- 
static volts. 

A second device is the resonance accelerator, more commonly referred to ns the cyclotron. 
Figure 3-1 shows the essential features of the cyclotron. It consists of a large nagnetic 
field and evacuated chamber that houses two insulated electrodes, called "dees," that are 
excited by a powerful radio frequency transmitter. In addition, a source of ions is located 
at the center of the device. The positive ion is alternately attracted to the left then to 
the right dee and travels a circular path because of the magnetic field. The frequency of 
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the alterations of the electrical field applies to the dees, and the magnetic field is 
adjusted until the charged particle completes a one-half rotation in exactl)^ the time that 
it takes the electric voltage to reverse. Thus, the charged particle is positioned at the 
gap between the dees at the exact time that the voltage is at its maximum again. The energy 




Fig. 3-1. Schematic view showing action of the 
cyclotron (From Radioactivity and Nuclear Physics 
by J. M. Cork. .Copyright l^By. K. Van nostrand 
ConQ)any, Inc., Princeton, N.J. Used by permission.) 

acquired by the positive ion is equal to the voltage across the dees multiplied by the number 
of times the particle is accelerated across the gap multiplied by the charge on the particle. 
Thus, a proton with one positive charge attains an energy of 8,000,000 electron volts, or 
8 Mev, if it makes 80 revolutions and the volvige across the dees is 50,000 volts. It is 
obvious that one of the chief advantages of the cyclotron' is that an energy of 8,000,000 
electron volts can be achieved with an alternating source voltage of 50,000 volts. 

A linear accelerator is a device with a series of very high frequency radar type tubes that 
are used to accelerate positively or negatively charged particles through an evacuated hollow 
tube. Voltages are applied to a series of hollow conductors, the length of which succes- 
sively increases in such a manner that the charged particle reaches the gap between the next 
section at the exact time that the voltage is in such a direction to' produce acceleration. 
Early models of this device were from 10 to 50 feet long and present designs have extended 
the length to one mile in a unit at Stanford University. The linear accelerator accelerates 
both electrons and light positive particles and has been successful using particles with 
masses as high as 20 to 30 atomic mass units. 

The betatron is a device that is designed specifically to accelerate electrons. Similar to 
the cyclotron, the betatron has a magnetic field to keep the electron in a circular path, 
but the accelerating force is provided by an increase in the magnetic field. 

Other bombarding devices are in common use in radiation laboratories. The bevatron, so 
named because it is capable of achieving energies in excess of a billion electron volts, or 
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Bev, likewise eoiploys a varying aagnetic field and produces a series of burst of high energy 
particles. Another device for bombarding the nucleus of atoms uses an alpha source from 
one of the naturally radioactive isotopes. Such sources are available by utilizing polonium 
34 Po^^^, which emits alpha particles having a range of 3.9 cm in air and an energy of 5.4 Mev. 

A simple reaction illustrating the phenomenon of bombarding a nucleus of the atom with an 
alpha particle is illustrated by the capture of an alpha particle by nitrogen and the ulti- 
mate disintegration of the resulting nucleon into oxygen: 

jHe^ ♦ « (gF^*) • 

When the alpha particle with the charge of 4>2 and the mass 4 collides with the nitrogen 
nucleus with a charge of and mass of 14, they form a. single particle with a charge of 
♦9 and a mass of 18. Since an atom with the nuclear charge of -*>9 would be expected to have 
all the chemical properties of fluorine, atonic number 9, the newly formed nucleus is 
labeled gF^*. 

An examination of the table of isotopes, however, shows that no such isotope exists in 
nature. -This combination of neutrons and protons is unstable and disintegrates by dis- 
charging a proton, a particle of charge 4-1 and a mass of 1. This leaves behind a residual 
nucleus with a charge of 4-8 and a mass of 17, one of the stable isotopes of oxygon. 

In like manner, beta particles are emitted from certain radioactive elements. These are 
high velocity electrons and can be produced with a high voltage accelerator, betatron, or 
linear accelerator. The effect in each of these cases is similar. When a beta particle or 
a high velocity electron interacts with an atom, the electron is rarely able to penetrate 
through the shells of electrons and reach the nucleus of the atom. More commonly, electrons 
are ejected from their shells and when this takes place in one of the innermost shells, 

X rays are produced. This type of radiation is particularly dangerous in that X rays, in 
a manner identical to gamma rays, penetrate through large sections of absorbing material 
and produce deep radiation bums. When the outer shells of the electrons are disturbed, 
infrared, visible, and ultra-violet light are produced. 

In addition to producing a reaction that results in an instaneous disintegration from a new 
atom, it is possible to produce artificially radioactive elements by bombardment. One such 
reaction is the production of radioactive phosphorus. The reaction is as follows: 

2“** ♦ 13«” • is'’*® ♦ 0"‘ 

A newly created particle, with a charge of <415 and a mass of 30, is a phosphorus that is not 
stable. The radioactive phosphorus nuclei 15 ?^^ emits a positron, leaving behind a stable 
silicon atom of charge 4-14 and mass 30: 

IS?^® * laSi^® ♦ 1«® 

The half-life of this activity is 2.5 minutes. 

Other artificially produced reactions have varying half-lives. That of Carbon 14, for 
exaiqple, is approximately 5,600 years. 

\ 

In many instances, induced radioactive nuclei undergo a series of disintegrations before 
becoming stable. This is particularly true of elements that are produced in atomic fission, 
the residue of which contains radioactive particles that are beta emitters. In these cases 
the successive emission of one beta particle places the resulting daughter element closer 
to the region of stability, and the residue or fallout from an atomic bond) produces large 
quantities of beta emitting radioactive dust. In addition to the beta particles that are 
emitted by such nuclei, many of the reactions likewise produce gamma rays. 

All radioactive disintegrations result in the expulsion of a high velocity particle from 
the nucleus of the atom. According to Newton's third law, there is a reaction force to 
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to every action force and this rule, when applied to the disintegration of a radioactive 
nuclide, would require that the daughter nuclide experience exactly the same reactive force 
as the emitted particle. More specifically, the momentum of the daughter product would be 
equal to the momentum acquired by the radioactive particle emitted in the opposite direction. 
Since momentum is defined as mass times velocity, a simple analysis shows that the recoil 
velocity of the particles is a function of the inverse of the masses of the disintegration 
fragments. Thus, in the case of the production of thorium of mass 234 by the emission of 
an alpha particle of mass 4 from the nucleus of the uranium atom of mass 238, the thorium 
atom will have a velocitj’ of 4/234 of the velocity of the alpha particle. 

In those instances where the atom is tightly bound, such as in a crystal structure, the 
daughter element may not actually leave the lattice structure of the crystal, and the energy 
will be dissipated in the form of heat. In the case of a liquid, the daughter product will 
initially acquire the velocity as given by the before-mentioned equation, and again the 
energy will be converted to heat. In the case of a gss, the daughter product will initially 
acquire the calculated velocity and the range of the particle will depend upon the density 
of the gases that the nuclides encounter. In a nearly perfect vacuum, such a particle could 
travel many hundreds of miles. At normal atmospheric pressure in air, however, the range 
of a recoil particle is less than one centimeter. Again the resulting energy is converted 
to heat . 

Not all of the energy of a radioactive disintegration results in heat, but probably more 
t|Mn 99 percent of the energy ultimately results in heat in and near the location where the 
disintegration takes place. A little of the energy may be converted to infrared rays, light, 
ultra-violet rays, ai^ gamma rays— rays that have a velocity of light and move in a strai^t 
line until they are absorbed. 

Many induced radioactive disintegrations yield a smaller quantity of energy than is required 
to initiate the disintegration. In these cases, for instance, a 6 Mev alpha particle may 
produce disintegration with the emission of a proton having 4 Mev. 

There are two general types of phenomena in which case the resulting energy is greater than 
the initial energy. The first type is the combining of light elements to form heavier ele- 
ments among the lightest elements in the atomic table. This reaction is referred to as 
fusion. The nucleons in 4 hydrogen atoms exactly equal nucleons required to form one 
helium atom. 



4 jHI « 4.0313 

1 • 4.0026 

Mass difference « .0287 

The annihilation energy' of 1 atomic mass unit (amit) is 931 million electron volts (Mev). 

The energy resulting from this mass difference is expressed as follows r 

Energy « (0.0287) (931) « 27 Mev 

The possibility that 4 hydrogen atoms will ever cqlide is rather remote. However, two atoms 
of deuterium likewise have the proper number of nuclides to form one atom of helium. Simi- 
larly calculated, this reaction gives a mass difference of 0.0256 amu and produces 24 Mev of 
energy. Similar reactions involving elements of hydrogen, helium, and lithium yield enough 
energy to make this a useable source of atomic energy. This is the principle of the oper- 
ation of the hydrogen bomb. 

Certain of the atoms among the heaviest atoms exhibit a different type of energy releasing 
reaction that is referred to as fission. Atoms such as uranium 235 easily absorb one addi- 
tional neutron. The resulting atom is so unstable that it forms two groups of possi- 

ble radioactive elements clustering around the middle of the atomic table. For instance, 
one possible reaction is the production of ssCs*^^ + 44 RU®® ^Qn^. 
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55 CSIS 3 * 132.M51 a«u 

44 RUW « 98.9061 anu 

3 neutrons » 3.0260, awu 

TOTAL *“! » 234.8372 anu 



92U23S . 235.0439 anu 
Total « 234.8372 anu 
DIFFERENCE • 0.2067 anu 



The difference between the aass of a single »u» of the nassei of the products 

of fission is of the order of 0.2067 anu or 142 Mev— about one tenth of 1 percent of the 
initial uraniun 235 ateo. Therefore, if all of the atens is a hilogran of 92 ^^^* undergo 
fission, the nass annihilated is approxinately on 9 gram, ly Einstein’s equation Energy ■ Mc^, 
one gran amounts to an energy of 9 x lO^^ Joules and is approxinately equal to the energy 
liberated by the explosion of 20,000 tons of TNT. 

It is possible to control the liberation of energy by the atooui undergoing fission, and this 
source of atonic energy is used for the creation of unlinited energy in the atonic pile. 



QUESTIONS 



1. What is meant by a negatron emitter? 

2* What is meant by a positron emitter? 

3. How is the probability that a neutron will react with a particular nucleus expressed? 

4. Nhat is the approximate relation between the physical cross-sectional area of the 
atomic nucleus and the unit bams? 

5. In order to remove neutrons from an atonic generating plant, cadmiun rods are inserted. 
From this fact, what can you deduce about the neutron cross section of cadmium in bams? 

6. Diagram a cyclotron and briefly describe its operation. 

7. What is the advantage of the cyclotron over that of a high intensity poloniun source? 

8. Complete the following disintegration reactions: 

2He4 ♦ iiNa23 — ^ 

2He^ ♦ lO^e^® ^ ♦ 1«^ 

2 Hb^ ♦ 9FI9 ? ♦ 

2 ”®^ ♦ 14Si^® ? ♦ iH^ 

2Ho^ ♦ l»Al27~^j5p30 ♦ ? 

9. Whm deuterons are allowed to bombard protons of considerable energy are observed 

bei^g ejected. Write the disintegration equation. 

10. lAien neutrons are allowed to pass through ordinary oxygen gO^^, alpha particles are 
given off. Write the reaction. 

11. Two atoms of deuterium with nass 2.01410 :;an combine to form one atom of helium. 
Calculate the energy released by this reaction. 
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radioactivity safety and radiation doses 



PLAN OF INSTRUCTION 



OBJECTIVE 

1. To familiarize the student with the hazards connected with radioactive elements* 

2* To describe the units used to measure radioactivity* 

3* To familiarize the student with the safe doses of radioactivity that the body 
can tolerate* 

4* To study the types of rays and the hazards and limitations of each* 

S* To study the instruments for measuring radioactive doses absorbed by the body* 

6^* To outline the special safety techniques for work with radioisotopes* 

INTRODUCTION 

1* Review the rays produced by natural and induced radioisotopes* 

2* Review the absorption and penetration properties of alpha, beta, and gamma rays* 

3* Review the half-life of radioactive iubstances and the relation between the half-life 
' and the activity* 

TEACHING PLAN 



1* Introduce the unit of radioactivity (or the disintegration rate) the curie, and reduce 
this to number of radioactive disintegrations per second* 

2* Introduce the unit roentgen and give the related value in terms of energy released and 
- rise in temperature in human tissue* 

3* Define the unit roentgen per hour, r/h, and the related milliroentgen per hour, mr/h* 

4* Discuss the presently accepted maximum safe dosage as a function of physical health* 

5* Discuss the normal radiation that the body is subjected to from cosmic rays, strontium-90, 
carbon 14, radon gas, etc* 



6* Introduce the commonly used dosimeters* 

a* Quartz fiber electroscope dosimeter* 

b* Film bLdge monitoring dosimeter* 

c* Survey meters for measuring radioactive doses* 



7* Discuss the extent of doses that, an individual night normally receive in conducting 
experiments in this course* The amount of radioactivity used in performing the experi- 
ments in this course are at the microcurie level— comparable to the activity contained 
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in the human body. The exposure received in performing these experiments is completely 
negligible when compared with normal total exposure. Even so, radioactive material 
should not be eaten or inhaled unnecessarily, nor should it be left on the skin for 
any length of time. The simple safety precautioiis given in each experiment should be 
followed to avoid unnecessary exposure. 

8. Safety precautions to be used with radioisotopes. 

9. Washing highly radioactive glassware. 

10. What to do if radioactive material*^ are spilled. 

APPARATUS 

None required. 



RESOURCE MATERIAL 



The measure of the quantity of x-radiation or gamma radiation is the unit roentgen, or r. 
This unit is defined in terms of the effect produced in air at a given point. 



The roentgen is defined as the quantity of X-ray or gamma radiation that produces ions 
carrying one electrostatic coulomb of electric charge of each sign for each cubic centi- 
meter of air at one atmosphere pressure and at 0° centigrade. Another way to define the 
unit is to say that the radiation produces 2.083 x 10^ pairs of charges in that volume. The 
radiation results in an energy loss in the beam and imparts an energy of 87.7 ergs/gram to 
the air. If the energy falls on human or animal tissue, the energy imparted to it is approxi- 
mately 93 ergs/gram. Energy thus lost is converted directly into heat, and the increase 
in temperature produced in the tissue is approximately 22.4 millionth of a degree centi- 
grade. The total energy of the beam is much greater than indicated by the above figure. 

The beam has a range of over 1,000 feet in air and decreases because of the inverse square 
law effect and because part of the energy of the beam is being absorbed along each centi- 
meter of its path. 

The number of r units that are absorbed by matter at a particular point will depend upon the 
intensity of the radiation and the length of the exposure. This is similar to saying that 
the temperature of water in a pot on a stove will depend upon the intensity of the heat 
source and the length of time that the heat is on. This unit is roentgen divided by time, 
or r/hr. 

In practice, few laboratories have the facilities to measure either the electrical charge 
in statcoulombs or the increase in energy in ergs. Rather, the quantity of radiation is 
meafured by an indirect method. Commercially manufactured dosimeters are available that will 
read the accumulated radiation directly by means of a fiber electroscope. This electroscope 
is first charged by a d.c. voltage and the ions produced by radiation discharge the electro- 
scope. The electroscope is viewed by means of a small microscope arrangement and the fiber 
is seen against a calibrated scale. The scale can be made to read the quantity of radiation 
directly in r units. 



An electrometer, an electronically amplified measurement of the ionic charge produced by the 
radiation, can be made to read in units of r/hr. Such a unit must be calibrated against a 
radiation field of known strength in order to read correctly. A standard field can be made 
by encapsulating a radium sample in a 0.5-mm- thick platinum capsule to absorb alpha and beta 
particles while permitting the gamma rays to pass through. The dose rate is then given by 



.. 0.84m 

r/hr * "■ jg -- 



where m • mass of radium in grams and d is the distance from the source in meters. Similar 
standards can be also made by encapsulating samples of other cheaper isotopes such as 




30 



SESSION 4 



an isotope that can be purchased from several suppliers. For this isotope, the 
lose rate is given by 

r/hr * 1«3S activity in curies 



The unit curie gives the number of disintegrations per second. This unit is also founded 
on radium and specifically one curie is the radiation which is given off by ono gram of 
radium. This turns out to be 3.7 x 10^^ disintegrations per second. A microcurie is a 
quantity of radioactive material that disintegrates at the rate of 3.7 x 10^ disintegrations 
per second. 

The roentgen is defined only for X and gamma rays and is a measure of the strength of the 
radiation field or exposed dose. It is not a direct measure of the energy lost in various 
types of natter. The rad is defined for all kinds of ionizing radiation and is a measure of 
the absorbed dose, or energy absorbed per unit mass of material. The rad is defined as the 
absorbed dose of any nuclear radiation accompanied by the liberation of 100 ergs of energy 
per gram of absorbing material. In soft tissue an exposed dose of 1 r corresponds very 
roughly to an absorbed dose of 1 rad. The actual absorbed dose depends on the energy of the 
rays and the composition of the tissue, and may vary from 0.0 to 1.0 rad per roentgen. 

The different kinds of radiation differ in their biological effect on tii^sue even when the 
absorbed doses in rads are equal. X or gamma radiation is the basis for comparison of the 
relative effect of other kinds of radiation. Both electrons or beta particles and positrons 
produce about the same biological effect as gamma rays. However, the r&lstive biological 
effect, abbreviated RBE, of heavy ionizing particles such as alpha part-I^^les and fission 
fragments that may have a mass as great as 130 amu, produce a much gre^ttcar biological effect 
for a given absorbed dose. RBE is the multiplier that must be used with the rad unit to 
yield the roentgen equivalent for nan. This unit may vary from 0.6 to 29 , depending on the 
type of rays and the energy of the radiating particle. 

The roentgen equivalent for nan, abbreviated rem, is the essential unit that describes the 
biological effect of radiation on nan. Since the multiplier RBE is based on x and gamma 
radiation, and since the effect of beta and positron rays is about equal to that of gamma 
rays, the units of radiation in rem are almost equal to the original units in r. However, 
when the type of radiation involves heavier ionizing particles or when the radiation is due 
to a combination of t)rpes of radiation, the total rem exposure must be cosputed by calcu- 
lating the several doses separately and adding the rem units. 

Some special considerations must be made in the case of neutrons. Generally, a value from 
5 to 10 for RBE has been recommended for neutrons and alpha particles. In view of recent 
developments in regard to the RBE of neutrons, it nay be better to assume values of approxi- 
mately 100 for these radiation, at least for biological effects on the eyes, where doses of 
neutrons are known to cause cataracts. 

In the case of fast neutrons, a unit of dosage is used that is based on the pocket ioniza- 
tion chamber. This is done as a natter of convenience, since nearly every laboratory uses 
this particular type of instrument. The r unit for fast neutrons is defined as that amount 
of fast neutron radiation which will produce a l»r reading in the Victoreen 100 nr bakelite- 
walled pocket chamber. This must be multiplied by RBE (as described above) to yield the 
rem unit for neutrons. 

Standards have been set up by the U, S. Atomic Energy Commission fbr the case of gamma radi- 
ation in terms of roentgens. The same values are, however, also applicable for other t)rpes 
of radiation when reduced to rem units. 

Zero to 25 roentgen in a period of 24 hours or less produces no radiation sickness or 
hotrcMEie clinical effect. A person so exposed is not aware of any immediate biological 
damage and probably no serious biological damage has occurred. 
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iOOr: Nausea, Fatigue 




SOr: Slight Temporary Blood Changes 



25r: No Detectable Effect 

Fig. 4-1. Effects of external radiation 




Fig. 4-2. Effect of distance on radiation exposure 
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A radioactive dose of from 25 to 100 roentgen results in no radiation sickness but a slight 
temporary change in the blood, individuals so exposed should be able to resume usual duties. 



Table 4-1 

MAXIMUM PERMISSIBLE TISSUE DOSE rem PER WEEK 



Type of 
Radiation 


At any point 
within body 


RBE 


Exposure of 
entire body 


Exposure of 
hands only 


X and gamma 


0.3 


1 


0.5 


1.5 


Beta rays 


0.3 


1 


0.5 


1.5 


Protons 


0.03 


10 


O.OS 


0.15 


Alpha rays 


0.015 


20 


0.025 


0.075 


Fast neutrons 


0.03 


10 


O.OS 


0.15 


Slow neutrons 


0.06 


S 


0.1 


0.3 



A person with from 100 to 200 roentgen suffers slight radiation sickness and a delayed 
recovery from changes in his blood. The delayed effects may shorten life expectancy by 
10 percent. 

A person exposed from 200 to 300 roentgens experiences a moderate radiation sickness but 
is likely to recover in three months unless conqilicated by poor previous health or infection. 

Persons exposed from 300 to 600 roentgens can expect to suffer severe radiation sickness 
with up to 50 percent deatn f^or exposed individuals in from two to six weeks. An exposure 
of 450 roentgens results in possible eventual death to SO percent of the exposed individuals. 

A dose of more than 600 roentgens results in serious radiation sickness and up to 100 per- 
cent death'Tor Indivrduals during the first two weeks after exposure. 

For workers employed in an installation where there is continual work in a radiation environ- 
ment, the health tolerance level is set at 6.25 mr/hr for a 48-hour week. This means that 
a person could work in an environment where the radioactive level is 6.25 mr/hr and where 
a Geiger would record approximately 20,000 counts per minute for 48 hours a week without 
exceeding the national standard. In this time the worker would receive a total dose of 
0.3 rem during the week. This dose is 0.1 of 1 percent of the dose that would produce sick- 
ness but not necessarily produce death. The body is continually being bombarded by rays 
similar to those from radioactive compounds, primarily from outer space. Each square inch 
of the body is bombarded by approximately one cosmic ray per second. Carbon-14, a radioactive 
substance found in all living matter, is continually emitting rays at the rate of 15 beta rays 
per minute per gram of living tissue, or for the body as a whole, 200,000 beta rays per min- 
ute. A like number of radiations are produced in the body from potassium-40, an integral 
part of the body. Additional rays come from radium in food and water, from radan in the 
atmosphere, from cesium-137, and strontium-90. A slight amount of uranium and other members 
of the radioactive series are found in the crust of the earth and these sources likewise pro- 
duce a readable amount of radiation. 

The total amount of radioactivity from these natural sources probably does not exceed 0,2 
mr/hr, considerably below the health tolerance for man. 

The problems involved in the safe handling of radioactive substances can be classified into 
three categories. These ares (1) protection of personnel, (2) control of contamination. 
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and (3) disposal of radioactive waste. In the microcurie quantities available without a 
special license, the isotopes offer little hazard in any of these categories. Howeveri. the 
basic techniques involved in handling radioisotopes should be observed regardless of the 
quantities involved. 

Hazards from radiation are classified as internal or external. Internal hazards have to do 
with radioactive materials entering the body. If the general rules for radiation laboratories 
are followed, there is no reason why any of the microcurie quantities available to schools 
should offer any hazard. It may be reassuring to know that therapeutic doses of phosphorus-32 
up to 7 nillicuries are given internally. For clinical treatment of hyperthyroidism, up to 
10 millicuries of iodine-131 are given internally. These isotopes, 53 II 3 I and isP^^, are 
available to the teacher only in 10 -microcurie amounts, less than one-thousandth of the inter- 
nal dose given. 

External hazards from radiation include any exposure of the body to radiation from the radio- 
isotopes. Alpha and beta particles are readily stopped by the usual glass laboratory con- 
tainers or a thin sheet of aluminum. When the containers are kept closed, alpha and beta 
radiation is not considered to offer external hazards. Gamma radiation, which is very pene- 
trating, is the major hazard. 

The National Committee of Radiation Protection has recommended that the long-term exposure 
of the whole body shall not exceed 300 milliroeittgens, or 0.3 rem, per week. For local expo- 
sure of the feet, ankles, hands, and forearms, the maximum permissible dose is 1,500 milli- 
roentgens per week. The actual dose from the license-exenq)t quantities of gamma emitters 
can be calculated using the formula 



R « 6CE 

where R is expressed in milliroentgens per hour, C is the number of millicuries of activity, 
and E is -the average quantum energy per disintegration in Mev. If the gammas are emitted in 
cascade with more than one per disintegration, the £ factor is the sum of the energies of the 
gamma radiations. The following table indicates the dose rate and required time for some 
common gamma emitters in unlicensed quantities. 



Table 4-2 

ISOTOPE AND ENERGY OF GAMMA RADIATION 



Isotope 


Quantity, me 
C 


Gamma Energy (Mev) 
E 


mr/hr at 
1 ft. 

R 


Hours for 
1,500-mr dose 


Iodine- 131 


0.010 


0.367 


0.022 


68 , 000 


Cobalt-60 


0.001 


1.3 


0.014 


107,000 


Copper -64 


0.050 


1.2 


0.036 


40,600 


Sodium-24 


0.010 


2.8 


0.252 


5,950 



It is immediately obvious that none of these isotopes could be held long enough in the 168 
hours per week to approach the maximum permissible dose of 1,500 milliroentgens per week. 

The following set of simple rules is largely an adoption of the Oak Ridge Institute of Nuclear 
Studies safety regulations: 

1. Whenever possible, work should be done with sealed samples of the radioisotope. 

2. All work with unsealed radioisotopes should be carried out in trays. Any spills 
then be confined and can readily be decontaminated. 
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3. Rubber gloves should be worn when handling active solutions. The use of tongs 
and other devices to keep the activity from direct body contact is desirable. 

4. Where vaporization may occur, the operation should be done under a fume hood. 

5. Students with cuts should not work with radioactive materials unless approved 
rubber gloves are worn. 

6. Eating, drinking, smoking, and use of cosmetics should not be allowed where 
radioactive materials are present. 

7. Pipetting of radioactive solutions by mouth should not be done. Suction bulbs, 
spit traps, or other devices should be used. 

8. All contaminated disposable materials should be placed in a labeled container 
for subsequent disposal. 

9. Inhalation of radioactive materials should be avoided. Extremely small quantities 
of tritium, radon, etc., are highly toxic. 

10. All glassware used for radioactive solutions should be kept separated from other 
non-contaminated glassware. 

11. Hands should be washed after working vich active solutions, and hands, clothing, 
and area should be monitored as a standard procedure. 

12. Radioactive materials should be plainly labeled with the approved AEC labels and 
kept under lock when not in use. 

13. A sign indicating what radioactive materials are being used should be displayed 
during any exposed experiment. 

14. No protective clothing beyond the usual laboratory clothing is necessary in working 
with unlicensed quantities of radioisotopes. 

15. An account of all radioactive materials received, used, disposed, or stored should 
be made. 

With isotopes of short half-life in microcurie quantities, the liquid may be diluted and 
flushed down the drain with a large excess of water. Tissues, small animal carcasses, and 
other combustible materials may be incinerated without any hazard to personnel or community. 
Planchets and other non-combustibles can be placed in a covered, labeled container and dis- 
posed of in the regular trash collection. 

Glassware should be well washed and rinsed, using any good laboratory detergent. See your 
supplier for detergents approved for radioactive matter. 

In case of any spills, blot up the liquid with paper towels or cleansing tissue. Put the 
tissue in the can of radioactive waste. If a high level of radioactivity remains, wash the 
areas with a detergent and water. Soak up the liquid with paper. 



QUESTIONS 



1. Define the roentgen unit. 

2. What is the effect on human tissue when a gamma ray is absorbed by the cell? 

3. Describe a practical means of measuring the gamma radiation in the laboratory. 

4. How would you calibrate an electrometer? 

5. Distinguish between rero and RBE. 
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6. How are fast neutrons measured for radioactive safety purposes? 

7. If a rate meter reading gamma rays indicates 15 mr/hr, how many hours per week may a 
person work in this environment? 

8* In addition to lead, what absorbers are effective for alpha particles? 

9. What is the range of alpha particles in a perfect vrxuum? 

10. What type of absorbers are effective for beta rays? 

11. Why is it not possible to completely absorb the gamma rays from a source? 

12. List all the types of radiation the body is exposed to due to natural effects. 

13. Why is strontium considered more dangerous than phosporus as fa’* as radiation is concerned? 

14. Describe a correct method for pipetting radioactive solutions. 

15. With samples of the magnitude used in this course, how could radioactive material be 
disposed at the completion of the experiment? 
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PLAN OF INSTRUCTION 



OBJECTIVE 

1. To familiarize the student with the Geiger-Mueller counter. 

2. To stud/ the electrical circuit of the 6-M tube. 

3. To draw the counting-plateau curve for a typical G-M counter. 

4. To study the resolution tine of a G-M counter. 

INTROOUaiON 

1. Review the characteristics of the rays produced by radioactive elements. 

2. Discuss absorption of radiation by elements and, in particular, the materials used in 
the construction of the G-M tube. 

TEACHING PLAN 

1. Diagram the function of the equipment with stress on the construction of the G-M tube, 
the purpose of the high voltage supply, the quenching gases, the discriminator, and the 
counting equipment. 

2. Emphasize the precautions to be used in handling the fragile G-M tubes and the high 
voltages connected with this circuit. 

3. Describe the formation of the ion pairs in the tube and the function of the gas, which 
permits the multiplication of ion pairs by collision. 

4. Describe the action of the quenching gas and the ultimate destruction of the quenching 
gas as the result of the quenching in the tube. 

5. Explain the rapid deterioration of the quenching gas when the voltages raise to a point 
where multiple pulses occur. 

APPARATUS 

G-M tube with rack to hold tube and sample 

G-M scaler with variable voltage control 

Timing system, such as a timer or clock 

Sealed hard beta source, approximately 0.01 pc 

Radiuia D ■*> E (Atomic Accessories, Inc., Model SCB-84) 
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EXPERIMENTAL PROCEDURE 

1* Attach the Geiger-Mueller tube to the high voltage circuit. Make certain that the 
high voltage control is rotated to zero voltage position. 

2. Plug in the A*C cord, and switch the equipment to the "on" position. 

3. Place a known radioactive sample, preferably an encapsulated sample, at a fixed dis- 
tance from the G-M tube. 

4. Slowly increase the voltage by rotating the voltage control knob until the counter 
begins to operate. 

5. Make a set of five counting periods of one-minute duration each with the voltage con- 
trol at a point where the counter just begins to operate. 

6. Make a series of determinations in steps of twenty volts and record the average number 
of counts in a one-minute period. 

7. As the voltage on the G-M tube is raised beyond the plateau region, the rate of counts 
will be seen to increase very markedly. If the voltage is raised too high, the tube 
will produce multiple counts. This will result in counts writh or without the radio- 
active sample. Caution; Do not leave the voltage in this region because it will 
seriously affect the life of the tube. 

8. Plot the data obtained in this experiment on a chart with the number of counts per 
minute as the ordinate and the voltage as the abscissa. 

9. Identify the horizontal or plateau portion of the counting rate versus the voltage 
curve. The proper operating voltage of the G-M tube is on the plateau but with the 
lowest voltage that gives consistent counts. 

10. Calculate the percentage increase in the observed count per 100-volt increase. To 
do this, divide the increase in counts by the number of counts and divide this by 
100. A value of O.OWlOO to O.T/100 is considered sat isfactory. 

11. Repeat the series without the radioactive sample. This will give the average back- 
ground count for each voltage setting. 

12. " .btract the average background reading for each voltage setting to arrive at the 
average. 

13. Plot the counts due to the sample and compare with the chart plotted in No. 8 above. 
Will the plateau determined in No. 8 remain constant during the life of the G-M tube? 

RESOURCE MATERIAL 

A great variety of counters can be constructed to measure the ionization produced by radio- 
active rays. The Geiger-Mueller counter is an outgrowth of a series of much simpler coun- 
ters designed to measure ionization. 

If two metallic surfaces are charged with a d-c voltage and if ionization takes place be- 
tween the surfaces, the negative charges will drift toward the positively charged surface 
and the positive charges will drift toward the negatively charged surface. The type of 
gases between the surfaces and the shape of both the surfaces and the enclosing container 
have an effect on the results. Another important consideration is the voltage applied to 
the conducting surfaces. 

From a practical standpoint, a limited number of gases are suitable for use in a counter. 
Gases such as carbon dioxide, water vapor, oxygen, and nitrogen have a high affinity for 
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free electrons and are unsuitable* Helium and argon, on the other ii>and, exhibit charac* 
teristics that are ideal. 

While it is possible to build counters with parallel surfaces, a counter consisting of a 
cylindrical conductor and a center wire of small radius is more desirable because the cylin- 
drical unit will operate at a lower d-c potential* 



Counters can be made to operate at atmospheric pressures, but the efficiency is increased 
if the counter is filled with a gas at reduced pressure* A pressure of 10 cm of mercury 
is frequently eit ployed* If a counter operating at reduced pressure is used, the conducting 
surfaces must be enclosed in a container of some sort. Since a ray passing through outter 
of any type loses sonje energy due to absorption of part of the energy, the selection of 
the material in which the conductor is housed is of utmost importance* In those cases 
where the radiation is extremely weak, it may be desirable to have no absorption* In such 
cases, the radioactive material in the form of a gas is pumped through the counter at 
reduced pressure* This technique is referred to as gas counting and is especially useful 
to detect weak alpha and beta particles* 



Cylindrical counters with very mica windows are useful for detecting alpha particles 
and low-energy beta particles s those from carbon-14* Window thicknesses are' meas- 
ured in miliograms per squa"^ er (mg/cm^)* To count alpha particles, the window 

thickness. should be under 2 dndows with a thickness of 3 to 4 mg/cm^ are useful 

for measuring high-energy b les, such as those from phosphorus-32. 

Thinrwall glass tubes with Um »..«»ide cylindrical conductor made of a metal coating on the 
inside of the glass tube are used to detect high-energy beta rays and gamma rays* This 
type tube has a wall thickness approximately 30 mg/(a»* and will not detect alpha rays and 
weak beta rays* This type tube is used in many beta-gamma survey meters. 

The G-M tube is developed from the two electrode ionization chamber and in its simplest 
form Consists of a hollow metallic cylinder, charged with a negative voltage, and an anode 
wire, which is charged positively* Any ions produced by radiation in the area between the 
two conductors is attracted to either the anode or the cathode cylinder* With the use of 
hrlium or argon gas in the tube^ the free electrons produced by the ionization are not 
captured by the gas and, consequently, drift toward the anode wire* The positive ions, 
being heavier, drift slowly toward the negatively charged cylinder* 

There are several conditions of operation that are controlled almost entirely by the volt- 
age .applied to the conductors: 

1* When the voltage is very low, the charge that reaches the conductor depends upon the 
field due to losses as a result of recoaibination, i*e*, electrons recombining with 
the positive charges produced by ionization* 

2* If the voltage is increased, a plateau is reached where the loss due to recombina- 
tion is negligible, and the pulse size is independent of the voltage but is depend- 
ent upon the amount of ionization produced in the tube* Under these conditions, 
the quantity of charge collected on the center wire may vary by a factor of 1,000 
and will depend upon the type of radiation and the energy of the radiated particle 
(alpha panicles produce the greatest amount of ionization}* 

3* If the voltage is increased beyond the plateau* region, the velocity of the electron 
(as it is moving toward the cathode in the center) reaches a point where the elec- 
tron is able io create new electrons by collision with the gas panicles in the 
tube, this condition is referred to as an avalanche and is the result of the elec- 
tron amplification due to the gas in the tube* The ratio of the total current to 
primary ionization in the region is called the gas amplification factor* Amplifi- 
cation factors of 10,000 or more can readily be achieved in such tubes. In this 
region the total current produced by the primary ionizing pSrticle is still 
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proportional to the original ionization* This region, like the previous region, is 
also a proportional region* The amplitude of the signals are larger, however, so 
that it is easier to measure the effect* 

4* If the voltage is further increased, the total current produced by the avalanche is 
no longer strictly proportional to the initial ionization* This region is called 
the region of limited proportionality* Counting tubes are rarely adjusted to operate 
in this region* 

5. .If the voltage is increased beyond the proportional range, a region is approached 
where the amplitude of all pulses is the same, whether they are caused by massive 
ionization from alpha particles or produced by a single electron initiated by a 
gamma ray* This is called the Geiger threshold* If the voltage is increased beyond 
this point, a continuous arc will form in the counter and the current through the 
counter will be limited solely by the external circuit* A tube operating at a volt- 
age beyond the Geiger threshold must incorporate some method to quench the discharge 
produced by each radioactive ray* 

With a quenching feature incorporated in the tube, the pulse height produced by the 
counter will be independent of the amount of initi-l ionization, and the number of 
counts per minute will be independent of the voltage applied to the counter* This 
region 2 ^ referred to as the Geiger plateau* 

6* If the voltage is increased beyond the Geiger plateau, multiple pulses are produced 
by each ionization, and the tube produces an uncontrolled series of pulses* 

The voltages at which the various phenomena take place differ from tube to tube but are 
generally proportional to the diameter of the outside cylinder and inversely proportional 
to the diameter of the wire anode* Typical regions are as follows: below 600 volts, pro- 

portional counting; 620 to 800 volts, Geiger plateau region; above 850 volts, multiple 
pulsing* Operating voltages to place commercially available tubes on the plateau vary 
from 700 to 1300 volts* 

The arc in a counter tube can be extinguished electronically by applying a voltage in such 
a manner that the voltage across the tube drops below the Geiger plateau immediately after 
the pulse has been registered* This method is not normally used in commercially available 
equipment* 

Most G-M tubes employ a second gas in the tube to perform the quenching function, and tubes 
of this type are referred to as self-quenching tubes* One of a series of organic gases 
may be mixed with the helium or argon in the G-M tube* Satisfactory gases for this purpose 
are alcohol, amyl acetate, xylene, butane, and others* 

The function of the second gas is to quench* The original ionization particle produces 
one or more electrons in the counter. Since the center wire is positively charged, the 
electrons drift toward the wire going faster and faster and reaching tremendous speed as 
they approach the intense field near the wire* When they reach a critical speed, they 
may dislodge more electrons from the gas atoms* Each ionization thus produced produces a 
pulse of ultraviolet light that may dislodge an electron from a nearby gas molecule. This 
phenomenon spreads the avalanc'ie up and down the G-M tube so that a sheath of ions is formed 
around the center wire* It is tf.s sheath of ions consisting of a billion or more electrons 
striking the wire along its length, producing sharp pulses* 

During this time, the positively charged helium and organic gas ions are moving more slowly 
toward the outer cylinder, attracted by the negative charge* As the helium ions move, they 
collide with the organic ions, extracting electrons from them and forming neutral helium 
atoms* By the time the positive ions reach the wall, they consist primarily of organic 
ions* Electrons from the wall neutralize the organic ions, and the energy released in the 
neutralization is absorbed by the dissociation of the organic molecules* Some of the 
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organic gas in the counter is removed by dissociation each time an avalanche is quenched 
in the tube. Tubes filled with such gases have an expected life of from 10^ to lOiO counts. 

G-M tubes may also be filled with halogen gas (one of the chlorine-type gases), such as a 
tube filled with a neon-halogen mixture. Such tubes are extremely stable with practically 
infinite life but are not as s^sitive as organic gas quenched tubes. They are neither 
damaged by over voltage nor affected by temperature change and are not photo sensitive. 

A typical G>M tube is constructed by evacuating the tube and admitting alcohol vapor until 
the pressure has risen to 1-cm reading on a mercury manometer. The argon is then admitted 
until the pressure rises to 10 cm. 

One of the important characteristics of the tube is the slope of the counting plateau. 

The slope is measured in percentage increase per 100 volts. A slope of 0.03/100 v is con- 
sidered excellent, and a slope of 0.1/100 v is considered satisfactory. 

One of the major defects of a G-M tube is the time lag from the beginning of the avalanche 
of electrons in the tube until the tube is restored to normal by the action of the quenching 
gases. A time delay of the order of 100 to 500 micro-seconds is involved in the quenching 
process and, therefore, the maximum pulse rate that can be accurately measured is only a 
few hundred per second. Corrections must be made for the error in the counting rate because 
of the insensitivity of the tube during the recovery time. 

Since the disintegration of the radioactive nuclides is based on probability, the pulses 
produced are random and not equally distributed in time. This further reduces the maximum 
counting rate capability of the G-M counter. When the counting rate is of the order of 
1,000 counts per minute, it is necessary to add a correction, referred to ^ the coincident 
correction, to account for the rays that pass through the tube during the insensitive period. 

An entirely different correction must be made when the counting rate is very low. The G-M 
tube is sensitive to not only alpha, beta, and gamma rays but also to cosmic rays and to 
the photo-electrons produced by high-energy photons. Tubes are often shielded from photons 
by painting the glass cylinder with an opaque black paint, but this has no effect on cosmic 
rays. Shields with thicknesses from two to three inches made of lead or iron are typically 
used to reduce the background count due to cosmic rays, and it is possible to reduce the 
background count to approximately 25 percent of the initial background count. The back- 
ground count, or the count with no radioactive sample, must be made before and after each 
reading and must be subtracted from the total counts recorded by the G-M counter. Inasmuch 
as the background count is also based on probability, the count will vary considerably in 
successive equally spaced counting periods. The same care and series of counts must be 
made to determine the background count as are made to determine the counting rate of the 
sample. 



QUESTIONS 



1. Diagram a simple G-M counter system. 

2. Why is it more desirable to apply a positive voltage to the central element than a 
positive voltage to the outer cylinder? 

3 . What part uo photo-electrons play in the G-M tube? 

4. How is the G-M tube operated to produce an output proportional to the intensity of 
radiation? 

5. Alpha particles may be distinguished from beta particles by using the G-M tube in the 
proportional counting region. Explain how this is done. 

6. What is the effect on alpha particles of a thick window on the G-M coimter tube? 

7. Describe in your own words the avalanche of electrons produced by an ionizing ray. 

8. What is the function of the helium gas in the G-M tube? 

9. What is the function of the gases such as alcohol, butane, etc., in the G-M tube? 



SESSION 5 



10. A neon-halogen mixture is connonly used in G-M tubes. What advantage does the halogen* 
type tube have over the alcohol*t 3 rpe tube? 

11. Define the slope of the counting plateau. 

12. What is the approximate dead*tine of a G-M tube due to the action of the quenching gas? 
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PUN OF INSTRUCTION 

OBJECTIVE 

1. To study the behavior of radioactive isotopes. 

2. To fc.*i&ailate the rules governing the decay of radioactive substances. 

3. To determine the half-life of a radioactive isotope. 

4. To become cognizant of the possibility of a radioactive daughter product and its effect 
on measurements. 

INTRODUCTION 



1. Review the three types of radioactive rays generally produced by radioactive substances— 
alpha, beta, and gamma rays. 

2. Review the radioactive series in general for the heavy elements, i.e., above lead in 
the atomic table. 



3. Review the units of radioactivity (curies and microcuries) and indicate how this affects 
the counting rate of the G-M counter. 



4. Review the source of energy with which the radioactive ray is emitted from the nucleus 
of the atcmi. The mass loss is converted into energy according to Einstein's energy 
equation, E « mc^. Most of this energy appears in the motion of the particle and is 
dissipated in the form of heat. 



TEACHING PUN 



1. Discuss the reason for using a radioactive isotope similar to I^^^ rather than one of 
the uranium or thorium series radioactive isotopes. (Available from Nuclear-Chicago, 
Tnc., as RCB-1, lodine^lSl.) 

2. Note that a careful selection of the radioisotope with a stable daughter product makes 
it possible to isolate the activity of a radioisotope from the activity produced by 
the radioactive daughter. 

3. Introduce the concept of half-life^ wherein the activity of the sample decreases to 
one-half the initial activity in a period of time that is characteristic of the 
radioisotope. 

4. Develop the power series that will show student the f^i^llowing >;;onceriiing half lives: 
Activity after intervals of 1, 2, 3, or 4 will fall off as the power series, 1/2, 1^, 
1/8, or 1/16 of its initial vaiuec 

5. Show that this series can be written as An «> A(, a 2*^.- 
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6. Introduce the concept that radioactive decay is a random process. It can be described 
in terms of probability, and the average number decayed in the time interval dt can be 
given as dN » XNdt, where X is the disintegration constant. 

7. Point out that it is not easy to determine the average number that decay (»dN) in a 
time interval. A counting device such as a Geiger-Mueller tube does not record all 
of the decay particles because of the following lactors: 

a. The geometry of the radioactive sample and the size of the tube 

b. The absorption of some of the rays by air or other absorption materials 

c. The scattering resulting from the collision of a ray with a heavy nuclei 

8. Introduce the concept of plotting the radioactive decay on semi-log paper, where the 
activity is plotted as the ordinate on a logarithm scale and the timo is plotted as 
the abscissa as a linear function. 

9. Diagram on the blackboard a curve similar to that shown on p« 19 of Laboratory Experi- 
ments with Radioisotopes. USAEC, and draw a straight line through the points on the chart. 

10. Discuss briefly the theory of least squares in connection with observed points in probable 
occurrences and the most probable curve that represents the information. 

11. Determine from the above straight line the half-life of a radioactive sample. 

APPARATUS 

6-M tube with rack to hold tube and vial 

G-M scaler with variable voltage control 

Timing system, such as a timer or clock 

5 mi, 10 uc vial of sodium iodide 

Note? Because of its short half-life, sodium iodide is available only at stated times 
each year. The instructor should contact the supplier of this isotope and. perform the 
experiment when the supply of 53!^^^ is available. 

EXPERIMENTAL PROCEDURE 

1. Obtain a vial of about ten microcuries of (as sodium iodide) solution and arrange 
this in the counting stand so that it is possible to replace the vial for repeated 
tests. Leave the relative geometry between the 6-M tube and the vial as constant as 
possible. It is not necessary to open the vial. 

2. Switch on the G-M counter and allow it to warm up. Adjust the voltage to the lower 
portion of the plateau. 

3. 53!^^^ emits both gamma and beta rays. In order to limit the observed rays to gamma 
rays, a beta metallic shield should shield the G-M tube. 

4. Observe and record the counts for one minute. 

5. Take five one-minute readings, and average the counts obtained in vhe five intervals. 

6. Take a similar number of readings on the background count. 

7. Record the day and time of observation. 
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8 . Make observations over a period of two weeks at suitable intervals and record the number 
of days elapsed since the first record and the number of observed counts per minute. 

9. List the net count per minute that is obtained by subtracting the background count from 
the observed counts per minute. 

10. Take the initial observed counts per minute as unity activity. 

11. For the subsequent counts, divide the net counts per minute by the initial count to 
arrive at the activity expressed as a decimal and less than one. 

12. Plot the activity as the ordinate on the log scale against time in days as the abscissa 
on the linear scale. This graph i.*; referred to as a semi-log graph. 

13. Draw the most reasonable straight line through the plotted points and determine the 
half-life directly from the graph. 

14. Compare this with the published half-life for of 8.08 days. 

15. Calculate the disintegration constant, X, from the half-life obtained in 14. 

16. Assuming that all of the material in the vial was 53 !^^^* calculate the number of disinte- 
grations per second for the radioisotope. 

RESOURCE MATERIAL 

The phenomena of radioactivity is one of probability. One of the characteristics of events 
that are governed by probability is that the rate at which the event takes place is propor- 
tional to the number of interacting factors. While it is inqpossible to predict when a par- 
ticular nucleus will undergo a disintegration, the rate at which disintegrations occur is 
a constant. 

One of the simple ways of defining this constant is to define the half-life of the radio- 
active nuclide. The half-life is the length of time that is required for one-half of the 
radioactive material to undergo disintegration. Figure 6-1 shows the curve illustrating the 
decay of a radioactive nuclide having a half-life of three hours. Starting with an initial 
radioactivity of 100 , or unity, the activity is reduced to one-half the activity in a period 
of three hours. In a second three-hour period the activity is reduced from the activity at 
the end of the first three-hour period to one-half of that value, or to 25 percent of the 
original activity. At intervals of continuing half-lives, the activity is reduced by one- 
half for each half-life period. 

There is no way by which the nuclear disintegration can either be speeded up or slowed down; 
it is one of the characteristics of the half-life. The half-life period'of a nuclide is 
often used to positively identify the nuclide. 

The experiments performed in this session are limited to a simple radioactive decay. One of 
the isotopes of iodine 53 !^^^ has a conveniently short half-life of 8.05 days. Both beta 
and gamnw rays are emitted by the nuclide, which then forms 54 X 0 ^^^, one of tne stable iso- 
topes of the inert gas xenon. This particular isotope is ideal for an elementary experiment 
in nucleonics. The activity of the radiation may be seen by observing the gamma rays that 
pass through the glass enevelope of a vial containing iodine in the form of sodium iodide. 

The vial need not be opened. Therefore, no contamination can result from the radioisotope. 
Furthermore, the daughter nuclide is stable and will not produce additional activity. If 
the daughter product is radioactive, the measurements will include both the activity due to 
the parent and the activity due to the daughter nuclide. Such an experiment will be performed 
during a later session using lead-210. Furthermore, this nuclide is readily available and 
disintegrates through several half-lives in a relatively short period. 
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The activity of a radioactive sample decreases as a simple power series, 1. 1/2, 1/4, 1/8, 
1/16 .... l/n2 where n is the number of half-lives that have passed since the initial 

reading was made. 



RADIOACTIVE DECAY PATTERN | 



UN A HALF tlFi PI8K)». THC RAOIOACTlVIfV IS HIOUCCD SV ONI HALF 
THI CHAIT is Fbl A 8AOKNSOTOFC WIfH A 3 HOUR HALF LiFf .1 
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Fig. 6*1. The decay of a radioactive nuclide with a half-life of three hours 



This equation can also be written as 




tSL 

2 « 



where An is the activity at the end of n half-lives. A© is the initial activity, and n is 
the number of half-lives. 

The number of disintegrations per second produced by a sample can be obtained from the 
general differential equation 



-dN > XNDdt 

This equation can be simplified to give the number of disintegrations per second by 

disintegrations per second « XN 

where N is the total number of radioactive nuclides and X is the disintegration constant* 
The disintegration constant is related to the half-life of the element and is 

X « 0.693/T 



where T is the half-life in seconds. 
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^ dividing the weight of the sample in grams by the molecular weight of 

the sample wd multiplying this by 6.0427 x 1023, The disintegration constants are known 
for many substances and may be found in tables describing the characteristics of radio* 
active nuclides. 



process is used to determine the half-life of radioactive elements that have 
half-lives of several thousand to a billion years. Obviously, no one has observed such ele- 
ments long enough to see the activity decrease materially, much less decrease to one-half 
the original activity. It is only necessary to measure the activity of a known mass of 
material in disintegrations per second. Special precautions must be taken in order that the 
counting system actually is reading the total number of disintegrations per secc.id. With 
the number of disintegrations per second and the total number of nuclides that can be calcu- 
lated from the molecular mass and the mass of the radioactive compound, the disintegration 
constant can be obtained. From the disintegration constant the half-life is obtained by 

T » 0.693/X 

difficult to determine the total number of disintegrations per second with a G-M 
tube, because the normal G-M tube will not record all the disintegrations or ejected parti- 
cles. If a thick film of radioactive material is prepared, a substantial portion of rays 
are absorbed in passing through the upper portion of the layer. If the layer is made suffi- 
ciently thin, the number of rays absorbed in the material, referred to as self-absorption, 

IS decreased. Thus, extremely thin layers of material are deposited on surfaces in order to 
increase the accuracy of the reading. 

If such a sample is placed at the window end of a thin window G-M counter, it would seem 
that exactly half of the rays, those that are traveling toward the window, would be counted 
by the G-M counter. This is not strictly true, however, because some rays traveling in the 
opposite direction or away from the tube are reflected by the backing material into the tube. 
This is a function of the thickness and by the mass of the material used for the backing. 

For this reason, an extremely thin metallic plate is used and an extremely thin film of the 
nuclide is deposited on the backing in order to yield more accurate results. 

A third source of error is encountered when some of the rays are absorbed by either the air 
or the window of the G-M tu^e itself and do not reach the sensitive portion of the counter. 

A special G-M counter constructed so that the sample is inside the G-M counter itself rather 
than on the outside of the window solves this problem. Counters have been designed so that 
the radioactive material in the form of a gas can be introduced into the counter itself. 

the layer of material very close to the wall of the counter, such devices count 
all of the radioactive disintegrations in the tube. 

Gamma rays produce so slight an ionization that not all of the gamma rays passing through 
a G-M tube produce enough ionization to initiate the electrical discharge that operates the 
counter. Thus, great care must be taken that the counter is sensitive only to such phenomena 
*5®*.^*^®**“*^®® disintegration in order to accurately measure the total number 

of disintegrations produced by the material under study. A further complication arises from 
the fact that the G-M counter itself is not continuously sensitive and that corrections for 
coincident counts must be made. 

Fortunately, these considerations are not involved in a determination of the half-life of an 
element by direct methods or in the determination of the disintegration constant from such 
a half-life. The ratio of gamma rays to disintegrations and the efficie»*cy of the counts 
remain constant for gamma rays so that the activity for gamma rays may be noted on successive 
days in arriving at the half-life for the nuclide. 



QUESTIONS 

1. Define the half-life of a radioactive element. 

2. What is the half-life of a stable element? 
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3. If ths disintegration of a particular atom is a function of probability, why is the 
half-live a constant? 

4. Calculate the activity at the end of ten half-lives in percent of the initial activity. 

5. Calculate the disintegration constant X for a radioactive element having a half-life 
of 25 years. 

6. For the element in Problem 5, calculate the number of disintegrations per minute if the 
total number of radioactive elements equals 3 x 10l8, (Note that in the preceding two 
problems all units of time must be converted to seconds for use in the equations.) 

7. Uranium-23S decays into uranium-234 by emitting first an alpha particle and then two 
successive beta particles. The half-life of uranium-234 is 2.48 x 10^ years and for 
uranium-238 it is 4.51 x 10^ years. Samples found in nature are in equilibrium, that 

is, the rate of decay of uranium-238 is equal to the rate of decay of uranium-234. Since 
uranium-238 makes up 99.274 percent and uranium-234 0.0058 percent of samples found in 
nature, show that the number of uranium-238 disintegrations exactly equals the number 
of disintegrations of uranium-234. 

8. List four obvious sources of error in using the G-M counting system. 

9. In spite of the errors present, t;hy is it valid to compare two samples containing the 
same nuclide? 

I'j, Why is it not valid to compare the activity of two nuclides, say, low energy beta parti- 
cles from carbon-14 with high energy beta particles from phosphorus-32, using a G-M 
counting arrangement? 

11. Is it possiMe to induce radioactivity into matter by high intensity gamma radiation? 

12. Is it possible to induce radioactivity into matter by bombarding matter with beta rays? 

13. Is it possible to induce radioactivity into matter by bombarding matter with alpha rays? 

14. What simple precaution is taken to avo^i contamination by induced radioactivity? 
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absorption and self-absorption for beta rays 




OF INSTRUCTION 



OBJEaiVE 

1. To study the behavior of beta rays and the counting rate as a function of the geonetry 
between the beta ray source and the counter. 

2. To note the absorption of beta rays between beta-ray producing naterial or the self- 
absorption of beta rays. 

3. To study the effect of different types of absorbing naterial such as paper « aluninua, 
and lead. 

4. To note the effect of scattering of beta rays by the absorbing naterial and the effect 
this has on the counting rate as a function of position. 

5. To distinguish between hard and soft beta rays. 

INTRODUCTION 



1. Review the charge, energy, and mass characteristics of beta rays. 

2. Review the Coulonb forces between electrical charges. 

3. Review the scattering of beta rays by electrons surrounding the nucleus. 

4. Review the velocity-energy characteristics of beta rays and distinguish between hard 
and soft beta rays. 

5. Calculate the velocity of beta rays having an energy of 0.115 Mev (carbon-14) and 
1.17 Mev (bismuth- 110) or 1.72 Mev (phosphorus-32). 



TEACHING PLAN 

1, Beta particles are high velocity electrons and behave as high velocity electrons. 

2. Coulomb forces produce a repulsion of the electrons as the electrons approach other 
electrons. 



3. Beta particles react with atoms they come in contact with. 

4. The reaction of beta particles and atoms produces one of a series of effects: 



a. Elastic collision with the electrons orbiting about tho nucleus resulting in a change 
in direction 

b. Beta particles share a porticu of their energy witn atoms with wnich they have 
collided, resulting in a decrease in energy of the beta particles. 
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c. If the thickness cf the absorbing material is sufficiently great, the beta particle 
is slowed down completely and results in one excess negative charge* 

d. Absorbed beta particles produce heat in the absc bing medium and add a negative 
charge to the absorbing matter equal to the charge of the electron. 

5. The range of the beta particle is given in terms of the absorbing material calculated 
in ng/cm^. 

6. Beta particles are both absorbed and scattered by an absorbing layer in the path of 
the beta particle. 

7. The range of beta particles is a function of the energy of the particle. 

8. The range expressed in rog/cm^ is not a strong function of Z, the atomic number of 
the absorber. 

9. The intensity of beta particles transmitted through an absorber varies exponentially 
with the thickness of the absorbing material and is measured in mg/cm^. 

10. To measure the total number of beta particles being emitted by matter, it is necessary 
to account for absorbers due to: 

a. T!ie layer of matter between the radiating nuclei and the top of the layer. 

b. The air between the radioactive matter and the G-M counter. 

c. The thickness of the window of the C-M counter. 

APPARATUS 

G-M tube with rack to hold tube and sample 

G-M scaler with variable voltage control 

Timing system, such as timer or clock 

Phosphorus- 32, 5 ml, 10 yc (Nuclear-Chicago RCB-1) 
or 

Bismuth-210, also known as RaE (Atomic Accessories, Inc., No. SCB-1225-6) 

Ten cardboard absorbers, ten aluminum absorbers, and ten lead absorbers to fit the G-M 

tube holder 

EXPERIMENTAI. PROCEDURE 

1. Arrange the ap paratus as shown in Fig. 7-1. 

2. Prepare a planchet by transferring 0.1 ml of phosphorus-32 to the plnnchet and evapo- 
rating the water with a sun lamp. 

3. While the planchet is drying, turn on the G-M counter and take a minimum of five one- 
minute readings of the background count with an identical planchet in place in the 
counting arrangement. 

4. Place the prepared planchet on the holder approximately one inch from the window of 
the G-M tube. Great care must be exercised to assure thit the mica window of the end- 
window counter is not damaged. 




57 



NUCLEONICS 



5. Take a series of five one>minute readings of the activity. Samples of phosphorus-32 
will vary in activity. If the counting rate is less than 5,000 counts per minute, 
increase the quantity of radioactive material until this counting rate is reached. 

The planchet may be moved closer to the G-M tube, but space should be left for the 
absorbing material • 

6. Place one aluminum plate between the source and the G-.M tube and take a series of five 
one-minute readings. Subtract the background count from each reading, preferably by 
removing the radioactive planchet while leaving the absorbing aluminum pl^-te in position® 
Repeat the process by adding 2, 3, 4, 5, and 6 absorbing plates or until the activity 
recorded in counts per minute has dropped to 1/lOth the original count. 

7. Determine the mg/cm^ for aluminum by weighing the plates and dividing the mass in 
grams by the area of the plate in square centimeters. 

8. Plot the activity in counts per minute against the thickness of the absorber in mg/cm • 
Determine the thickness of aluminum that will re>^uce th < activity to one-half the 
initial activity. This value is the half-thickness of aluminum for beta particles 
from this particular isot'^pe. Is this a function of the energy of the beta particle? 

9. Make one reading with a thickness of lead and one reading with a thickness of cardboard. 
Determine the mg/cm^ for the lead absorber and the cardboard absorber and plot the 
points on the graph paper. The points thus plotted should fall very close to the curve 
obtained for aluminum. 

10. Calculate the error introduced by disregarding the thickness of the mica end-window 
and the air between the sample and the G-M tube. Note that if a glass-walled tube 
with a wall thickness of 30 mg/ cm2 is uset-, the total readings are materially altered, 
but the half- thickness of aluminum does not change. 

11. Remove all ot the absorbers and take a set of readings, first with a single aluminum 
absorber as close to the planchet as possible, and second with the absorber as close 
to the end-window of the G-M tube as possible. Why is there a difference in the two 
readings? It will be noted that the discrepancy will be larger if the separation 
between the radioactive sample and the G-M tube is increased. 

12. Plot the activity versus mg/cm^ on semi-log paper and note that the resulting curve 
a straight line. This representation is useful for extrapolating or obtaining the 
actual count from a series of counts through absorbers® The curve is extended to the- 
left of the zero lino an amount equal to the thickness expressed in mg/cm^ of the cover 
plate (if used), the air path, and the thickness of the G-M tube. 

RESOURCE MATERIAL 

Many practical applications of nucleonics are based upon an accurate measurement of the 
radioactivity produced by beta particles. This experiment and the following experiment are 
concerned with the considerations that must bo given to radioactivity measurement of beta 
particles. 

The general arrangement of the experiment is as indicated in Fig. 7-1. In this experiment 
only self-absorption, absorption of the cover, absorption in air, absorption in the 6-M 
tube window^ and scattering of the beam by the absorbing material will be considered. 

Since the emission of beta particles is distributed randomly in space, the total number of 
particles arriving at the window of a G-M tube from a point source in a vacuum would follow 
the inverse square law. This means that if the distance from the sample to the counter 
tube were 'doubled, the number of rays reaching the G-M tube would be reduced to one-fourth. 
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If the sample is distributed over an area that is large compared to the diameter of the 
counter tube and if the separation between the sample-, and the counter tubs is small compared 
to the area of the sample, the radiation is independent of the distance between the sample 
and the counter tube. 



IM 

ADiOAtTIViTY MEASUREMENITS 




Fig. 7-1. End-window G-M tube and sample holder 



Neither of the above cases is achieved in practice, end it is common to find the sai^lQ 
distributed over an area having a diameter of approximately one inch and to find end-window 
G-M tubes used as counters having approximately the same diameters. Furthermore, the sample 
may be from one to five inches from the counter window. 

Beta particles are identical to high velocity electrons and are emitted by the nucleus when 
a neutron is converted into a proton. Velocities of beta particles from carbon-14, for 
example, are equal to velocities electrons would acquire if they were accelerated by 0.115 
Mev. Those from bismuth-210 have an energy of 1.17 Mev. In addition, not all beta particles 
from the same nuclide have identical energy. Rather, they have a range of energy. Beta 
particles obey the laws of forces relating to electrical particles. 

The force in dynes between two charged particles is equal to the magnitude of the charge in 
esu units divided by the distance squared in centimeters and is written 






RANCE OF lETA PARTICLES 
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When a beta particle is emitted from a nuclide, it travels in a straight line until it 
approaches an atom. The Coulomb forces bet«reen the charge on the beta particle and the 
charge on the electrons surrounding the atom are in such a direction to produce a repulsion 
force. Consequently, the beta particle is repelled by the atom. Furthermore, since the 
beta particle is light in comparison with the atom it encounters, the particle is deflected. 

In the interaction corresponding to the conditions of Newton’s third law, some energy is 
imparted to the atom, and the atom acquires a velocity that is inversely proportional to the 
mass of the interacting particles. Since the atom acquires some velocity, it also carries 
away with it some of the original energy of the beta particle. As a result, the beta parti- 
cle is slowed down. A beta particle interacts with electrons around the nucleus of an atom 
while still a great distance from that atom. As a consequence, a beta particle continually 
loses energy to atoms in its path, even in the case of a particle traveling through air. 

Beta particles may react with atoms that are part of a solid. The range of beta particles 
is defined in terms of the mass of matter penetrated rather than the distance as is the case 
for alpha particles. Specifically, the range of beta particles is defined as the penetration 
in terms of mg/cm2. Since the mass of matter increases with atonic number and since the 
number of atoms per cubic centimeter in a solid remains somewhat constant, the range expressed 
in mg/cm2 is not a strong function of the atomic number of the absorber. Thus, the range 
calculated for air, cardboard, mica, aluminum, and copper will be roughly the same. 

The range, however, is a function of the energy of the beta ray. For energies above 0.5 Mev, 
the range is nearly a linear function and is given as 

R(mg/cm2 of Al) « 520 Em (Mev) -90 

To the first approximation, this equation can be used to calculate the range of mica, air, 
and other absorbing material. 

In the case of the practical determination of counts by means of an absorber, it is thus, 
possible to determine the range by adding together the range in mg/cm2 of the cover, the 
aii, the mica window, and the absorbers that are placed between the nuclide asid the G-M tube. 
The thickness of the window in the probe is usually specified by the manufacturer. Typical 
glass windows are 30 mg/cm^, mica windows designed for carbon-14 counting are from 1 to 2 
mg/cm2, and general purpose end-windows for hard beta particles are from 3 to 4 mg/cm2. The 
factor to be used for air is 1.3 times the distance in centimeters of air fron. the top of 

the sample to the probe. This is the mass of air in the 1 cm^ column of air in question. 

If the absorbing material is placed between the radioactive source and the counter window, 
the total number of counts observed varies as shown in Fig. 7-2, a graph of the activity in 
counts per minute as a function of aluminum absorbers having a thickness of 24 mg/cm * Suc- 
cessive readings are shown with 1 to 3, 4, 5, 6, and 7 aluminum plates. The effect of air 
and the window in the G-M tube are not considered. In order to arrive at a more accurate 

count, the curve must be extrapolated to the left side to an amount equal to the range for 

the air and the window. 



If the beta particles arriving at the counter tube are in a well-defined beam, the position 
of the absorber has a definite effect on the number of beta particles recorded by the counterv 
If the absorber is close to the window, the particles that suffer elastic collision and are 
deflected may still enter the G-M tube. If, however, the absorber is far away from the win- 
dow, beta particles that are severely deflected may miss the G-M tube altogether and not be 
counted. The counting rate, therefore, decreases as the absorber is moved further away from 
the G-M tube. 



Since the G-M counter is sensitive to gamnia rays as well as beta particles, care must be 
exercised that the radioactive sample emits only beta rays (A list of useful radioactive 
isotopes together with the half-life, beta particle energy, and gamma emission is given in 
Nuclear •^.adiation Physics). Among the readily available beta emitters that do not emit 
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gamma rayi are bismuth-210^ calcium-45, iron-55, phosphorus-32, silver-111, and sulfur-35. 
For the purpose of this experiment, phosphorus-32 is probably the most desirable sample. 
With a phosphorus-32 nuclide it is possible to observe self-absorption by the layers of the 
sample through which beta rays must pass in order to reach the G-M counter. 




Fig. 7-2. Activity as a functioa of the number 
of absorbers, d « 24 mg/cm^ 

The phase of the experiment dealing with self-absorption is performed by placing 0.1 ml of 
phosphorus-32 on a planchct, evaporating the liquid, and making a series of counts, which 
are recorded. An additional 0.1 ml of phosphorus-32 is then placed on top of the original 
deposit, evaporated, and counted. Repeated additions of phosphorus-32 are added and the 
counting rate is noted. 

Were there no self-absorption, the counting rate would increase uniformly with each addi- 
tional 0.1 ml of the radioactive isotope. A point is reached, however, where additional 
layers of the radioactive material have less and less effect on the count. If the layer is 
sufficiently thick, a saturation count is reached. At this point all of the beta particles 
from the lower layers are absorbed or deflected. 



QUESTIONS 

1. Describe the phenomenon of absorption of beta rays. 

2. Calculate the force on a beta particle as it approaches within 5 x lO*^^ cm from thb 
nucleus of the gold atom, Z • 97. 

3. What is the meaning of half- thickness for an absorber used with beta particles? 

4. Calculate the thickness in mg/cm2 for a 1/32-inch thick sheet of aluminum whose density 
is 2.7. 

5. Calculate the mg/cm^ for a column of air 10 cm long. 

6. If the maximum range of beta particles is approximately eight times the half-thickness, 
what is the range in centimeters for aluminum when the half- thickness is 20 mg/cm^? 

7. Bremsstrahlung X rays are produced when beta particles react with the electron rings 
of an atom. Such rays are recorded by a G-M tube. How will this affect the activity 
versus mg/ cm2 in this experiment? 
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8. What would be the effect of using a nuclide that emits gamma rays as well as beta rays 
in this experiment? 

9. Suggest an experimental set-up that would permit the use of a nuclide emitting both 
gamma and beta rays. 
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backscatteriiig and other effects for beta rays 



PLAN OF INSTRUCTION 



OBJECTIVE 

!• To study the scattering of beta rays by the planchet on which the beta ray source is 
placed. 

2. To study the observed beta ray activity as a function of the thickness of the netals 
beneath the radioactive source. 

3. To note the variation in observed beta ray activity as a function of the thickness and 
the atomic weight of the metal beneath the radioactive source. 

4. To observe the effect of side scatter on the counting rate. 

5. To observe the back and side scatter as a function of the energy of the beta ray. 

INTRODUCTION 

1. Review the absorption of beta rays by absorbing media between the radioactive source 
and the G-M counter. 

2. Review the thickness unit, expressed in mg/cm^, which is used for correlating the effect 
of different substances to the observed counting rate. 

3. Review the scattering of the beam of beta particles as the result of particles passing 
close to atoms. 

TEACHING PLAN 

1. Beta particles are emitted from the nucleus and distributed at random in space. 

2. Equal numbers of beta particles are initially moving away from and toward the counter 
tube during the experiment. 

3. Those particles that are moving away from the counter tube may be deflected toward the 
tube if they encounter an atom. This is referred to as elastic scattering and depends 
on the number of electrons surrounding the atom. 

4. Coulomb forces exist primarily between the electron shells and the beta particle. 

Thus, an atom with a large atomic number has a large number of electrons surrounding 
the nucleus and exerts a larger force on the beta particle than an atmi with a small 
atomic number. 

5. Many beta particles are scattered by interaction with one or more atoms and may have 
multiple interactions with atoms. 

6. The observed counts produced by a system increases as the thickness of the backing 
material increases and eventually reaches a maximum or saturation point. 
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7* Stturation backscattering is independent of the aaximni energy of the beta particle 
for energies above 0.3 Mev. 

8. Side scatter can be employed to contain the bean and thus increase the observed count- 
ing rate. 

9. The same characteristics that affect backscatter are applicable to side scatter. 

APPARATUS 

G-M tube with rack to hold tube and saaple 

G-M scaler with variable voltage control 

Timing system such as timer or clock 

Phosphorus-32, S milliliters, 10 microcuries (Nuclear-Chicago RCB-1) 
or 

BiSBBith-210, also known as RaE (Atonic Accessories, Inc., No. SC3-1225-6) 

Ten cardboard absorbers, ten aluminum absorbers, and ten lead absorbers to fit the G-M tube 
holder 

Carbon-14 (Nuclear-Chicago No. R5 or similar) 

EXPERIMENTAL PROCEDURE 

1. Deposit 0.1 ml of phosphorus-32 on a piece of filter paper and dry the paper under n 
sunlamp. 

2. Record the background counts by making a standard series of five one-minute counts of 
the background. 

3. Mount the filter paper in the G-M tube and sample holder in such a manner that there 
is no metallic backing behind the radioactive sample. 

4. Place the radioactive source on an aluminum plate and determine the counting rate with 
the backing. 

5. Repeat the above with 2, 3, 4, 5, and 6 plates, kiseping the distance from the radio- 
active sample to the G-M tube constant. 

6. Repeat the procedure with some other heavy backing material, such as gold or lead. 

7. Plot the backscattering curve as a function of the counts per minute against the mg/cm^ 
of the two backing materials used. 

8. Determine the thickness of backing material in mg/cm^ that produces a saturation back- 
scatter effect. Correlate this to the absorption half-thickness factor in the previous 
experiment. 

9. Surround the space between the sanple and the G-M tube with a cylinder of reflecting 
material such as cardboard, aluminum, or lead and observe the resulting counts. 

RESOURCE MATERIAL 

In addition to the effect of the absorption of rays by the material interposed between the 

sample and the GrM tube, it is necessary to consider the effects produced by elastic 
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scattering (Rutherford scattering). If a beta particle is emitted initially traveling in 
a direction away from the G-M tube, it may experience multiple scattering in the backing 
material, emerge in the opposite direction, and enter the counting tube. This phenomenon 
is known as backscatter. 

The rate of the observed counts varies as a function of the initial energy of the beta 
particle and the atomic number of the backing material. If the thickness of the backing 
is increased, the rate of observed counts likewise increases up to the point of saturation. 
This point is referred to as saturation backscattering. With sufficient thickness of the 
scattering material, the backscatter factor is independent of the initial energy of the 
beta particle. 

Backscattering factor fg is defined as the ratio of the counts with backing material to the 
counts without backing material. If this ratio is plotted against the thickness of the 
backing material in mg/cm^, the backscatter factor increases as the thickness of the back- 
ing material is increased. The increase is faster with increasing backing thickness for 
the lower energy beta particles. For beta particles having an energy greater than 0.3 Mev, 
saturation values are found to be independent of the energy of the particle. 




Fig. 8-1. The effect of backscatter as a function 
of the mg/cm2 for A1 and Pt for two values of energy. 
(From Experimental Nucleonics by Ernst Bleuler and 
G. Golds^th. Copyright 19a2. Holt, Rinehart and 
Winston, Inc., New York. Used by permission.) 



Table 8-1 

SATURATION BACKSCATT<^RING FACTORS 



Backing 




Ji 


(a)* 


(a)* 


(b)» 


Lucite 


— 


1.15 


— 


— 


Cardboard 


— 


1.19 


— 


— 


A1 


13 


1.29 


1.20 


1.33 


Fc.... 


26 


— 


— 


1.59 


Cu 


29 


1.48 


1.43 


— 


Ag-Pd 


46-47 


1.66 


1.59 


1.83 


Pt 


78 


1.78 


— 


— 


Pb 


82 


— 


1.74 


2.05 



(From Experimental Nucleonics by Ernst Bleuler and 
G. Goldsmith. Copyright 19Si. Holt, Rinehart and Winston, 
Inc., New York. Used by Permission.) 
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Backseat teringf however, is directly related to the atomic number Z and the number of elec* 
tron shells around the nucleus. With no backing, the backscatter factor fg is unity. If 
backing material is added, the observed counting rate will increase to some point approxi- 
mately equal to 2 for the largest atomic numbers. Fig. 8-1 illustrates the effect of back- 
scatter as a function of the mg/cm2, the increasing atomic number, and the two levels of 
energy of beta particles. 

Table 8-1 illustrates the dependence of saturation backscattering on the atomic number Z. 

It will be noted that the elements with low atomic numbers produce a 2S percent increase 
in the counting rate. Elements with the larger atomic numbers produce an increase of over 
75 percent. 

The thickness of the material producing saturation backscattering is also a function of the 
ng/cm2 and is approximately equal to 0.2R, where R is the maximum range of the beta particle 
in the particular absorber as defined in Experiment 7. 

The same general conditions apply to cases of beta particles that are emitted in a direction 
missing the window of the G-M tube. It is possible to simultaneously shield the tube from 
external radiation and to increase the radiation from the source under invest^ation by 
placing a shield around the tube and enclosing the source. As in backscattering, the 
effectiveness of the shield increases until the thickness is equal to about one-half the 
range R of the beta particle. Again a practical maximum is reached for 

d = 0.2R 

where d is measured in mg/cm2. 

It is important to understand that in addition to providing shielding from external sources 
and for increasing the observed counting rate of a sample, an understanding of backscatter- 
ing and side scattering will emphasize the need for uniform conditions when carrying out 
reliable counting experiments. 

In performing this experiment, it is desirable to deposit the initial radioactive sample on 
a very thin backing so that essentially no back scattering occurs. This sample may then be 
placed upon various thicknesses of backing material and various types of backing material 
to observe the backscatter effect. In those cases where an incapsulated sampU is used, 
care should be taken to select a sample that has the very lightest backing. The experiment 
may be repeated with low energy beta particles by using beta particles from carbon-14, 

0.155 Mev. Phosphorus-32 emits beta particles with an energy of 1*72 Mev. Both isotopes 
are obtainable in liquid form in order to prepare samples on blotting paper. 



QUESTIONS 

Describe the phenomenon of backscattering by considering the charge on a beta particle 
and rings of negatively charged electrons around an atom. 

What part does absorption play in the phenomenon of backscattering? ^ ^ 

On the basis of the number of electrons around each atom, how is the increased efficiency 
of backf*!sttering explained as the atomic number increases? 

What geometrical considerations must be made so that counts on successive samples will 
be valid? 

Define the backscattering factor fg. 

Why is it not possible for the backscattering factor to exceed 2? 

What is meant by saturation backscattering? 

How does the backscattering factor fg vary with the atomic number? 

If the backing material remains constant, how does the backscattering vary as the energy 
of the beta particle increases? 



: ^ 

' ERIC 
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3 absoiption and inverse square law for gamma rays 



PLAN OF INSTRUCTION 

OB.TECTIVE 

1. To show experimentally that the intensity of gamma radiation varies inversely with the 
square of the distance from the source. 

2. To study the effect of a point source of gamma radiation and conq>are it with an extended 
source. 

3. To show the similarity between gamma radiation and X-ray radiation. 

4 . To review the unit used to measure gamma and X-ray radiation, the roentgen. 

5. To describe the phenomenon of the absorption of gamma rays. 

6. To determine the half-thickness layer of shielding by experimental methods. 

INTRODUCTION 

1. Review the units previously defined to measure X-ray radiation and gamma radiation. 

2. Review the tolerance for X-ray and gamma radiatitm as previously defined. 

3. Review the type of rays given off by radioactive isotopes. 

TEACHING PLAN 

1. Gamma and X rays of a given energy have identical properties. 

2. Gamma radiation occurs as part of the radiation produced by the disintegration of a 
radioactive nucleus; X-ray radiation is produced when a high velocity electron impinges 
on an atom. 

3. Gamma radiation produces a minimum of ionization. Consequently, the range or distance 
that the gamma ray travels is very large, approximately 10,000 times the range of alpha 
particles and 100 times the range of beta particles. 

4. Gamma rays are never completely absorbed; the intensity of the radiation is decreased 
in passing through matter. The probability of one of the absorbing phenomena taking 
place is proportional to the intensity of the radiation. 

5. The processes mainly responsible for the absorption of gamma rays are 

a. Compton's scattering by the electrons of the atom wherein the gamma ray is deflected 
and an electron is ejected from the electron she21 around an atom. 

b. The phenomenon of pair production of electrons and positrons as the interaction 
takes place between gamma rays and the electric field of the atomic nuclei. 

c. Photoelectric absorption by the atom. 
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6, The intensity of the gamma ray emerging from an absorber varies as an exponential 
function dependent upon the thickness of the absorber. 

7, A convenient way to describe the effect of the absorber is to define the effectiveness 
of the absorber in terms of half-thickness— the thickness that reduces the intensity 

of gamma radiation to one-half the original intensity. Subsequent half- thickness layers 
reduce the intensity to 1/4, 1/8, 1/16, 1/32, 1/64, etc., of the original intensity. 
Seven half-thicknesses reduce the radiation to less than 1 percent of the original. 

8. In the absence of absorbers, gamma radiation is emitted with random orientation in 
space, and the intensity in any direction from a point source is uniform. 

9. The intensity of radiation follows the inverse square law; as the distance doubles the 
intensity is reduced to one-half. 

10. The absorption of gamma radiation in air is so slight that the decrease in radiation 
from a source is determined primarily by the inverse square law. 

APPARATUS 

G-M tube with rack to hold tube and radioactive sample 

G-M scaler with variable voltage control 

Timing system, such as a timer or clock 

Vial of iodine-131 as potassium iodide, 5 ml, 10 yc (Nuclear-Chicago No« RCB-1) 

A set of lead plates approximately 1/32 inches thick 

A meter stick 

EXPERIMEmL PROCEDURE 

Inverse Square Law 

1. Allow the counter to warm up and adjust the voltage to the Icwer portion of ths counting 
plateau. 

2. In order to prevent beta particles from reaching the G-M tube, leave the iodine-131 
sample in the closed bottle and shield the vial with a 10 mil thickness layer of alumi- 
num. G-M tubes that are equipped with a beta shield may be adjusted so that the shield 
prevents beta particles from reaching the tube. 

3. Bring the vial close enough so that the counting rate is in the vicinity of 5,000 counts 
per u^inutCe Record the counts and the separation distance between the center of the 
counter and the center of the vial. 

4. Remove the vial away from the G-M counter by doubling the separation distance and make 
a series of readings with the distance 2, 3, 4, and 5 times the initial spacing. 

5. Subtract the background count from the observed counting rate to get the corrected 
rate for the gamma radiation. 

6. Plot activity versus separation in units of the initial separation. The activity can 
be plotted in terms of percentage of activity compared to the initial activity. The 
curve should be the typical inverse square curve. 
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Absorption of Gamma Radiation 

1. Place the vial of iodine*>131 close enough to the G-M tube so that the activity is in 
excess of 5,000 counts per minute. 

2. Recheck the background count and determine the net activity. 

3. Interpose one lead absorbing plate between the sample and the G-M tube by placing the 
absorber as close to the G-M tube as possible. 

4* Record the acti'dty for a series of readings by interposing additional lead absorbing 
plates. 

5. Continue adding lead plates until the activity has decreased to 10 percent of the 
initial activity. 

6. Subtract the background counts from each reading and plot the activity as a function 
of the number of absorbers. 

7. Determine the thickness of lead required to reduce the gamma ray activity to one-half 
the initial activity. 

8. The maximum gamma ray energy for iodine-131 is 0.638 Mev, and the half- thickness should 
be found to be close to 0.33 inches. 

RESOURCE MATERIAL 

Gamma rays were discovered af'cer the behavior of X rays had been studied. Since the energy 
of the gamma radiation was so much more intense than any then available ! ^ray radiation, it 
was believed that gamma radiation was a different type of radiation. Subsequent improvement 
of X-ray equipment has resulted in X-ray energies that far exceed the available energy from 
radioactive gamma sources. It has further been possible to show that the two types of radi- 
ation with a given energy are identical, one produced from a radioactive source and the other 
from the interaction of an electron and the innermost electron shells in an atom. 

Gamma rays do not have specific or discreet ranges or energies as are found for alpha parti- 
cles. Unlike alpha and beta particles, where energy is lost in a large series of elastic 
collisions with other atoms, the energy loss in gamma rays is of a "one-shot” nature. The 
total energy of the gamma ray is lost in a single interaction with an atom. This nature of 
the removal of energy of the gamma ray results in an exponential absorption phenomenon. The 
intensity of the radiation, when plotted, is similar to that of the half-life curve. 

Gamma radiation is contained in discreet quantities, called photons, and the energy of the 
photon is given by 

Energy « hy 

where h is Plank's constant and y is the frequency of the radiating particle. 

There are three processes by which the energy of gamma radiation is absorbed by atoms: 
photoelectric absorption, Compton scattering, and pair production. 

In photoelectric absorption, the energy of the photon of gamma radiation is all absorbed by 
an atom and imparted to a single electron. This gives the electron a kinetic energy (velocity) 
equal to the original energy minus the binding energy of the electron. Gamma rays with energy 
ranges below 0.5 Mev impart most of their energy to atoms in matter by this method. 

If the energy is greater than the energy necessary to dislodge an electron from an atom, the 
photon may impart a portion of its energy to the electron and may be itself converted to a 
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photon of lower energy (or lower frequency)* This results in the production of a ganna ray 
that has less energy or in the production of a photon of light. When the energy of the gamma 
ray is higher than 0.6 Mev, this phenomenon, known as Compton scattering, is very probable* 
Furthermore, the probability is proportional to the number of electrons in the atom involyed 
in the reaction and, consequently, proportional to the atomic number Z of the absorbing matter* 



When the energy of the gamma ray photon is 1*02 Mev or larger, a more complex reaction is pos- 
sible* If the gamma ray passes close enough to the nucleus of an atom, the gamma ray may 
interact with the atom in such a manner as to leave the atom completely intact and may itself 
be converted into an electron and a positron* This process is known as pair production. This 
is an example of energy being converted directly to mass, and the charges on the positive 
electrons and negative electrons cancel exactly. The excess energy is converted into kinetic 
energy and the pair acquires a velocity in this phenomenon. 

The electron-positron may again combine and, consequently, be annihilated. The mass is con- 
verted again into energy in the form of a photon, thus producing a gamma ray once again* In 
a magnetic field, the electron and the proton may be separated. An experiment can be performed 
to show the production of the electron -positron pair. 




Fig, 9-1* Half- value thickness of common absorbers 
for gamma radiation 



Understanding the concept of the half-thickness of an absorber is useful in experimentation. 
The thickness of an absorber will reduce the initial intensity of a photon beam tc one -half 
in passing through the absorbing material* Since the absorption phenomena described above 
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depend upon interaction between electrons and protons, the effect is proportional to 
number of electrons in the atom and the atomic number Z, For this reason, absorbers such 
as lead and others high in the atomic table are most satisfactory; light elements such as 
aluminum are ineffective. Figure 9-1 gives the half-value thicknesses in inches for absorbers 
commonly used to absorb gamma rays as a function of the energy of the gamma ray. 

Since beta particles are readily stopped by aluminum, aluminum or one of the lighter metals 
is useful in separating beta particles from gamma rays. 

In an experiment to measure absorption, it is necessary that the detector is not sensitive 
to the electrons ejected in the phenomena described above. This can be done by placing a 
thin aluminum shield directly in front of the G-M tube to eliminate electrons ejected in the 
Igst absorber, yet permitting the remaining gamma rays to pass through the counter. 

Any counter sensitive to gamma rays may be used in this experiment. An alternate to the -“M 
counting arrangement is a quartz-fiber electroscope. In general, this instrument requires 
higher intensity radiation than the G-M tube and, for the sake of simplicity, the G-M tube 
is probably preferable. 

Radiation from a point source is very similar to the radiation from a point source of light 
because the radiation is uniform in all directions. Since air absorbs but few gaamia rays, 
the total number appearing at a counter is essentially undiminished by absorption. Since |, 
however, the surface area of successive spheres enclosing a point source increases as the 
square of the radius, the intensity of the radiation must vary as the inverse of the radius. 




Fig. 9-2. Shielding as a protection against radiation 

A series of readings made by increasing the separation between the source and the counter 
should consequently follow the usual inverse square law diagrammed in Fig. 9-2. 



qUESTIOHS 



1. State che inverse law. ^ ^ *i. 

2. Why is it necessary to interpose the 10 mil thickness layer of aluminum between the 

iodine-131 sample and the G-M tube? 

3. What is meant by the "one shot” nature of gamma ray absorption? 

4. Define a photon. - 

5. What is meant by photoelectric absorption of the energy of gamma radiation? 

6. Give an example of a photon of energy being converted to mass. 

7. What happens when an electron and a positron combine? 

8. Define the half-thickness of an absorber as applied to gamma radiation. 
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9. In addition to aluminum, list four effective absorbers for beta particles* 

10. Arrange the following materials in order of their ability to absorb gamma radiation, 
listing first the most effective absorber: concrete, water, lead, iron, and hydrogen* 
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PLAN OF INSTRUCTION 



OBJECTIVE 

1, To study the loss in counts recorded by the G-M counter because of the resolving tine 
of the coimter and circuit. 

2. To observe on an oscilloscope the voltages produced by the counting phenonenon. 

S. To determine by direct method the dead-time of the counting circuit. 

4. To determine by a series of counting arrangements the resolving time of the complete 
circuit. 



INTRODUCTION 

1. Review the formation of primary ions in the G-M tube. 

2. Review the formation of the avalanche of electrons produced by the initial ionization. 

3. Review the action of the quenching gas in the Geiger tube with emphasis on the factors 
that require an elapse of time for their coB*pletion. 

4 . Review the necessity of electron circuits to record the counts registered by the G-M 
counter. 



TEACHING PLAN 

1, Many industrial devices utilize accurate beta counting techiques for their operation. 

2. One of the unavoidable errors in beta counting is the inherent insensitivity of the 
counter to beta particles as a result of a previous count. 



3. The period of insensitivity of the counter together with the threshold voltage neces 
sary^^to activate the electronic circuit and register the count is referred to as the 
resolving time. 



4. The resolving time depends upon the type of gas and quenching gas in the G-M counter, 
the characteristic of the electronic circuit, and the age of the tubes involved. 



5, The resolving time of a counting arrangement must be frequently rechecked because of 
the aging of the tubes in the arrangement. 



6. The action of the quenching gas renders the G-M tube completely insensitive to counts 
immediately after an avalanche has been formed in the tube and an electron sheath 
surrounds the center conductor of the G-M tube. 



7. The high resistance in the grid circuit allows the tube to slowly recover and the voltage 
on the G-M tube will slowly rise to its original operating voltage. 




77 



NUCLEONICS 



8. A discreet period of time in the range of 100 to 200 microseconds may elapse before a 
pulse produced by the tube will be of sufficient height to be rocorded by the elec- 
tronic circuit. 

9. If such a pulse occurs immediately after the tube is sensitive, the tube is again 
rendered insensitive for the length of time required for the tube to recover. 

10. If the second pulse occurs at a period longer than the resolving time, the pulse height 
will increase and after the elapse of a considerable time compared to the resolving 
time the pulse height for a second pulse will again be the maximum. 

11. The resolving time can be measured directly on an oscilloscope equipped with a time base. 

12. The resolving time can be quickly measured by making two sets of counts as described in 
detail below. 

APPARATUS 

G-M tube with rack to hold tube and sample 
G-M scaler with variable voltage control 
Timing system, such as a timer or clock 

Oscilloscope with calibrated time base or other means for measuring time intervals 

Two beta sources so arranged that they may be counted separately or simultaneously by the 
G-M counter. A 0.2 ml sample of iodine-131 or phosphorus-32 with an activity of approxi- 
mately 1 yc is satisfactory. 

EXPERIMENTAL PROCEDURE 

The portion of the experiment involved in making a direct determination of the resolving 
time by means of the oscilloscope may be used as a demonstration to illustrate the resolving 
tine phenomenon. 

1. Assemble the counting equipment, including the G-M tube and stand, together with a 
radioactive sample and scaling equipment. 

2. Attach the oscilloscope input to the first stage of the scaling equipment. Preferably, 
the oscilloscope should be connected to the grid of the first tube in the scaling cir- 
cuit, or it may be connected directly to the center conductor of the G-M tube through 

a 25 pfd capacitor. Extreme care must be taken because the potential on the center 
conductor of the G-M tube may rise to 1,000 volts. The coupling capacitor also must 
be rated for the maximum voltage on the center conductor. 

3. With a radioactive sample in place, slowly increase the voltage on the counter. As the 
voltage reaches the proportional region, pulses will be observed on the oscilloscope 
but will not be recorded on the scaler. 

4. Slowly increase the voltage until the first pulse registers on the scaler. This voltage 
is the "scaler sensitivity." 

5. Increase the voltage until the pulse height no longer increases. At this point, the 
G-M tube is on the operating plateau. The observed pulse height should be several 
times the minimum pulse height for a count. 

6. Set the synchronizing control so that a pulse initiates the trace. At this point, a 
series of traces should be observed for pulses following the initial triggering pulses. 
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which are similar to those shown in Fig. 10-1. It must be remembered that each of the 
five following pulses shown in Fig. 10-1 was the result of a separate initial pulse. 




Fig. 10-1. Typical Geiger-Mueller counter pulses with mica end window and 
•»Q« gas fill (98.3 percent He, 1.79 percent butane) 

7. The resolving time can be determined by connecting the tops of the series of following 
pulses by a solid line. Where the resulting curve crosses the "scale sensitivity,'* 
the corresponding tine is the resolving time. 

The following portion of the experiment should be performed by the students: 

1. Determine the background count of the counting system using a dummy planchet. 

2. Arrange the first radioactive sample on the planchet, make a series of five one-minute 
counts, and determine the average number of observed counts. 

3. Repeat the same procedure for a second sample and record the average nuAer of counts 
per minute. 

/ 

4. Place both samples on the planchet and determine the average number of counts for the 
combined samples. 

5. Reduce each of the foregoing three counting rates to counts per second. 

6. The resolving time can be calculated from the equation 

ni ♦ H2 - nj2 

tr * 

2njn2 

where nj is the counting rate in counts per second for the first sample corrected for 
background count, n2 is the similar counting rate for the second sample, and njn2 is 
the corrected counting rate for the two samples counted simultaneously. 
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RESOURCE MATERIAL 

Many industrial applications for use of radioactive materials are based on an accurate 
determination of the radioactivity by means of a G-M tube arranged to count beta particles. 

In order to accurately determine the beta activity of a radioactive sample, it is necessary 
to make several corrections to the apparent counting rate. Some of these corrections are 
easily understood when it is remembered that the tube only counts rays originating in the 
sample and rays that reach the G«M tube. Several corrections must also be made that are 
not so obvious. One of the important corrections is referred to as the correction for coin- 
cident counts or a correction to take care of the resolving time of the counter and associated 
electronic equipment. The corrections described in this experiment are not applicable to 
ionization chamber type counters, which measure total ionization, or counters that are based 
on the discharge of a charged electroscope. 

The standard G-M counter employs argon or helium gas to amplify ionization. When such a tube 
is operated above the Geiger region, or on the counting plateau, a single electron produces 
the same ultimate electron avalanche that is produced by high ionizing rays. The signal in 
such an operation is due primarily to the electron amplification phenomenon in the gas. Such 
tubes, however, require a built-in auxiliary circuit to quench the arc or flow of electrons 
in the tube, or a suitable gas may be employed to quench the arc (as described previously 
under the construction of the G-M counter). A definite time is required to neutralize posi- 
tive ions produced by one pulse and to ready the tube for the next ionization. The length 
of time required for this phenomenon is of the order of 100 to 200 microseconds , The time 
during which the tube is thus incapacitated is called the resolving time of the counter. 

In a tube that has a resolving time of 200 microseconds, the tube should be able to accurately 
count 5,000 evenly spaced pulses per second. Since the disintegration of radioactive nuclei 
is not an evenly spaced phenomenon but is dependent upon probability, many counts are missed 
in a practical circuit because the time separation between counts may be more or less than 
200 microseconds. As a result of this, regardless of the counting rate, some pulses must 
be missed, and these pulses are referred to as coincident pulses. 

It is possible to set up a demonstration that clearly illustrates the behavior of the G-M 
counting circuit relative to the dead-time of the tube. The center conductor of the G-M tube 
is connected to the positive terminal of a power supply through a high resistance. After 
the tube registers a count, the voltage on the tube drops to a point where the tube is insensi- 
tive to ionization. After the arc in the tube has been extinguished, the voltage is in the 
proportional counting range. The initial ionization produced by a radioactive ray passing 
through the tube produces a pulse, but the pulse is of so low a magnitude that it cannot be 
recorded by the electronic recording apparatus. Such a pulse, however, can be readily observed 
by a sensitive oscilloscope attached directly to the center conductor of the G-M tube through 
a coupling capacitator. 

As the elapsed time between consecutive impulses increases, the voltage on the G-M tube rises 
and the resulting pulse height increases. After a sufficiently long period of time elapses 
following an initial pulse, the tube recovers fully and produces the maximum pulse height. 
Figure 10-1 illustrates the pulse height that results at time intervals of 100, 150, 200, 

250, and 300 microseconds after an initial pulse at zero microseconds. It must be under- 
stood that only a single following pulse is represented by this diagram. Should a second 
pulse occur 200 microseconds after the initial pulse, the voltage produced would be of the 
order of .85 volts. Should a second pulse occur 250 microseconds after the initial pulse, 
the voltage would be 1.06 volts. Should the pulse, however, occur within 120 microseconds, 
the resulting voltage would be less than 0.25 volts. 

It is possible to adjust the electronic circuit built into the counter to respond to any 
preset threshold voltage. For practical purposes, threshold voltages of 0.25 volts are com- 
monly used. This means that the counter records a count only if the peak pulse height is 
more than 0.25 volts. By connecting the height of the pulses in Fig. 10-1 with a solid line. 
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it can be observed that the voltage does not reach the threshold value if the second pulse 
occurs within 120 microseconds. The tube and counter arrangement, therefore, is said to 
have a counter resolving time of 120 microseconds. 

In order to observe this phenomenon on the oscilloscope, it is necessary to adjust the synchro- 
nizing control so that a pulse initiates the sweep circuit on the oscilloscope. It is also 
necessary to have the oscilloscope equipped with a calibrated sweep time base. In this type 
of an arrangement, a pulse initiates the sweep circuit and successive pulses appear on the 
oscilloscope. The time interval can be read from the time base. A representation as shown 
in Fig. 10-1 represents a total of five separate sweeps. 

In order to determine the scaler sensitivity or the threshold voltage required to record a 
count, it is necessary to manually reduce the voltage to below the Geiger threshold and to 
a point where no counts are recorded on the counter. The oscilloscope continues to shovr the 
pulses produced by the ionization. The voltage is now gradually increased until the fii'St 
counts are recorded by the scaler system. The voltage represented by the pulses can be deter- 
mined by the voltage calibration system of the oscilloscope. 

While the pictorial display of the resolving time, recovery time, and pulse height described 
here is very informative, it is not the most practical way to determine the resolving time 
of a G-M counter and scaler system. The practical and rapid method of making this determina- 
tion is based on the fact that the counter is insensitive to counts for a period of time 
represented by t^. If the tube actually counts n per second, the tube is insensitive for 
nt^ seconds. If a total of N events occurs each second, the number that the tube misses is 
equal to the rate per second times the portion of the second that the tube is insensitive, 
or Nntf. Now, the number of counts missed by the tube is also equal to N - n, the number of 
events per second minus the number of coimts per second. Consequently, N - n is equal to 
Nntj.. This equation can be reduced to 



n 

^ “ i - ntj. 

The above equation is essential in determining the total number of counts N when the number 
of obseiv id counts n and the resolving time t^. are known. 

If a total of three readings using two samples is made, first reading the samples individually 
and then reading the samples simultaneously, enough information is obtained to calculate the 
resolving time from the three related equations. Let ni be the number of observed counts for 
the first sample, let n 2 be the number of counts for the second sample, and ni2 the number 

of counts for the samples read simultaneously. The equation for the resolving time tj> is then 
given by 



"l * "2 * "12 

* 2nxn2 

In order that the calculated resolving time yields the results in terms of seconds, the counts 
n must be in counts per second. Furthermore, the usual precaution must be taken to dete:rmine 
the backgroimd count and to subtract the background count from the recorded counting rat(3. 

Once the counter resolving time is known, the number of events N can be calculated by tho 
equation previously given 

n 

Since in practice it is necessary to solve this equation many times, nomograms for correcting 
counting rates of pulse counters have been developed. A very useful nomogram was published 
in The Ro»;i ew ot Sc i entific Instruments, 21 , 191, 1950. * 




81 



NUCLEONICS 



QUESTIONS 

1. What is meant by the resolving time of a counter? 

2. Why is it necessary to make a correction for the resolving time of a counter? 

3. What two effects make the G-M counter insensitive to incoming counts? 

4. Describe the phenomenon of electron multiplication in a gas-filled counter. 

5. Why is it convenient to operate the G-M tube above the Geiger region? 

6. What is meant by coincident counts? 

7. What effect does the preset threshold voltage have on the resolving time? 

8. Why is it important to use the same type of planchet for an experiment to determine 
the resolving time of the counter? 

9. What would be the effect of using a paper planchet for the second portion of the experi- 
ment and a lead planchet for the first portion of the experiment? 

10. Approximately how many counts per second can successfully be measured with a G-M counter? 
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calibration of a g-m counter end window 



PLAN OF INSTRUCTION 

OBJECTIVE 

1. To study the end-wiiidovr counter. 

2. To detemine the efficiency of the end-window G-M counter for beta rays. 

3. To determine the effect of beta ray absorption in air and in the window of the G-M 
counter. 

4. To develop an experimental method for correcting the errors introduced by absorption. 

5. To develop a formula to give the total counting rate from the observed rate by making 
the corrections for absorption, resolving time of the counter, and the limited solid 
angle subtended by the counter window. 

INTRODUaiON 

1. Review the behavior of radioactive rays produced by the nuclide and the absorption and 
subsequent loss of energy of the beta particle. 

2. Show that beta rays would travel in straight lines and would have an infinite range in 
a vacuum. 

3. Review the effects of backscattering and absorption of beta rays. 

TEACHING PLAN 

1. Many experiments do not require a measurement of the absolute counting rate. Measure- 
ments of the half-life and other phenomena employed in tracer work can be performed by 
knowing only the reUtive ratio of counts. 

2. Certain critical experiments require a knowledge of the absolute rate at which beta 
particles are produced. For instance, in the determination of radioactive doses to be 
taken internally^ it is necessary to know the exact rate of decay. 

3. The following factors must be known in order to determine the total rate of disintegration: 

a. The number of counts observed on the counting system 

b. The solid angle subtended by the counter window 

c. The correction factor due to the resolving time 

d. The correction for backscattering 

e. The correction for absorption of beta particles in the counter window 

f. The correction for absorption of beta particles in air between the source and counter 

window 

g. The correction for the absorption of beta particles in the covering foil (if one 
is used) 

h. The correction for the self-absorption and scattering in the source itself 
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4. This experiment is designed to supply the correction for the absorption due to the 
window, the air, and the covering foil. 

5. Backscattering can be reduced to a minimum by depositing the radioactive material on 
a very thin backing. 

6. Self-absorption can be held to a minimum by making extremely thin deposits on the 
backing. 

7. Standards for checking a counting system are produced by depositing a known number of 
nuclides on a thin film by the electroplating processes. 

8. The number of atoms deposited is a function of the positive charge carried by the metallic 
ion in solution, the electroplating current measured in amperes, and the time in seconds, 
and is given by 

6.2» X lOl* It 

N 

where N is the number of atoms deposited, 1 is the current in amperes, t is the time in 
seconds, and e is the number of charges carried by the metallic ion in units of electrons. 

9. The number of disintegration per second is now given as N> where X is the disintegration 
constant . 



10. The total number of radioactive nuclides on a standard can also be calculated by diluting 
a known mass of a radioactive substance in a known quantity of solvent. A series of 
dilutions are usually employed until the number per ml is in the region desired. A 
known volume of the solution is then placed on a thin film and evaporated. Using this 
technique, the number of radioactive nuclides on a standard is equal to 



N » 



mass of sample in grams 
atomic weignt of nucii^e 



X 6.0427 X 10^5 



If the nuclide is part of a molecule, it is necessary to use the molecular weight of 
the compound containing the nuclide. 



APPARATUS 



End-window G-M tube with rack to hold tube and vial 



G-M scaler with variable voltage control 
Timing system, such as a timer or clock 

Carbon-14 as sodium carbonate (Available from Nuclear-Chicago, Inc., No. RCB-1) 

Set of aluminum foils approximately 10 mils thick for absorbers 
EXPERIMENTAL PROCEDURE 

1. Prepare a sample of carbon-14 by depositing O.S ml of carbon-14 (sodium carbonate) on 
a filter paper. 

2. Evaporate the water in the solution under a sun-lamp. 

3. Mount the filter paper on a planchet holder by means of scotch tape. Do not use a 
metallic planchet, because it will increase the backscattering. 
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4. While the carbon-14 sample is drying, make a determination of the resolving time of 
the counting system as described in Session 10. 



5« Refer to the manufacturer's specifications for the thickness of the end window of the 
G-M tube. This is usually given on the label attached to the tube. 



6* Measure the distance of the air column separating the wi.^dow of the G-M tube and the 
radioactive source. 



7. Calculate the mg/cm^ of air between the source and detector by multiplying the separation 
ir centimeters by 1.23 mg/cm^. 



8« Measure the area of a number of plates and determine the mass in grams by weighing 
the plates. 



9. Determine the mg/cm^ of the aluminum absorbers. 



10, Determine the background count correction by taking a minimum of five one-minute 
determinations. 



11. Place the paper containing the carbon-14 sample in the sample holder and make a series 
of five readings of the counting rate. 



12* Add one absorber and measure the activity. 



13. Continue adding absorbers until the counting rate is down to approximately 5 percent 
of the original rate. 



14. Plot the activity and counts per minute on a log scale as the ordinate against th© 
total mg/cm^ as the abscissa. 



15. The initial reading should be plotted on an abscissa that takes into account the thick- 
ness of the end window and the absorption due to air. Subsequent readings should include 
the total amount of absorbers in the system, the end window, the column of air, and 
the aluminum absorbers. 



16. Tlie series of points on semi-log paper should result in a straight line that gives the 
value of the count with lero absorption when extrapolated to zero thickness on the 
abscissa. 



17. Determine the number of counts corrected for resolving time by 



N 



1 - 



18. Detennino the solid angle subtended by the counter by dividing the area of the counter 
window by the separation between the counter window and the radioactive source. (This 
is strictly true only if the area of the window is small compared to the separation.) 



19. The total number of disintegrations can now bo obtained by 



„ 47T 

D. 



whore D is the disintegration rate of the sample, N is the corrected extrapolated 
value of the count rate, and ft is the solid angle subtended by the counter. 
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RESOURCE MATERIAL 

When it is necessary to determine accurately the total number of disintegrations of a sample, 
additional precautions must be taken to assure that the results actually represent the number 
of disintegrations produced in tl > source. It is convenient to think of a point source of 
radioactivity and of a source that is so small that there is no self-absorption in the sam- 
ple, Under these circumstances, the radiation is uniform in all directions from the source. 

If no cover plate is used to cover the sample; if the sample is in a vacuum, the rays pro- 
du::ed will continue indefinitely. 

In a practical case, however, the radioactivity is rarely confined to a point source so that 
some self-absorption does not occur in some direction. For instance, most of the available 
sources are deposited on a thin backing, and the thin layer of radioactivity is distributed 
over an area of approximately one square inch. Rays emerging perpendicular from the sample 
are not affected by self-absorption, but rays that initially start out parallel to the sample 
suffer self-absorption or absorption in the backing material. This experiment is limited 
to rays emerging at right angles to the sample. 

To the first approximation, the number of rays that activate a G-M counter arc that portion 
of the total which impinge on the surface of the G-M tube. When the voltage of the G-M tube 
is adjusted to the counting plateau, the intensity of the electron-avalanche is independent 
of the initial ionization produced, and a single electron dislodged by the passage of a beta 
particle will produce a count. Therefore, if the beta ray enters the end-window of a counting 
tube, it can be assumed to initiate a count. The total number of counts produced by a G-M 
tube, therefore, are proportional to the solid angle subtended by the end-window of the tube. 
This equation may be written as 



kon 

"a * IT 



where n^ Is the apparent count, k is the constant depending upon other factors, D is the 
disintegration rate, and fl is the solid angle subtended by the end window of the tube. 

The solid angle can be approximated by dividing the area of the end window by the distance 
between the source and the window. Where the distance between the source and window is 
equal to the diameter of the window, an error of 10 percent may be made when using this 
approximation. To be more correct, the separation should be of the order of two to three 
times the diameter of the end window. 

The correction for backscattering can be made negligible by depositing the nuclide on a very 
thin backing. This can be accomplished by making the deposit on a filter paper. Self- 
backscattering, likewise, can be avoided by making the deposit of the nuclide as thin as 
consistent with adequate counts. When a very thin sample is used, self-absorption is like- 
wise reduced to a negligible factor. A covering foil produces an error; this can be avoided 
by the elimination of the covered foil. A very thin spray film of a collodion, such as hair 
spray, may be used to prevent loss of dry material. Special samples should be prepared imme- 
diately prior to performing the experiment. 

The following two types of absorption cannot be eliminated without special equipment: 

1. Absorption in the column of air between the sample and window 

2. Absorption in the window itself 

Special G-M tubes are made to eliminate the absorption of the column of air and the absorp- 
tion in the window and are suitable for certain types of counting. For instance, carbon-14 
in the form of methane gas may be introduced directly into the G-M counter, eliminating 
both the window and the absorption in air. Counters of this kind accurately count the total 
number of disintegrations due to carbon-14, 




86 



Count roto (counts per minute) 



SESSION 11 



n 



lOOOO 



9000 1 
•000 



7000 



eooo 



5000 



4000 



sooo 






>000 



1000 

900 

•OQ 



700 



•00 



500 



400 



300 




co^t rate due to air, window, and one abs orber 

it 






mriHUi 



200 



too 




Big/cn“ (♦otol) 



ERIC 



Fig. 11-1. Experimental determination of window and air absorption factors 
using a carbon- 14 source. 
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The correction for 
between the sample 
ration between the 



the absorption by air is made by calculating the mass of air in mg/cm^ 
and the window. This is numerically equal to 1.23 mg/cm^ times the sepa- 
source and detector in centimeters. 



The end-window tube suitable for carbon-14 counting must have a window thickness from 1.4 
to 2.0 mg/cm^. Other windows, used primarily for high-energy beta particles such as those 
from phosphorus-32, have a window thickness from 3 to 4 mg/cm^. Glass tubes with a wall 
thickness of 30 mg/cm^ are unsuitable for counting carbon-14. The exact window thickness 
is available from the manufacturer's specifications for the tube and is in a quantity that 
cannot be measured without destroying the tube. 



By means of an experiment involving the counting rate produced when additional absorbers are 
used, it is possible to extrapolate the curve to a zero reading. Figure 11-1 illustrates a 
curve drawn on semi-log paper from points plotted for the initial count rate due to the air 
and window and successive count rates due to air, window, and one or more absorbers. The 
abscissa is in units of mg/cm^, and the ordinate is in terms of the observed count. A 
straight line passing through the observed points will intersect the zero absorber thickness, 
and the number on the ordinate is the extrapolated value of the count rate. 



Finally, it is necessary to apply the correction for the resolving time of the counter and 
associated electronic equipment. It is necessary, therefore, to repeat the resolving time 
for the particular combination of G-M tube and counting equipmsnt being used and to apply 
the formula derived in Session 10. 



The disintegration rate can then be calculated from the formula 



0 . 



QUESTIONS 

1. In what kind of practical problems is it necessary to know the actual number of disinte- 
grations in the sample? 

2. Why is it necessary to calibrate the G-M tube? 

3. How is self-absorption and backscattering minimized in this experiment? 

4. Calculate the mass of air in ngfcvr for a separation of 3 cm between the window and 
the sample. 

5. If the glass tube has a wall thickness of 30 mg/cm^, is the method described in this 
experiment valid for the calibration? 

6. The chart used for the purpose of extrapolating the count rate to zero thickness. 

Fig. 11-1, is a semi-log chart. Suggest the reason for using semi-log charts in this 
experiment. 

7. Why is it necessary to redetermine the resolving time of the G-M counter? 

8. What uncorrected errors are still present in this experiment? 
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PLAN OF INSTRUCTION 



OBJECTIVE 

1. To study the statistical variations in counts produced by a radioactive sample. 

2. To understand the term probability as it relates to the radioactive decay of a substance. 

3. To tabulate a series of counts and calculate the probable deviation from the average 
number of counts. 

4. To understand the reason for a large number of separate counts as compared to a single 
measurement with a large number of counts. 

5. To become acquainted with the formulas that predict the reliability or precision of the 
counts recorded by the G~M counter. 

INTRODUCTION 

1. Review the random characteristic of radioactive decay. 

2. Compare the random distribution of radioactive decays to such other random phenomena as 
flipping a coin and throwing dice. 

3. Review the formulas predicting the number of radioactive decay, the total number of 
atoms, and the time constant. 

4. Review the further complicating characteristics of the G*M counter wherein the counter 

is insensitive during the time that is required for the ion field to clear in the counter. 

TEACHING PLAN 

1. Radioactive disintegration is a random function in time. 

2. The probability that a particular atom un^’^ergoes a disintegration is a function of prob- 
ability and is inversely proportional to the half-life of the atom. 

3. The rates at which counts are observed on a G-M counter is based upon probability and 

two successive readings of the counter will not necessarily yield the same result. 

4. The random processes in disintegration obey the laws of statistics, which predict that 
the number actually counted in a given time will show deviation from the average, even 
though there is a definite rate of disintegration. 

5. If proper care is taken to keep all experimental conditions constant, the true value of 

a count can be obtained as an arithmetic mean of a very large number of observations. 

6. If a series of counts are made on a radioactive sample, the fluctuation of individual 

observed counts about the arithmetic mean will have a normal, or Poisson, distribution. 
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The standard deviation o is expressed in formula form as 

0 « /F 



where N is the number of counts* 

7. It can be shown that about 67 percent of the measurements deviate less than an amount 
o from the mean. 

8 . The probable error P.E. is the error that has equal probability of being exceeded or 
not exceeded and is given by 



9* About SO percent of the measurements deviate by less than the probable error, or less 
than 0.67 times /F. 

10. The relative deviation Oy is the standard deviation expressed as fractions of N, or 



11. The background cotmt, likewise, is subject to the same laws of statistics, and the 
standard deviation of the background count is obtained by 



where Nb is the background count. 

12. The net standard deviation then becomes equal to the square root of the sum of squares 
of the standard deviation due to background and the standard deviation due to observa- 
tion of counts: 



where oy is the combined standard deviation, 05 is the background standard deviation, 
and is the standard deviation for the san^le. More simply stated. 



where N 5 is the background count and Ns is the total count (background plus radiation). 
APPARATUS 

G-M tube with rack to hold tube and sample 
G-M scaler with variable voltage control 
Timing system, such as a timer or clock 

Any beta active sample arranged' to give approximately 1,000 counts per minute 
EXPERIMENTAL PROCEDURE 

1. Arrange the counting equipment to record approximately 1,000 counts per minute. 

2. Make twenty successive counts of one minute each with the radioactive sample, taking 
care not to change the geometry of the apparatus. 



P.E. s 0.67/F 



Or = o = 1 

N vfT 



Ob - 




®t “ *^b * *^s 
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3. 

4. 



5 . 

6 . 

7. 



8 . 



9. 



10 . 



11 . 

12 . 

13. 



SESSION 12 

Find the arithmetic mean of the counts by adding the counts together and dividing by 
the nui^cr of observations made. 

Plot the number of observations that fall between the arithmetic mean and the arith- 
metic mean plus ten. 

For each range of ten in successive counting rates, plot the number of occurrences 
both above and below the arithmetic mean (If an infinite number of observations were 
made, the resulting curve would be the Poisson distribution curve). 

Make a similar series of observations to determine the background and plot the back- 
ground distribution. 

Determine the standard deviation for the sample, correcting the counts for background 
counts. 

Determine the standard deviation for the background count. 

Determine the standard deviation for the combination of sample and background by 
Calculate the relative deviation 



y^s * ^ 

' Ns - Nb 



Final calculate the relative probable error by Hiltiplying the relative deviation 
Cx by 0.67. 



Multiply the relative probable error by 100 to arrive at the relative probable error 
expressed in percent. In order to obtain reliable data on radioactive staples, the 
relative probable error should be 5 percent or less. 



With the background count, determine the mmdier of counts with the 

(Ns) in order that the relative probable error is less than 5 percent and, finally, 

less than 1 percent. 



RESOURCE MATERIAL 

When randon radiation ne«iure«ents are ««le, the fluctuations are found to *>*e laus 

of probability and the equations worked out for randon phenonena are foui^ to hold. Other 
instances of randon variations occur in such a sinple phenonenon as tossing a penny, where 
SrS^bilurTfinding either heads or tails should be exactly one to one. If a penny 
U a ^en nunber of tines, however, the ratio nay ^ffer £r» one to oopooUlly 

if the number of tosses of the penny is limited. In an infinite number of tosses, the ratio 

will be found to be exactly one to one. 

wh<m radioactive samples are counted, it will be noted that the counts are never «Actly 
SIS sa«“2« tteyXter«ound a lalue that is known a, the arithnetic nean. The nean 
is determined by averaging all of the observed counts. 

Tha student will make a series of twenty successive counts with the same radioactive SMple 
liJhout Paging ISlrgeometry of the saiple. With a counting rate of between 1,000 and 2 000, 
the deviation from the mean will be seen to increase with the counting rate but will be 
mSoortiona to^e counting rate. That is, th. deviation fro. 2,000 counts per .inute for 
sucrassive counts will not be equal to twice the deviation noted for 1,000 coimts per lunute 
bursomhinHlLr to 40 pereSnt nore. The standard deviation of a single obsewation of 
N ^oSStfis defined as /IT, Thus, the standard deviation for 1,000 counts is Sl.J and for 
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2,000 counts 44.7. The probable error is that error which is equal to the probability of 
being exceeded or not being exceeded and is 0.67 times the standard deviation. Similarly, 
for 1,000 and 2,000 counts the probable error is 21 and 30. Stated in another way, about 
so percent of the deviations are less than 0.67 a and 5 percent of the deviations are 
greater than twice the square root of the mean, or 2 o. 



It is often desirable to express the deviation in terms of a decimal or percent. Thus a 
new unit called the relative deviation Or is defined as the standard deviation divided by 
o/N, or 1//1T. The relative probable error for the 1,000 and 2,000 count is, therefore, 

0.32 and 0.22 or expressed in terms of percent, 3.2 percent and 2.2 percent. In order to 
reduce the relative probable error to I percent, it is necessary to increase the number of 
counts to 10,000. 

s 

In a practical counting situation, a series of two counting operations are made, one a ssunple 
of the total count and the other a sample of the background N^. The standard deviation 
for the combination is obtained by the formula 

ot ** 



The relative probable error for this case is equal to the net standard deviation divided by 
the net counts. The net count is obtained by using • N^. Consequently, the relative 
probable error is 



+ NT 

®r s b 
Ns - % 



It is left to the student to determine that in order to achieve 5 percent accuracy in the 
case where the background count can be neglected, it is necessary to make a total of 400 
counts. Hov/ever, if the background count is approximately equal to the count for the sample 
(i.e., Ng ' 2N^)« Ns must equal 2,400 and Nb equals 1,200. 

Similarly, in order to reduce the relative probable error to 1 percent, Nb count would be 
30,000 and N^ would be 60,000. 

It is evident from this that if there is an appreciable background count, the counting ^ne 
required materially increases. Conversely, the relative probable error increases very 
rapidly as the background count increases. For this reason, the greatest care must be exer- 
cised in designing the counting geometry so that background count is reduced to the lowest 
possible value. 

Background count is due to cosmic radiation and due to contamination. If the background 
counting rate is greater than 40 counts per minute, the counting equipment should be care- 
fully checked for possible sources of contamination. 



QUESTIONS 

1. Why don't successive one-minute counting periods yield the identical results for a 
radioactive sample? 

2. A rate meter is designed to indicate the nund>er of counts per minute on a D'Arsonval- 
type galvanometer. Would you expect this meter to give a steady reading'^ 

3. What is meant by the random processes in disintegration? 

4. What precaution must be made in order to obtain the true reading for sample? 

5. If the arithmetic mean value is 1600, what is the expected fluctuation of an individual 
observed count about this mean value? 

6. Out of 20 counts made on a sample, how many can be expected to deviate more than the 
amount o from the mean where 

o « /N" 
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7. What additional precautions must be made if the background count is more than 10 per- 
cent of the counting rate of the sample? 

8. Why must the geometry of the experimental procedure remain the same during the 20 suc- 
cessive counts on the sample? 

9« Describe two other phenomena common to gambling that are based on probability and are 
consequently governed by the laws of statistics. 

10. Is it possible to *'talk,to the dice” and consequently change the laws of probability? 

11. Show that if the background count can be neglected, it is necessary to make a count 

of a total of 400 in order to achieve an accuracy of 5 percent in a single measurement. 

12. Show that if the background count Nj, equals 1,200, the sample count Ng must equal 2,400 

in order to achieve a 5 percent accuracy. 

13. What precautions can be made to decrease the background count in your experimental 
setup? 

14. List four sources of counts that are responsible for the major background counting rate. 
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determination of range and energy 
of alpha particles 



PLAN OF INSTRUCTION 

OBJECTIVE 

!• To determine the range of alpha particles in air, 

2, To verify the equations for. energy as a function of range for alpha particles in air, 

3, To determine the air equivalent of absorbers for alpha particles. 

4, To calculate the depth of penetration of alpha particles in animal tissue. 

5, To determine the necessary shielding for complete protection from radiation produced 
by alpha particles. 

INTRODUCTION 

1. Review the radioactive decay products for elements with atomic mass 82 and above. 

2. Review the structure of heavy elements and the mechanics of emission of alpha particles 
that result in the production of daughter elements, 

3. Review a simple nuclear reaction involving the masses of parent | daughteri alpha parti- 
cle, and excess mass. 

4. Review Einstein's mass to energy equation E * mc^ by which it is possible to calculate 
the energy of the alpha particle. 

TEACHING PLAN 

1. An alpha particle is the fast-moving nucleus of the helium atom. 

2. Alpha particles are generally produced by radioactive elements with atomic numbers 
larger than 82; however, a few alpha emitters are found among other radioactive elements, 

3* Since the alpha particle carries two positive charges and since neutral atoms are sur- 
rounded by orbits of negatively charged electrons, attractive interaction forces exist 
between the particles. • 

4, Three simple phenomena are observed: ^ 

a. The electron is attracted to the alpha particle but is not completely removed from 
the nucleus. This results in raising the electrons to a higher energy level and the 
excited atom emits a photon of visible or invisible energy, 

b. The attraction forces are great enough to remove an electron. entirely from the inter- 
acting atomj resulting in the formation of a free electron and a positively charged 

ion, referred to as an ion, pair, . u ..u 

c. The alpha particle, if it penetrates deep into electron shells, is repelled by the 
positively charged nucleus, causing the alpha particle to be deflected or scattered. 
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5. Only 8 small fraction of the energy of an alpha particle is lost in a single interaction 
with a neutral atom. 

6. The number of interactions per centimeter of travel depends upon the length of time 
that the alpha particle is in the vicinity of a neutral atom. Thus, low-energy alpha 
particles lose more energy and produce more ion pairs in a centimeter of travel than 
high-energy alpha particles. 

7. Contrary to the behavior of gamma rays where the absorption is a "one-shot” phenomenon, 
the gradual loss of energy per centimeter length results in a finite range for alpha 
particles. 

8. The range of alpha particles is the function of energy and is approximately proportional 
to the 3/2 power of the energy. 

9. The velocity of the alpha particle is proportional to the cube root of the range. 

10. Absorbers of different atMic number have different effects on alpha particles. In 
general, as the atomic number increases, the relative stopping power of the absorber 
increases. 

11. A convenient determination of the range is made by the use of absorbers and the concept 
of the air equivalent of absorbers. 

APPARATUS 

A Landsverk electroscope 

A point alpha source 

A source holder and lead shield 

EXPERIMENTAL PROCEDURE 

1. Arrange the apparatus as indicated in Pig. 13-1. 

2. Put the radioactive alpha source about 0.3 cm down the lead cylindrical source holder; 
this will produce a collimated beam of alpha particles and will shield the operator 
from radioactive rays. 

3. Charge the electroscope with the battery provided and observe the rate at which the 
fiber drifts across the screen. The drift rate in divisions per minute must be sub- 
tracted from the observed drift rate with the sample in place. 

4. Raise the alpha source as high as possible and take a reading on the drift rate in 
terms of divisions per minute. 

5. Lower the elevator plate (using the wing nut) at intervals of 0.5 cm for a total dis- 
tance of 6 cm. 

6. Record each drift rate, subtracting the no-signal drift rate, and plot the drift rate 
of the electroscope in divisions per second against the range in centimeters from the 
Source to the screen. In this measurement include the 0.3 cm the alpha source was 
recessed in the collimating source holder. 

7. Prom the straight portion of the curve, extrapolate to the range axis to obtain the 
range in centimeters. 
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8. Place a suitable absorber on top of the source holder to absorb some of the alpha rays 
being emitted and repeat the series of readings. An aluminum absorber 3.2 mg/cm^ thick 
should produce the same absorption as 2 cm of air. Consequently, the range should be 
decreased by that amount* A gold absorber 4 mg/cm^ thick should reduce the range by 
approximately 1 cm. 





Fig. 13-1. Arrangement of apparatus 
to determine range soi u energy of 
alpha particles 



9. From the formula 



R - 3.1 

calculate the range for the alpha particle used in the experiment. The energy is given 
in Table 2-2. 

10. From R»ir Pair * ^tissue Ptissue* where p^ir * grams/cm^, Ptissue • 1 gram/cm3, 

and • 5 cm, calculate the range of alpha particles in human tissue. 

RESOURCE MATERIAL 

Alpha particles are the nuclei of helium atoms. They are emitted from radioactive elements 
generally found among those with atomic mass larger than 82, although a few alpha emitters 
are scattered through the remaining elements* 
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Alpha particles are emitted vdth considerable velocity from the nucleus of the atom, and the 
spread of energy of the alpha particle is from nearly 0 Mev to 10, Mey. The energy with which 
the alpha particle is emitted from the nucleus of the atom can be calculated by the method 
illustrated in Session 2 by subtracting the mass of the daughter element and the mass of the 
alpha particle from the parent mass. The remaining mass in a':'u multiplied by 931 yields the 
energy in Mev that the alpha particle has when it emerges from the parent nucleus. 

The question of why an alpha particle is emitted rather than a neutron, a proton, or one of 
the other light nuclides can be seen by calculating the kinetic ener^ release by substi* 
tuting these nuclides in the formula referred to above. It will be noted that for all of 
the other nuclides, kinetic energy must be added to the reaction and only for the helium 
nuclei is there a positive energy. Table 13*1 lists the energy released for all possible 
modes of decay for uranium-232. Negative energy release means that energy must be added to 
the reaction. As can be seen from the chart, emitted from uranium-232 has an energy 
of +5.38 Mev. 



KINETIC ENERGY RELEASE FOR VARIOUS MODES OF DECAY OF U^32 
(Computed from known masses) 



Emitted 

Particle 


Kinetic- 

Energy 

Release 

Mev 


Emitted 

Particle 


Kinetic- 

Energy 

Release 

Mev 


n 


-7.15 


He^ 


4-5.38 


Hi 


-6.05 


He® 


-2.28 


h2 


-10.5 


He^ 


-5.82 


h3 


-10.1 


Li^ 


-3.78 


He^ 


-9.6 


L17 


-1.83 



(From Introductory Nuclear Physics by David Halliday. 2d ed. Copyright 1955. 
John Wiley 8 Sons, Inc, ^ew York. Used by permission.) 



The alpha particle has a mass of 4 and a charge of <*-2c As compared to the velocity of a beta 
particle, an alpha particle is moving with a comparatively low velocity. Interaction between 
the positive charge of the alpha particle and the electrons surrounding the nucleus of the 
atom result in the formation of ion pairs by the following process. As the alpha particles 
approach the electrons, the attraction forces between electrons in the outer shell and the 
positive nucleus cause an electron to be freed from the forces of the stable atom. The absence 
of one electron leaves the atom with one positive charge. Energy is expended in this process, 
and in dry air an< average energy of 35.5 ev is required to produce an ion pair. The energy 
required to produce an ion pair varies from 26.4 for argon to 42.7 for helium, depending on 
the type of gas employed. 

For alpha particles with an energy of 5 Mev, 3 x 10^ ion pairs per centimeter are produced in 
dry air at atmospheric pressure. With an energy of 35.5 ev per ion pair, approximately 1 
Mev/cm is expended in the alpha particle. 

The energy expended per centimeter is not a constant and varies from 1.4 Mev/cm for .1 Mev 
alpha particles to 2.5 Mev/cm for 0.7 Mev alpha particles. Energy drops to 0.1 Mev/cm for 
100 Mev alpha particles and to 0.01 Mev/cm for 3,000 Mev alpha particles. This phenomenon 
is explained by the fact that a fast-moving alpha particle spends less time in the vicinity 
of the atom and, therefore, reacts less with the electrons surrounding the atom. 
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For alpha particles produced by naturally radioactive elements, the range of energy is from 
0 to approximately 10. In this region the loss per centimeter is relatively constant but 
increases for energies less than 0.5 Mev. This is known as the Bragg hump. 

Since the alpha particle emitted has a specific energy and since it loses a small fraction 
of this energy with each interaction, the gradual loss of energy is responsible for the 
finite range of the particle. Unlike gamma rays, where the interaction is a '‘one-shot” phe- 
nomenon, the range of the alpha particle is definite. In the region between 4 to 7 Mev, the 
range in dry air at atmospheric pressure can be given by the formula 

R * 3.1 

If the range is known, energy can be given by 

E * 2.1 

The velocity of the alpha particle can be calculated from the energy and the range equation 
and is given by 

V^ at Ra 

where v is velocity in centimeters per second, a is 1,03 x 10^7 and R is the range. Figure 
13-2 gives the relationship between the mean range in air and the energy of the alpha particle 
in Mev. 




Fig. 13-2. Mean range in air as a function of energy for 
alpha particles (From Nuclear Radiation Physics by R, E, 
Lapp and H, L. Andrews. 3d ed. dopyri^t l9&3. Prentice- 
Hall, Inc., Englewood Cliffs, N. J. Used by permission.) 
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It IS oftCT very useful to use absorbing foil in dealing with alpha particles. The use of 
M absorbing foil makes it possible to measure the range and energy of particles without 

changing the geometry of the source and detecting device, thereby eliminating the correction 
for the inverse square law. 



Comparison of the range of alpha particles in air for solids may be made by using the concept 
of stopping power. Stopping power is the rate at which the alpha particles lose energy per 
increment of path in the absorber. A concept that is more easily visualized is that of rela- 
tive stopping power, which is simply the ratio of the stopping power in air to the stopping 
power in solids. Table 13-2 compares the relative stopping power of a number of typical 
common absorbers for 7 Mev alpha particles. 



Table 13-2 

STOPPING POWER OF COMMON ABSORBERS 



Absorber: 


Mica 


Aluminum 


Copper 


Silver 


Gold 


Relative stopping power: 


2000 


1660 


4000 


3700 


4800 


mg/cra^ « 1 cm air: 


1.4 


1.62 


2.26 


2.86 


3.96 


Thickness (microns): 


5.0 


6.0 


2.5 


2.7 


2.1 



(From N uclear Radiation Physics by R. E. Upp and H. L. Andrews. 3d ed. Copyright 
1963. Prentlce-Haii, me., Englewood Cliffs, N. J. Used by permission.) 



The table lists the thickness in microns required to produce the same stopping effect as 1 cm 
of air. An aluminum absorber with a thickness of 6 microns, therefore, would have the same 
effect on a 7 Mev alpha particle as a gold absorber with a thickness of 2.1 microns. 

Table 13-2 also gives the equivalent thicknesses in mg/cm2 for 1 cm of air. For practical 
purposes the absorber used in this experiment may be aluminum foil, such as that commonly 
found in the kitchen, and gold foil, obtainable from sign writers. 

A third interesting phenomenon is the concept of the stopping power of an individual atom. 

The relative atomic stopping power s is defined as the number of atoms of air that are equiva- 
lent to one atom of the element used as the absorber. The atomic stopping power is 1 for 
air and increases as a function of the atomic number larger than air and also as a function 
of the energy. For alpha particles with/ an energy of approximately 2 Mev, a gold atom is as 
effective as three atoms of air. For alpha particle energies of 24 Mev, gold is, however, 
as effective as 5.3 atoms of air. The aluminum atom has nearly a uniform characteristic and 
is as effective as l.S atoms of air and is independent of energy. For thxs reason, aluminum 
is a suitable element to use for an absorber for alpha particles. Figure 13-3 gives the 
atomic stopping power of various elements for alpha particles with a range of energy. 

The atomic stopping power for tissue found in animal matter is nearly equal to one. Conse- 
quently, the range is inversely proportional to the number of atoms per cubic centimeter or 
stated in another way as 



^air Pair * ^tissue ^tissue 

Since it is possible to determine the range of alpha particles in air in this experiment or 
to find it^ in appropriate tables, it is possible to determine the range of alpha particles 
in human tissue. For alpha particles normally found in radioactive substances, the range is 
of the order of 50 microns (1 micron ** 10“6 meters). 
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While the energies available from radioactive elements fall in a range between approximately 
0 and 10 Mev, it is now possible to produce alpha particle energies up to and above 100 Mev 
by means of the cyclotron and other atomic accelerators. 




Fig. 13-3. Stopping power of various elements for 
alpha particles with a range of energy (From Nuclear 
Radiation Physics by R. E. Lapp and H. L. Andrews. 

3d ed. Copyright 1963. Prentice-Hall, Inc,, Engle- 
wood Cliffs, N. J. Used by permission.) 

QUESTIONS 



1. What is the relative mass of the alpha particle as compared to the beta particle? 

2. Give the mass and charge of the alpha particle. 

3. How milch energy is required to produce an ion pair in dry air? 

4. What is the approximate expenditure in energy when an alpha particle moves through 1 

cm of air? , , . ... 

5. Give the simple explanation for increased ionization as the alpha particle slows up 

(Bragg hump) . 

6. Why is the absorption of energy from an alpha particle not a "one-shot” phenomenon? 

7. Calculate the range of an alpha particle when the energy is 4 Mev. 

8. What is the velocity of an alpha particle when the range is 4 cm? Compare your results 

with the range given in Fig. 13-2. . . . v . 

9« Calculate the thickness of a mica absorber for 7 Mev alpha particles that would have 

the same absorbing properties as a gold absorber with a thickness of 1 micron. 

10. Estimate the atomic stopping power for 12 Mev alpha particles for (a) boron absorber 
and (b) iron. 
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effect of magnetic fields 
upon beta and gamma rays 



PLAN OF INSTRUCTION 



OBJECTIVE 

!• To study the effect of a magnetic field upon beta particles and gamma rays* 

2« To determine the charge on the beta particle. 

3. To determine the charge on the positron. 

4* To study a method of separating various energy beta particles. 

5. To produce a beam of particles by means of a slit. 

6. To separate gamma rays from beta particles so that it is possible to count each inde- 

pendently without the use of absorbers. 

INTRODUCTION 

1. Review the left-hand rule for flow of electrons in a wire in a magnetic field. 

2. Establish the direction of force on a moving electric current by assuming that the elec- 
trons flow from the negative terminal to the positive terminal. 

3. Review the production of beams of electrons in a vacuum. 

4. Review the similarity between flow of electrons in a vacuum and flow of electrons in 
a wire. 

TEACHING PLAN 

1. Beta particles are moving “lectrons traveling with velocities very near the velocity 
of light. 

2. Positrons are positive electrons with characteristics similar to electrons except tha’: 
the charge on the particle is positive. 

3. rays are similar to X rays and to visible light and have no charge* 

4. The energy of the gamma ray is a function of the wave length of the gamma ray. 

5. Beta particles are deflected in the same manner by a magnetic field as an electron 
stream is confined to a wire. 

6. The direction of the force on the electron is perpendicular to the velocity and perpen- 
dicular to the direction of the magnetic field; the direction of the magnetic field is 
defined as being from the north pole to the south pole. 
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7. The direction is determined by the vector equation 

e(7 X IQ 

c 

8. The direction of the deflection of the positron is in the opposite direction to that 

of the beta particle but is likewise perpendicular to v and perpendicular to H. 

9. In a uniform magnetic field, beta particles and positrons execute a perfect circle 
(in the absence of absorbing matter). 

10. In a uniform magnetic field and with a homogenous source of beta particles, particles 
emerging from a slit will come to focus on a slit after completing a semicircle. 

11. The radius of a curvature in a magnetic field is a conq>lex function of the energy of 
the beta particle and is inversely proportiohal to the magnetic field. 

12* Gamma rays are not affected by a magnetic field or an electric field because they have 

the properties of photons and, therefore, carry no charges. 

APPARATUS 

G*M tube with rack to hold tube and sample 
G*M scaler with variable voltage control 
Timing system, such as a timer or clock 
A surplus Alnico V magnatron magnet 
Lead foil sheet 1/32 inches thick 
Phosphorus-32 
Thallium-204 
Sodium-22 

Iodine-131 (All in soluble form.) 

Four wide-mouth bottles or 100 ml beakers 
EXPERIMENTAL PROCEDURE 

1. Arrange the counting equipment as indicated in Fig. 14-1. 

2. Prepare a shield for the G-M tube by cutting a 0.5 cm wide slit 2 cm long in a piece 
of lead to shield the G-M tube. 

3. Prepare a similar slit for each of the containers holding the radioactive samples. 
Arrange the slit so that it is parallel to the magnetic field. 

4. Place the bottle with the radioactive sample of phosphorus-32 so that a beam emerging 
from the slit will pass between the poles of the Alnico V magnet. The slit should be 
approximately the same height as the lowest section of the magnet. 

5. Arrange the G-M tube on a suitable support so that it may be swung in an arc about the 
center of the magnet poles. Note that if the magnetic fields are uniform and extended, 
the beam comes to a focus at some point after completing exactly a semicircle. In this 
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Alnico nagnet 



Lead shield 



Radioactive saoipile 



Side view showing bottle of radioactive material, lead shield, 
and Alnico V magnet. 




Lead shield 
Slit 




Top view showing nagnet, sample, and G-^N tube 
with 0.5 X 2 cm slits. 



Fig. 14-1, Magnetic deflection set-up 



o 
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event the probe should intercept the maximum activity with the slit face upward as 
the probe is moved horizontally away from the radioactive source. In the non-homogenous 
field the beam does not come into focus, and it is necessary to intercept the beam 
before it completes a semicircle. 

6. Move the probe upward and rotate it, keeping in mind that the beam will make a curve 
to the left or the right, and find the location of the maximum activity. 

7. Rotate the G-M tube so that the beam enters the window perpendicular to the lead 
shield. This point can be determined by an increase in the activity. 

8. Record the direction in which the beam is deflected relative to both the magnetic 
field and the direction of motion of the beta particle. 

9. Record the approximate angle of the deflection where the counting rate is greatest. 

10. Reverse the magnet and note the direction in which the beam is now deflected. 

11. Repeat the experiment using thallium-204. Since the beta particles from thallium have 
one-half the energy of the beta particle from phosphorus, is the deflection expected 
to be greater or less? 

12. Record the angle and direction of deflection. 

13* Repeat the experiment with sodium- 22. Sodium-22 is a positron emitter with energy 
slightly less than the beta particle energy of thallium. 

14. Repeat the experiment with iodine-131, a gamma emitter. Since iodine-131 also emits 
beta particles, what precaution is necessary to assure that beta particles are not 
recorded by the G-M counter? 

15. Remove the containers holding the radioactive sources. Replace the beta ray with elec- 
trons flowing in a wire by inserting a wire into the magnetic field in the same direc- 
tion as the original beam of beta particles. Connect the lower end of the wire to the 
negative pole of a 1.5-volt dry cell and momentarily touch the returning wire to the 
positive pole. The wire will deflect in the same direction as the deflection of the 
beta particle. 

16. With the wire in place, reverse the battery connection so that the positive potential 

is connected to the bottom of the wire and see if the deflection agrees with the deflec- 
tion found for positrons. 



RESOURCE MATERIAL 

Any charged particle moving in a magnetic field is deflected by the magnetic field. The 
force producing the deflection is proportional to the charge carried by the particle, the 
velocity of the particle, and the strength of the magnetic field. The force experienced 
by the charge is given by the equation 



Force = 

c 

where e is the charge in e.s.u., v is the velocity in centimeters per second, H is the 
strength of the magnetic field in gauss, and c is the velocity of light in centimeters per 
second. The direction of the force is perpendicular to both v and H. 

A more complete description of the force is given by 

F * e(7 X FQ 
c 



106 




I 



SESSION 14 



where y and H are vector quantities having both magnitude and direction* The direction is 
determined from this equation by rotating the direction of v into the direction of H*. The 
direction is that direction in which a right>handed screw would progress if it were rotated 
in a direction from v to IT. 

If the charge on the particle is negative, as is the case for a beta particle, a negative 
sign must be assigned to the charge e. This indicates that the direction is opposite of 
that given above. More specifically, if the experimental arrangement is assembled as dia- 
grammed in Fig. 14-1, the north pole will be on the left side of the sample. The direction 
of the magnetic field 11 is now defined as the direction starting with the north pole and 
going to the south pole, or from left to right. The velocity, on the other hand, is in 
the upward direction* If a right-handed wood screw is rotated from the vertical upward 
direction to the right-hand direction, the rotation is clockwise when observed from in 
front of the apparatus. The screw, therefore, progresses to the back of the work space. 
Consequently, a particle carrying a positive charge is deflected toward the back of the 
work space while a negative charge is deflected forward from the source. It is thus pos- 
sible to differentiate between positrons and beta particles, or particles carrying positive 
and negative charges, by observing the direction of deflection as given by this equation. 

It is possible to verify this phenomenon experimentally by replacing the electron beam with 
a wire carrying an electric current. If the wire is connected to a battery, say a 1.5-volt 
dry cell, electrons may be thought of as flowing from the negative pole to the positive 
pole. If such a wire is placed in the magnetic field to replace the beam of beta particles, 
the end of the wire connected to the negative pole should be fastened to the bottom plate 
of the magnet and the wire should extend upward through the magnetic field and thence to 
the positive pole of the battery. The wire may be positioned by attaching the wire to two 
insulated clamps, preferably wooden clamps, so that the clamping arrangement is not affected 
by the strong magnetic field. 

In order to note the effect on the wire, the positive end should momt^tarily be touched to 
the positive terminal of. the battery. The wire is then deflected in the direction in which 
the beta particle is deflected. 

If the terminals on the battery are reversed, making positive connection to the lower wire 
with current direction from positive to negative upward through the magnetic field and 
thence to the negative terminal of the battery, the current in the wire is identical to the 
positrons emitted by sodium-22. The wire, consequently, is deflected in the direction in 
which the positrons are deflected. 

If the experiment is restricted to particles having a single electron charge, then the force 
is proportional to the velocity and the magnetic field. 

It can be shown that particles leaving the slit with uniform energy make one-half revolutions 
and come to an approximate focus some distance from the source. The radius of the semi- 
circle the particles make is a function of the mass of the particle, the charge of the par- 
ticle, the energy of the particle, and the magnetic field. Again for beta particles and 
positrons, the radius is a function only of the energy and the magnetic field: the greater 

the energy, the larger the radius; the greater the magnetic field, th^ smaller the radius. 

If the energy of the particle is in the region of 1,000 ev, a simple relationship can be 
written for this 



Eergs = 8.8 X lO'® ^2 

Beta particles with energies in the vicinity of 1 Mev have velocities that approach the 
velocity of light, and it is necessary to make corrections for the relativistic effect or 
the increase in apparent mass as the velocity increases. Furthermore, in order to solve 
the problem, it is necessary to know the magnetic field in gauss and to have an extended 
magnetic field. For this reason, no estimate will be made about the energy of the particle 
except to determine that the radius of curvature for thallium- 204 is less than the radius 
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of curvature for phosphorus-32. Likewise, some estimate can be made of the energy of the 
sodium-22 positron on the basis of the observed deflection of the particle from the vertical. 

While it is possible to find such beta emitters as phosphorus-32 and thallium-204 that emit 
no gamma rays, all of the common positron emitters also emit gamma rays. The readings of 
the activity as a function of deflection for sodium is clouded by the fact that gamma rays 
are likewise emitted, some penetrating through the lead shielding, and some being recorded 
in the counter. The point of maximum deflection, therefore, is difficult to determine, 
but an increase in the counting rate can be noted in the opposite direction from that of 
the beta particle. loUine-131 is also a beta and gamr-a emitter, but simple shielding at 
either the source or around the G-M tube eliminates the beta particles that would other- 
wise reach the tube. 



QUESTIONS 

1. Give the equation for attraction forces between charged particles. 

2. Give the equation for the force experienced by an electrical charge moving in a mag- 
netic field. 

3. If the charge is 4.8 x 10'^^, the velocity is 10^ cm per second, and the magnetic field 
is 20,000 gausses, what is the force in dynes? 

4. How is the direction of the force of a negative charge moving in a magnetic field 
determined? 

5. What is the direction of the force on a positive charge moving in a magnetic field? 

6. Since the alpha particle has two positive charges and approximately two hundred times 
the mass of the beta particle, would the alpha particle be deflected more or less than 
the beta particle? 

7 . Describe the focusing of the beam by a magnetic field when the beam originates at a 
slit. 

8. Why is the beam in this experiment not strongly focused? 

9. Since iodine-131 emits beta particles as well as gamma rays, what precaution is neces- 
sary to assure that beta particles are not recorded by the G-M counter when making 
measurements on gamma rays? 

10. If the energy is larger, is the radius of curvature greater or less for beta particles? 
Assume the magnetic field does not vary. 

11. How does the radius of the curvature vary with the magnetic field? 
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conparison of 



g-m, gas flow proportional. 



and scintillation counters 



PLAN OF INSTRUCTION 

OBJECTIVE 

1. To study the behavior of the proportional counter, 

2. To study the behavior of the scint'i’itjon counter. 

3. To use the proportional counter is of discriminating against beta and gamma 

radiation and to count alpha p; . ly, 

4. io arrange a scintillation cou. ;p that is sensitive to gamma rays onls' and 

insensitive to beta and alpha j: » 

5. To compare the efficiency of the S-M and proportional counters for alpha and beta sources 

To compare the efficiency of the G-M and scintillation counters for gamma sources. 

INTRODUCTION 

1. Review the operation of the G-M counter. 

2. Review the relationship between the charge collected as a function of collection voltage 
and stress the various ccmting regions 

a. The region m which the counter operates as an ionization chamber 

b. The region in which the counter operates as a proportional counter 

c. The region in which the counter operates as a G-M counter 

d. The region of multiple counts 

3. Review the function of the quenching gas and the reason why the quenching gas is not 
required in the gas flow proportional counter, 

TEACHIIIG PLAN 

1. The G-M counter operating on the counting plateau is activated by a single ionized 
particle, even by a photo electron ejected from the walls of the counter by a photon. 

2. As the voltage is reduced to below the Geiger plateau, the G-M counter operates in the 
proportional region, a region in which the intensity recorded by the electrical current 
IS proportional to the initiating ionization. 

3. Effective counters that measure ionization utilize gas at slightly above atmospheric 
pressure. 

4. The nuclide to be counted can be placed directly in the chamber, thereby avoiding errors 
due to absorption in air and in the counting window. Purpose of the flow of gas is to 

assure the purity of the counting gas in the system. Only a minute amount of gas flows 
through the counter. 
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5, Scintillation counters utilize the scintillation, or flash of light, produced when 
rddiation is absorbed in certain crystals and liquids# 

6, Photomultiplier tubes are used to amplify the current produced by the primary photocell, 

7, The output signal of the photomultiplier tube is proportional to the intensity of scin- 
tillation and, consequently, the ionization produced by radiation. 

8, Liquid scintillators can be employed and the radioactive material can be mixed directly 
into the liquid, thereby producing a very efficient count, 

9, Quenching circuits are not required in the case of the scintillating counter. 

10. High-gain, lineal amplifiers (called proportional amplifiers) are used with gas counting 
- systems and with scintillation counting systems. 

APPARATUS 

G-M tube with rack to hold tube and sample 

G-M scaler with variable voltage control 

Timing system, such as a timer or clock 

Flow counter 

Scintillation counter 

Proportional amplifier 

Alpha source 

Beta source 

Gamma source 

Counting gas and flow regulator 
EXPERIMENTAL PROCEDURE 

1* Arrange the G-M tube for a specific separation between the window of the counter and 
the sample, and make a series of counts to establish a ratio of the recorded counts 
of the alpha, beta, and gamma sources. 

2. Arrange the gas flow counting apparatus and repeat the series of counts on the same 
sample, using the gas flow counter. 

3. Assemble the scintillation counter equipment and repeat the counting procedure, using 
the scintillation counter. 

4. Shield the scintillation counter with a sheet of 1/16-inch lead to block out any alpha 
and beta rays and repeat the series of counts. 

5. Tabulate the activity for the four types of counts as a function of the types of sources. 

6. If an oscilloscope is available, observe the pulse heights produced by the G-M counter, 
the gas flow counter, and the scintillation counter. 
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RESOURCE MATERIAL 

In addition to the G-M counter, several other counting systems are available and perform 
specific tasks more effectively than the G«M counter. 

When the G-M counter is adjusted to the counting plateau, it produces a series of pulses of 
equal height regardless of the number of ion pairs in the initial ionization. Thus, even 
a single electron ejected by a photon, referred to as a photoelectron, can originate the 
ionization necessary to produce a maximum height pulse in a G-M counter. For this reason, 
certain tubes are painted black or enclosed in an opaque enclosure to prevent visible and 
ultraviolet light from initiating counts. Obviously then, the counter will not discriminate 
against alpha, beta, or gamma rays. 

The G-M counter may be operated in the proportional region by reducing the voltage to a point 
below the Geiger point. Under this circumstance, the counter is sensitive to ionization and 
produces pulse heights that are proportional to the initiating ionization. By observing such 
pulses on an oscilloscope, it is possible to identify alpha particles, beta particles, and 
gamma particles by observing the height of the pulses produced. 

One of the obvious drawbacks of the G-M tube used as a proportional counter is that absorption 
in air between the source and the counter window and absorption in the counter window reduces 
the effectiveness of the device for alpha counting. This objection can be overcome by arrang- 
ing a counting system that operates at atmospheric pressure. Since air is not effective as a 
gas in a counting tube, special gases are available for this type of operation. 

The detection chandlers for gas flow counters consist of a negatively charged holder with a 
positively charged plate that is usually positioned above a base plate. The radioactive 
sample is placed on a suitable planchet that fits on the bcie plate, and the ionization pro- 
duced in the gas is collected by the positively charged collector plate. A very small amount 
of gas is passed into the system and a sufficient amount of pressure is used so that the gas 
entirely displaces the air in the counter chamber. 

A common gas used far gas counting (Atomic Accessories, Inc., Model FPG-39 Proportional P-10 
counting gas) consists of 90% argon and 10% methane. Another gas, consisting of 99% helium 
and 1% isobutane, is known as Geiger counting gas and is suitable for gas counting. 

The ionization produced in gases at atmospheric pressure by beta and gamma rays is much larger 
than the initial ionization produced in a G-M tube with less than 10 percent atmospheric 
pressure. Ionization is proportional to the number of gas molecules per unit volume. Because 
of this, the windowless gas flow counter is especially suited for counting low energy or soft 
beta rays as emitted by carbon-14, sulfur-35, or calcium-45. Furthermore, the windawless gas 
counter is the most efficient counter for alpha particles, especially those particles with an 
energy level below 2 Mev. 

When the pulse heights produced by the pulses in a gas flow counter are observed on an oscil- 
loscope, there is a great variation in the pulse height. Gamma particles are hardly observable. 
Beta particles register as pulses approximately 1 percent as high as alpha particles. 

Gas flow apparatus can be effectively u^ed in the spectra analysis of beta rays. Since pulse 
height is proportional to initial ionization produced by the beta ray, a pulse height analyzer 
can be employed to count only those beta rays that fall within a range of energies. The pulse 
height analyzer can be made to discrimin-:: te against beta rays above and below a pre-set value. 
For instance, the region of acceptance can be made cs narrow as .1 Mev and the spectra of 
energy can be examined to determine the relative number o? beta rays of each energy level that 
are emitted by the nuclide. This technique is referred to as beta ray spectroscopy. 

In performing experiments with gas counting equipment, the sample is placed in the gas flow 
counter, the voltage is set to the approximate counting voltage, and the gas flow is started. 
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It will be noted that when the chamber is filled with air the pulse heights are either very 
low or missing entirely. As the air is forced out of the chamber and the pure gas fills 
the chamber, the pulse heights increase and become stable. 

Scintillation counting is the oldest of the various types of counting methods. It was first 
used by Becquerel when he discovered that a crystal of zinc sulfide emitted a flash of light 
when struck by an alpha particle. This phenomenon is known as a scintillation. A screen 
made of zinc sulfide with a small copper impurity can be effectively used to count alpha 
rays and is almost entirely insensitive to beta rays and. gamma rays. Such a counter is usu« 
ally observed by a magnifying glass or a 30*power microscope. 

More effective scintillation counters are made by crystals of thallium-activated sodium iodide 
one cubic inch or larger. Such crystals have the advantage that all of the energy of the 
beta rays entering the crystal will be converted to a scintillation, and much of the energy 
of the gamma ray will be converted to a scintillation. Consequently, the scintillation pro- 
cess is extremely effe^'cive in detecting alpha, beta, and gamma rays. The counter is most 
efficient for gamma rays, and it is the only effective simple laboratory device for measuring 
gamma rays. 

The light produced by the minute scintillation is transmitted to a photoelectric multiplier 
tube. In most cases the crystal is cemented to the tube to prevent any loss of light between 
the crystal and the tube. 

The photomultiplier tube and the crystal are mounted inside a metallic cylinder so that no 
outside light whatsoever enters the enclosure. The other five sides of the crystal are some- 
times silver-plated to reflect all of the light into the photoelectric tube. Since the metal- 
lic shield effectively absorbs alpha and beta rays, the enclosed scintillation counter is 
sensitive only to gamma rays. 

;he pulse heights produced by the scintillation counter are proportional to the energy lost 
by the ray. While the gamma ray may not be totally absorbed into the crystalline material, 
all of the energy of the beta ray and alpha ray is absorbed into the scintillation material. 
Proportional analyzers and oscilloscopes may be added to observe the pulse height. Pulse 
height <iiscriminating equipment can be used to identify alpha and beta particles as a func- 
tion of their energies. 

Scintillation counters using liquids for the scintillation material are especially useful 
for counting low-energy alpha particles, as well as beta and gamma particles. A series of 
liquids have been developed that exhibit the same scintillation properties as the sodium 
iodide crystal and zinc sulfide. Many preparations may be dissolved in solvents and added 
directly to the scintillation liquid; counters of this type will accurately count all of the 
disintegrations produced in the liquid. The obvious advantage is that complex corrections 
for losses in counts need not be made. 

Another advantage of scintillation counting is that a quenching mechanism is not required; 
thus, the system has no dead-time. Two minor sources of error still exist: the loss of 
rays that are produced at the boundary between the metal and the liquid; the coincident counts, 
or the loss of a count when two disintegrations occur at the same instant. 



QUESTIONS 

1. Describe the operation of a G-M counter when it is operating below the Geiger plateau. 
2 ! What is the characteristic of the counter when it is operating on thw counting plateau? 

2. Descrile an s Tangement that will measure the ionization at atmospheric pressure. 

4, What is the purpose of the "flow” of the counting gas? 

5, What special precaution must be used to prevent contamination in a gas flow counter? 

6, What is the purpose of the photomultiplier tube in a scintillation counter set-up? 

7, Where does the primary current pulse originate in the scintillation counter? 



NUCLI-ONICS 



&• What is the advantage of a liquid scintillation counter over a solid scintillation 
counter? 

9, Justify the lack of quenching circuits in the scintillation counter. 

10, What is the purpose of the proportional amplifier? 

11, Give the composition of a suitable gas for use in gas flow counting. 

12, Why are some G-M tubes coated with an opaque paint? 

13, What is the advantage of placing the radioactive sample to be counted inside the G-M tube? 

14, What type of crystal is used in the scintillation counter? 

15, How would you arrange a scintillation counting system to be sensitive only to gamma rays? 
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PLAN OF INSTRUCTION 



OBJECTIVE 

!• To become familiar with the phenomenon of fallout in the atmosphere. 

2. To study nuclear fission and the formation of radioactive fallout particles. 

3. To learn the standardized tests used to measure fallout in rain. 

4. To collect radioactive dust for counting purposes. 

5. To initiate a program of continuing monitoring of radioactive dust and fallout. 

6. To learn the photographic techniques for detecting radioactive particles. 

INTRODUCTION 

1. Discuss the presence of natural radioactive isotopes in the atmosphere, such as carbon-14 
potassium-40, and radon-222. 

2. Introduce the concept of the presence of induced radioisotopes due to nuclear devices. 

3. Review the characteristic of beta emitting nuclides, nuclides that have an excess number 
of neutrons. Refer to Fig. 2-1. 

TEACHING PLAN 

1. Atomic bomb explosions in the atmosphere have led to great concern over fallout of radio- 
active material. 

2. Fallout particles are either particles of the original material that did not undergo 
fission or fission products. 

3. Nuclear fission occurs generally in atoms whose atomic number is greater than 90. 

4. For practical consideration, uranium-233, uranium-235, and plutonium-239 are used for 
reactions involving fissim. 

5. Nuclear fission occurs when a fissionable atom absorbs an additional neutron and becomes 
so unstable that it disintegrates into two fragments. 

6. The fragments so produced have an excess of neutrons and, consequently, are beta emitters 

7. A whole series of elements located approximately in the middle of the atomic table are 
produced by fission. 

8. When a nucleus undergoes fission, it divides into two fragments of unequal mass; the 
smaller group clusters around a mass number of 94, and the larger group clusters around 
a mass number of 136. 
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9* In the fission action, an average of 2.3 neutrons are produced* 

10. Fission takes place roughly within 10~12 seconds after a neutron is captured by the 
fissionable nuclide. 

11* A total of approximately 200 Mev of energy is released by each atom undergoing fission. 

12. Approximately 90 percent of the energy is released at the time of fission and the renain- 
ing 10 percent is subsequently released as beta particles. 

13. The fission fragment usually undergoes a chain of from three to six beta decays before 
becoming stable. 

14. Most of the half-lives of the fission products are less than sixty days but one, 
technetium- 99, has life of 2.12 x lO^ years. 

15. Since for equal amounts of radioactive material, the ones with short half-lives have 
the greatest activity, the greatest danger exists in the first few days after a fis- 
sionable reaction has occurred. 

16. Gamma rays accompany almost all of the beta reactions and are the greatest health hazard 
because of their range and ability to penetrate shielding. 

17. The standard sample for measuring fallout in rain water is the residue from SOO ml of 
rain water. 

18. Dust samples can be collected, but it is difficult to standardize such collections. 
APPARATMS 

End-window G-M tube with rack to hold tube and sample - 

G-M scaler with variable voltage control 

Timing system, such as a timer or clock 

Basin to collect rain water 

Small centrifugal blower 

X-ray film 

X-ray film holder 

EXPERIMENl'AL PROCEDURE 

Fallout in Rain Water 

1. Collect 500 ml of rain water in a suitable container and evaporate the water slowly over 
a bunsen burner. 

2. Transfer the residue to a planchet and repeatedly wash the evaporating container until 
all of the radioactivity has been transferred to the planchet. 

3. Dry the planchet under a heat lamp and spray with a very thin film of collodium to pre- 
vent loss of the fallout particles. 

4. Make a series of counts extending over several weeks on the sample. 
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5. Absorb the beta rays by a suitable aluminum absorber and count the gamma rays. 

6. Subtract the ganuna rays from the beta ray count to get the net beta ray counts. 

Fallout in Dust 

1. Blow air through a fine glass wool filter for a period of twenty- four hours. The air 
should be taken from the outside atmosphere, although samples obtained in laboratory 
rooms have proven satisfactory. 

2. Place the glass wool sample directly in front of the end-window counter and make a series 
of readings, again extending over several weeks. 

3. Using an aluminum absorber, filter out the beta particles and count the gamma rays alone. 

4. Plot the activity on a semi-log graph. If a single half-life nuclide was responsible 
for the radiation, the curve would be a straight line. Since the curve will approach 
zero activity asymptotically, this indicates that several half-lives are involved. 

5. Draw a line that will fit underneath the curve where the activity is the greatest. This 
straight line will approximate the shortest half-life nuclide: among the fallout fragments. 

6. Similarly, a line drawn underneath the curve as it approaches zero activity will give 
some idea of the longest half-life of the nuclide present. 



Photographic Determination of Fallout Particles 

1. Collect a suitable amount of fallout in rain water. If there has been no rain, dust 
may be dissolved in distilled water. 

2. Filter the resulting fallout in water solution through a filter paper and dry the paper 
in air or under a sun- lamp. 

3. In a dark room insert the paper in a film holder loaded with X-ray film and set the 
film holder aside for one week. 

4. Develop the film with X-ray developer and a fixer solution. 

5. Cut the film into a number of small sections and observe the darkened spots produced 
by the radioactivity. The film may be examined under a low-power microscope. 

6. Tiny blackened spots are produced by beta rays and star shaped images are produced by 
the more active alpha particles coming from unspent fission material. 

RESOURCE MATERIAL 

Radioactive fallout is usually meant to include only those rndioactive materials that result 
from a nuclear device, usually a bomb exploaded in the atmosphere. Debris from a nuclear 
explosion contains unspent initial matter as well as fragments from the explosion. 

Certain other sources of fallout have always existed. A small amount of radium and its 
daughter, radon-222, is continually in the air. Carbon-14, a beta active element, is formed 
by the action of cosmic-ray-produced neutrons on nitrogen nuclei high in the atmosphere. 

The constant production o£ this nuclide keeps the ratio of carbon-14 to stable carbon at a 
constant value. Potassium-40 is a naturally radioactive element that is present in all rock. 
Tritium, an iso'. ope of hydrogen, is produced by cosmic-ray- initiated neutrons on nitrogen 
and contributes to the total. The half-life of the naturally radioactive isotopes found ?n 
the atmosphere is very long, and the activity would not be found to vary in the time available 
for experiments on these nuclides. 
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The half-lives of radioactive elements produced by nuclear devices, on the other hand, are 
very short and decrease in their activity is marked. It is, therefore, possible to obtain 
a change in a reading in a very short period of time. Radioactive fallout may be collected 
by a number of methods: by collecting dust on a sticky paper exposed to the atmosphere for 

a period of a day, by placing a large plastic sheet on a roof and washing the dust carefully 
into a beaker with water, by collecting a rain water sample and evaporating the water, and 
by collecting dust from filters of various types. 

The fallout fragments contained in rain water are measured by collecting 500 ml of rain water, 
carefully evaporating the water, and concentrating the fallout on a planchet. The total activ- 
ity in microcuries per 500 ml can be estimated by the number of counts per minute and by the 
relations given for the disintegration per second in Session 4. Care must be taken to make all 
of the corrections for such counting errors as the function of backscattering, absorption, 
coincident counts, and dead-time. 

When a filter is used for collecting samples, only a fraction of the original activity is 
captured by the filter. The effectiveness of the filter can be determined by blowing air 
through two similar filters and counting the activity on the two filters separately, Nj and 
N^. If the actual activity is given by A and the fraction of the material that adheres to a 
filter is given by x, then 



Nj = Ax 



The second filter would receive a total of A - Nj particles and would filter out a similar 
fraction x. Therefore, 

(A - Ni)x « N2 

These two equations may be solved to give 




A « M 

For example, if a total of 1,280 counts are observed for the first filter and the second 
filter records activity of 860, the total number of particles. A, is 3,880, and the effec- 
tiveness of the filter x is 1/3, or 33 percent. It is thus possible to estimate the total 
activity from an observed partial recovery. 

Photographic plates have proven to be very useful for the purpose of observing radioactive 
disinteg-^ations. X-ray plates are designed especially to be sensitive to X rays and also 
sensitive to beta and alpha rays. Radioactive samples may be deposited on a filter paper 
and enclosed with the radioactive material adjacent to the emulsion side of the X-ray film. 
The film holder may then be closed and the film left for a week. Small spots 1/100 mm or 
larger indicate the disintegration of a beta emitting nuclide. Larger star shaped spots 
indicate the disintegration of an alpha emitting nuclide. It is possible to determine the 
activity of the sample by counting the number of spots recorded on the photographic paper 
and, to the first approximation, multiply the spots by two on the assumption that half of 
the rays penetrated the X-ray film and the other half were absorbed by the film holder. 

When uranium-235 atom absorbs a neutron, the nuclide becomes violently active. Within a 
time estimated to be in the vicinity of 10“^^ seconds, the nuclide breaks into two fragments, 
one slightly larger than the other, with a release of approximately 160 Mev. The two frag- 
ments are not the same size, nor are they identical in each reaction. Figure 16-1 gives the 
observed percentage fission yield fer uranium-233, uranium-235, plutonium-239, and for atomic 
numbers between 70 and 160. Table 16-1 gives the breakdown for the long-lived fission pro- 
ducts of high yield for the light group and for the heavy group. 
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In addition to the light and heavy fragments that are produced, from two to three neutrons 
are simultaneously released. Referring to Fig. 2-1, the position of the two fragments can 
be estimated by drawing a straight line between the position of the element with atomic 
number 92 and the zero point. Any division of the uranium atom results in two nuclides in 
the region of excess neutrons. 




Fig. 16-1, Observed percent fission yield for U-233, U-235, 

Pu-239, and for atomic numbers between 70 and 160. (From 
Nuclear Radiation Physics by R. E. Lapp and H. L. Andrews, 

3d' ed." Copyright 1963. Prentice-Hall, Inc., Englewood 
Cliffs, N. J. Used by permission) 

Nuclides that are not listed in Fig. 2-1 are radioactive, and nuclides that have an excess 
of neutrons are beta emitters. Roth of the fission fragments, therefore, emit a series of 
beta particles with various half-lives until they reach a stable state. Depending upon the 
exact nuclide fragment, from three to five radioactive disintegrations take place before the 
nuclide reaches stability. Figure 16-2 shows a neutron being absorbed by uraniua-23S, the 
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subsequent disintegration into krypton-90 and barium-143, and a series of four subsequent 
disintegrations resulting in the stable isotopes zirconium-90 and neodymium- 14 3. 



Table 16-1 

LONG-LIVED FISSION PRODUCTS OF HIGH YIELD 



Fisxion 


I'i.tsion 


Hvla energy^ 


Ouvma energy. 


prtulud 
Light group; 


.'M % 


IlulJliU 


Mev 


Mev 


Kr“ 




0.4 yr 


1 0.095 
\0.15 


0.54 


SfW 


4.0 


53 (iay.s 


1.403 


none 


Sr*'* 


5.3 


lO.y yr 


0.01 


none 


ysi 


5.4 


01 tlaya 


1.537 


1.2; 0.2 


Zr« 


0.4 


05 chiys 


(0.84 

\0.,37i 


0.721 


Tc» 


0.2 


2.12 X 10* yr 


0.290 


none 




8.7 


39.8 days ' 


f 0.098 
\0.217 


0.498 


Iluio. 


0.5 


1.0 yr 


0.39 


none 


Heavy group: 




1 


[0.815 

10.008 

10.33.5 

[0.250 


0.722; 0.637 


£111 


2.8 


8.14 days < 

1 


0.008; 0.304 
0.284; 0.080 


Xe»“ 


6 


5.27 days 


0.345 


0.08 


Cs»” 


0.2 


33 yr j 


f0..523 

11.2 


0.GG2 




0.1 


12.8 days j 


11.022 


0.5.37; 0.304 


10.480 


0.102; 0.132; 0.0.30 


Ce»« 


0 


83.1 day.s | 


[0.581 

[0.442 


0.145 


Pri« 


0 


13.8 days 


0.932 


none 


Ce»« 


5.8 


282 days | 


f 0.300 
[0.170 


0.033; 0.054 
0.081 


Nd‘« 


2.0 


11.3 days < 


0.38 

0.00 

0.83 


0.520; 0.391; 0.309 
0.092 




2.6 


2.0 yr 


0.223 


none 



(From Nuclear Radiation Physics by R. E. Lapp and H, L. 
Andrews. 3d ed. Copyright 1963. Prentice-Hall, Inc., 
Englciwood Cliffs, N. J. Used by permission) 



In addition to the beta particles emitted by the radioactive decay chain, gamma radiation 
accompanies most of the disintegrations. The energy of gamma radiation for some of the 
long-lived fission products is given in Table 16-1. 

It is generally simple to provide a shield against beta particles. The inside of houses 
are usually adequately shielded by the shingle and wood in the roof, the air space in the 
attic and the plaster ceiling, and the air between the ceiling and the occupants. Refer to 
Session 7 for details on the absorption of beta particles and calculate the mg/cm^ for the 
materiai in a typical home. 

Gamma rays pose a serious health hazard, because they are not absorbed by the usual materials 
found in a home. Furthermore, any absorber only decreases the radiation rate by a fixed per- 
centage. Since the gamma ray does not have a fixed range, it is impossible to filter out 
all the radiation. 
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The student should measure the background count and refer to Session 4 to see if the present 
background is a health hazard. 



FISSION FRAGMENTS 




Fig. 16-2. Fission of uraniuMi-235 and pessiMe fission frag* 
nents (i?roai Radioactivity and Nuciew Physics hy d, €^. 

3d ed. Coj^ight 195 /, B, Van Nostraad cenfumy, Inc., frince> 
ton, N. J. Used by permission.) 

QUESTIONS 

1. What is the major source of radioactive fallout? 

2. What other sources of natural radioactive fallout have always existed? 

3. Radioactive fallout from a nuclear detonation is transported by what means? 

4. Would you expect more fallout at the onset of a rain than after rain has been failing 

for a period of time? 

5. How can you explain the phenomenon that air samples collected on filters inside a 
building show almost the same radioactive contents as air samples obtained outside 
the building? 

6. What are the three common nuclides that undergo fission? 

7. What is the size of the standard sample of water used for checking radioactivity in 
rain water? 

8. Which of the fission products is most damaging to animal life? 

9. What type of rays are emitted by the radioactive particles found in fission products? 

10. Describe the simple precautions that should be taken following exposure to rain con- 
taining a high level of radioactive fallout material. 

11. Once fission products have been removed from a person's body, is there any danger of 
radiation to other people? 
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PLAN OF INSTRUCTION 

OBJECTIVE 

1. To introduce common tracer techniques used in plant and animal growth study. 

To verify the absorption of inorganic substances (such as nitrogen, phosphorus, and 
potassium) from soil and to note how these are carried throughout the plant by 
translocation. 

3. To introduce measurement techniques for tracer measurements. 

4. To complete one tracer technique experiment on a live plant. 

INTRODUCTION 

1. Review measuring techniques for beta and gamma radiation. 

2. Review self-absorption and absorption in matter for beta an«* gamma rays. 

3. Re.iew the corrections necessary to give an accurate count in the presence of absorption. 

4. Review plant and animal growth and the assimilation of radioactive elements along with 
natural elements. . 

TEACHING PLAN 

1. Plants assimilate food by their root systems and carry it up to the leaves through the 
inner layer of the stalk and stem. 

2. Other plant products are carried down the outer section of the stalk to the root system. 

3. The rate at which plant food is transported in a plant can be measured by "tagged atoms," 
minute quantities of radioactive matter. The movement of the compotmd can then be 
checked by measuring the radioactivity with a G-M tube. 

4. Phosphorus-32 is a common element assimilated by both plants and ari Inals. 

5. Plant and animal foods can be made containing minute amounts of phosphorus-32. 

6. Phosphorus-32 is a high energy beta emitter and suitable for use with G-M tubes but 
care must be taken that excessive absorption does not take place in the plant and 
animal tissues. 

7. The movement of many types of food can be followed by the use of simple end-window G-M 
tube and a scaler. 

8. Translocated radioactivity can be detected by the use of X-ray film and the autoradio- 
graph techniques described in Session 16. 
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9. Carbon* 14 can be incorporated into hydrocarbon compounds that can be used as food for 
animals^ 

10. Carbon*14 beta particles have low energy and great care must be used to avoid absorp- 
tion in the animal tissue, 

11. Iodine-131 is an excellent tracer element for locating certain animal glands, such as 
the thyroid. 

12. Iodinc-131 is both a beta and gamma radiator and is useful for treatment as well as 
detection. 

13. Most elements are available as radioactive nuclides and almost any compound can be 
created for tracer work (See Apper^'x). 

APPARATUS 

G-M tube and rack to hold tube and sample 
G-M scaler with variable voltage control. 

Timing system, such as a timer or clock 
r!iosphorus-32, 10 pc 

Growing plant: geranium, tomato, or celery 

EXPERIMENTAL PROCEDURE 

Vertical Translocation of Radioactive Phosphorus in a Plant 

This experiment is designed to show that the movement of food material in a plant is upward 
on the inside section of the plant through a tissue known as the xylem and that plant matter 
produced in the leaves of the plant is transported downward on the very outside portion of 
the stem along a tissue called the phloem. 

1. With a knife or scalpel, scrape a section of the stem of the geranium plant so that 
only the very outer tissues of the skin have been removed. The scraped area should 
be approximately half way up the plant and should be large enough so that a band-aid 
could cover the scraped area. Do not cut into the tissue and bare the xylem. 

2. Soak a band-aid with 1 pc of phosphorus -32 and wrap the moist band-aid tightly around 
the scraped area of the plant. 

3. Place a lead shield around the band-aid and radioactive phosphorus to shield the counter 
from the beta rays. At intervals of twenty minutes, test the area above and the area 
below the radioactive source for indication of motion of plant matter. 

4. The phloem carries plant food from the leaves down to the roots and if the stalk was 
not scraped deep enough to bare the xylem, no translocation should appear upward. 

5. On a second geranium plant, make a sufficiently deep incision so that a part of the 
xylem tissue is laid baie. This can be done by cutting away approximately 1/3 of 
the stem. 

6. Apply a second band-aid impregnated with approximately 1 yc of phosphorus-32. Shield 
the radioactivity with a lead shield ar before. 

7. Make a series of measurements at intervals of about twenty minutes above and below the 
radioactive source. 
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8, Radioactivity should be noted above the incision and after some period of time the 
activity should extend all the way along the stems and into the leaves. 

9. Since some of the active material made contact with the phloem because it was necessary 
to cut through the phloem to reach the xylem, a small amount of activity will be noted 
below the incision, (’fa hypodermic needle is available, the radioactive phosphorus 
may be injected into the xylem tissue and thereby preventin^^ contaminaticm of the phloem 
by the radioactivity.) 

Translocatj.on of Phosphorus in Celery Stalks 

The purpose of this experiment is to show that ph<>spiu)rus-32 is translocated upward in a 
celery staix. 

1. Place several fresh celery stalks containing leaves in a jar containing 20 ml of water 
and 10 pc of phosphorus-32. 

2. Allow the stalks to stand for twenty-four hours in an area that receives sunlight during 

the day. ' 

3. Cut sections of the leaves and stalk and check each one for radioactivity. 

4. Record the relative activity of the stalk in one-inch sections as a function of distance 

from the radioactive source. 

5. Dry sections of the leaves and th5n sections of the stalk under a sun-lamp. 

6. Place the dried sections in contact with the emulsion side of an X-ray film after wrap- 

ping the film tightly in light paper, and leave the sections in contact with the film 
for one week. 

7. Develop the X-ray film in X-ray developer and fixer and compare the intensity of the 
dissected sections with the relative activity readings obtained with the Geiger counter. 

RESOURCE MATERIAL 

Radioactive elements can be used for tracing the movement of plant matter and can provide 
useful information about such matters as the rate of growth and percent assimilation of 
plant foods. A small quantity of j. radioactive element can be mixed with large quantities of 
natural elements to provide tagged atoms . Chemical bonds that hold atoms together in the 
form of molecules are a function of the electrons in the outer orbits of the atom. Since 
radioactivity is function of the nucleus of the atom and since radioactive and nonradio- 
active atoms of the same element have identical electrons shells, radioactive elements 
enter into chemical combination with other atoms in exactly the same manner as those of the 
natural element. 

Due to a phenomenon known as chemical equilibrium, atoms in a solution can be shown to enter 
into and leave combinations very readily. Thus, if a radioactive element is mixed with non- 
radioactive elements, there is a probability that the radioactive element will replace the 
natural element and in this new form the molecule will follow a normal path. For this reason, 
it is possible to expose the living tissue of a plant to a solution of a radioactive element 
that makes up part of a plant and have the radioactive element displace a similar element in 
the plant. Consequently, it is possible to follow the movement of this particular element 
throughout the plant. 

Experiments with tagg^id atoms have made it possible for the scientist to observe the assimi- 
lation of plant foods containing, for instance, small amounts of phosphorus-32 and carbon-14 
and to observe the rapidity with which the phenomenon of plant growth take place. When small 
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amounts of phosphorus-32 are added to fertilizer and placed in the soil, the radioactive 
element can be detected in the plant within a few hours if a plant is watered and exposed 
to sun light. The action of sun light on the leaves produces the necessary re act in the 
plant tc cause the roots tu absorb the fertilizer in solution form and to transport the 
plane food up the stems and to the leaves. 

Many types of experiments illustrating this phenomenon can be devised but one of 

involves the flow of plant food downward in the phloem tissue to the roots and upward through 

the xylem tissue to the leaves. 

I;i experiments of this type, it is generally sufficient to record the ratio of 

than to make absolute meaifrements of the activity, although it is Possible to P” 

cisely the number of grams of a particular element that are transported by the 

Precise measurement is done by determining th© total number of radioactive a 

nal solution from a knowledge of the activity and to make a series ®5-^®®!LiLr?iirLbstances 
tions of the r^lant, taking care that all of the corrections for counting radioactive substances 

have been mad&. 

It is similarly possible to determine the absorption of a particular element by animal 
in Jhircase! radioactivity must be first introduced into a plant. When plant food is assimi- 
lated by the digestive system, the location of the tagged atoms and the ^^“® ®J®P*®^ 
the scientist to determine the rate and location of the elements involved. 
commonly to locate disorders in the thyroid, because the thyroid has a great ^ 

iodine. Icdine-131 may be absorbed by the tissue by taking a sample . 

into the flesh tissues, or by absorption through the skin. Not only is iodine-131 “s®d to 
measure progress toward the thyroid. Since it is both beta and gamma active, it is used in 

large doses to irradiate the thyroid. 

Both nhosphorus and calcium are assimilated by the bones of animals and tagged atoms of radio- 
active phosphorus and calcium migrate toward the bones. A similarly interesting " 

is nerformed by placing 10 pc of phosphorus-32 in a goldfish bowl and allowing a goldfish to 

swim in the radioactive water for a week. If the flesh of ^*^® L 

tisLe is found ':o have very little activity. Most of the radioactivity is found in the uone 

structure • 

When time permits, autoradiographs can be made of bone structure 

nlant tissue bv placing the samples on the emulsion side of an X-rs/ fixm. Radioactivity 
due to beta particles shows up as tiny darkened specks on the film and only general darkening 
«cu“ in of gal. rays/ The nuclide used in this “‘P"* 

rays and, therefore, no characteristic alpha ray star-figures appear on the film. 

oefimafp of the radioactivitv produced by samples in the autoradiograph can be made by 
®«»stS Jo rJ»rer of calibrated radioactive samples. These samples are uade by 

diluting a given quantity of radioactivity in water and moistening a filter paper with a 
«riU of o2a“ities of radioactivity. When an X-ray film is exposed to these calibrated 

samples, the darkening produced by this exposure can be compared with the darkening produced 

by an experimental sample. 
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QUESTIONS 

What is meant by the use of radioactivity for tracer purposes? 

How are the tracer elements produced? ♦. 4 -e,w »9 

In plant and animal life, is it necessary that the tagged atoms be absorbed by the tissue? 

Are elements that emit alpha rays generally used for tr- '^rs? 

What tvne of ray is most effective for use in tracer ,«aniques? , , . . 

SadioaSive tracer techniques are used in transmission of oil by f ®J 

in the type of oil is made. Suggest a method that could be used to ind.cate the start 

of a new type of oil. 
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cloud chanibers 



PLAN OF INSTRUCTION 



OBJECTIVE 

I. To view alpha and beta particles in a cloud chamber. 



the intensity of ionization produced by alpha particles as compared 
with the ionization produced by beta particles. ^ 



field!”™ positively and negatively charged particles by a 



4. To study the need for a clearing field to sweep spent ions out of the viewing area, 
INTRODUCTION 

1. Review the ionization capabilities of beta particles and alpha particles. 

2. Review the intensity of ionization of beta particles and alpha particles. 



the behavior of positive and negative ions in an electric field and the Coulomb 
forces acting on *£he ions. vuu*umu 



4. Review the mobility of positively charged ions and electrons produced by radioactive rays. 
TEACHING PLAN 



supersaturated with water vapor and alcohol is sensitive to the 
formation of water droplets known as fog. 



The conditions of supersaturation can be produced continually by creating a diffusion 
layer of air warm at the top and very cold at the bottom of a chamber. 



3. A supersaturated condition can also be produced by suddenly expanding the volume of air 
bSlow thf dei-point?^"*' cooling by expansion and thereby reducing the temperature to 



or^an^on*^* cannot form without an initial nucleus of some impurity such as dust, smog. 



5 . 

6 . 



Fog particles will form around a positive ion or a negative ion. 



Positive ions are produced by the removal of one electron from an atom of oxygen or 
nitrogen. 



The free electron associates itself almost immediately with a nitrogen or oxygen atom 
forming a negative ion. » * * «(.un 



8. Air supersaturated with water vapor causes billions of water molecules to immediately 
form around the ion. ^ 
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9. The water droplets can be observed visually or can be recorded by photographic nethods. 

10. The alpha and beta rays producing the ionization obey the usual formulas for curvature 
in a magnetic field wd the resulting path as observed by the water droplets that form 
on the ions will indicate the path taken by the radioactive particle. 

APPARATUS 

Atomic Laboratories, Inc., Raymaster Cloud Chamber 
Slab of dry ice, one inch thick, seven inches square 
200 ml methyl alcohol 

or 

Cenco-Knipp Alpha Ray Track Apparatus 




Fig. 18-1. Raymaster cloud chamber assembly (From Laboratory Manual. Raymaster Cloud 
Chamber. Atomic Laboratories, Inc., San Ramon, CaliTT^TJsecTDj^penBrssTonT^^^™™™"” 



EXPERIMENTAL PROCEDURE 

Raymaster Cloud Chamber 

1, Assemble the equipment as shown in Fig. 18-1. (Dry ice can be purchased in many cream- 
eries, or look under "Dry Ice” in the yellow pages of the telephone directory.) 

2. Fill the bottom of the Raymaster with methyl alcohol to a depth of 1/8 inch. Add 1/2 
teaspoon of black dye and stir until dissolved. Washable black ink may be used. A 
black background is necessary for satisfactory viewing of fog tracks. 
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3. The alcohol will rise up the black' blotting paper by capillary attraction. Sufficient 
alcohol must be used so that the black blotter is completely saturated but not so much 
that the alcohol acts- as a heat insulator. 

4. Place the glass cover and the retaining ring on top of the apparatus. 

5. Connect the clearing field. The apparatus is ready to operate in about five minutes. 

6. Radioactive sources furnished with the Raymaster are alpha and beta sources in the 
form of beads on the heads of needles. The needles are imbedded in rubber stoppers. 

7. Insert the desired source into the hole in the side of the cloud chamber and push the 
rubber stopper tightly to prevent air leaks. 

8. The alpha source contains a minute amount of radium and the beta source contains 
strontium->90. Both are absolutely safe to handle if the radioactive beads are not 
touched. 

9. Adjust the light source used with the cloud chamber so that the interior of the chamber 
is brightly illuminated. 

10. The clearing field may be left on or momentarily turned off and tracks should be 
visible in the chamber. ' 

11. Compare tlie length of the tracks due to alpha particles with the range for radium-226 
given in the Appendix. ; 

12. Bring an alnico V magnet near the source and note the deflection of the rays produced 
by the magnetic field. 

13. Approximately 4 x 10^ ion pairs are produced per centimeter length by alpha particles. 
For this reason, it may be difficult to count the ion pairs. 

14. Insert the beta source and determine the direction of deflection and the intensity of 
ionization as observed by the droplets formed on the ion track. 

15. The alpha source furnished with this cloud chamber consists of radium-226 with a range 
of 3.3 cm and a half-life of 1,620 years. 

Cenco-Knipp Apparatus 

This experiment is based on -the Wilson cloud chamber. 

1. Plug the A-C cord into a standard socket and a powerful light will illuminate the area 
above the water in the cloud chamber. 

2. ' Attach a . 45-volt clearing battery to the terminals provided for this pu^ose. (Note: 

The clearing battery does not need to be disconnected and a switch is not necessary 

to turn the voltage on or off.) 

# 

3. The alpha particles are produced by a small amount of radium-226 attached to a point 
imbedded in the chamber. 

4. Squeeze the bulb and hold for approximately ten seconds and suddenly release the bulb. 
The track should be visible for approximately five seconds immediately after releasing 
the bulb. 

5. The clearing field wilT sweep the spent ions away rapidly, and the bulb may be depressed 
again for a second view. 
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6 . 



7. 



8 * 



cxperimow! “ ““y *<> the tracks produced in this 

Bring the alnico V magnet near the radioactive source and observe the deflection with 

JJoS i^tSe*:!- k""* **»"<* “ "ade oH^n L 1e “ttJacted 

Violently If the magnet is brought close to the iron. Great care should be eLrSsed 
to avoid damaging the equipment.) snouio oe exercised 

observed in the cloud chaiaber. These are due to beta 
p tides from impurities or cosmic rays from the outer atmosphere. 



RESOURCE MATERIAL 

1!^^®®" ‘‘«''«lope<* ‘be basic methods used for research on radioactive samnles 

consists®SrrMluS^'^f'^“ " *''® ‘*®''el“P"ent of the cloud chamber. The cloud chambeJ^ 
consists of a volume of air supersaturated with water, alcohol, or a combination of the tvo. 

Slg 0f‘’arSSsJi*le sLtlon‘’o?"* "eKT *™“®^.'- ‘loud chamber, consist- 

^hS o?* U wherein the instability is artificially produced by suddenly coolinff 

of some sort^^Dust"oarticles**^^ however, water droplets cannot form without nuclei 

c sort. Dust particles in the atmosphere form the nuclei for condensation* this is 

Zd *'‘® of so'h m-cleirsUve? ioSdns“ie«ially 

and uUi^^e^S'S^rfo^T^'* ’"‘f* f®* 

cirjSSsMn«s''‘J^*™ri^ purposes, air is thoroughly cleaned. Under these 

circumstances, the region becomes supersaturated but fog droplets cannot form without nuclei 

It ^i;etT"®s?;:L‘’”'‘““ *'*® *"• *'>®»® io»» »o«^ ai „“m*fo?™hrfo?StS» 

plets. Since a ray passing through the region produces positive and negative ions 
as many fog droplets are formed as there are ions along the ray path. ApprSxSSely 4 x’lo4 
n pairs are produced by alpha particles and these are along an extremely narrow oath If 

such a series of water droplets is illuminated by a bright ligh? aJd obse^verSaiSS a 

liie “"® *1|® P***' *»'=«" by the ions. The intenLty of the 

line IS proportional to the ionization produced and may be used to identify the type of ray. 

poMible to count the ion pairs by photographing an ionizing ray a short time 
after the ionization has been produced. The iens will have separated brSif&siSn md a 

by the us^If Dho-o*"°T*^r ®* ®®" P®“® P®"^ centimeter^length can be^made 

by the use of phOvOgraphic techniques and a microscope. 

Fog particles produced in a cloud chamber are the result of supercooling saturated air The 
number of particles per centimeter length is determined by the density of the air in terms 
u technique is now applied to the production of tracks by utilizing a 

hi?i J « ® liquid is superheated, that is, heated to beyond the normal 

. ^ "8 of the liquid, active turbulence and bubble formation will not take place if 

the liquid contains no foreign particles. Special techniques are employed to assure that 
no impurities are added to the liquid by the walls of the chamber. Under these conditions 

It IS possible to raise the temperature of the liquid into the superheated region. Such 
an arrangement is known as a bubble chamber. r region, buen 

When an ionizing ray enters the liquid in the bubble chamber, microscopically small bubbles 

to^efle^^\iahf P”**"*^®** the ionizing ray. These bubbles grow and^become large enough 
1 , la^ght and become visible. Inasmuch as the density of the liquid is very much 

larger than air, approximately 1,000 mg/cm^ for liquids as compared to 1.23 mg/cm^ for air 
the amount of ionization produced is increased by a factor of 1,000 and the probability of* 
a nuclear reaction is increased by the same factor. Since Wilson cloud chambers 
if size of approximately one foot, a bubble chamber having a diameter 

one foot IS equivalent to a Wilson cloud chamber having a dimension of one*fourth mile. 
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Many liquids can be used for bubble chambers, including benzene, carbon tetrachloride, and 
hydrogen. A most popular liquid is the hydrogen, which is operated at temperatures near 
the boiling point, or -253*C. Obviously, special techniques must be employed in order to 
operate such a bubble chamber. Bubble chambers of this type are used with rays having 
energies up to and above 10 Bev (billion electron volts) in advanced types of research. 



QUESTIONS 

1. What conditions are required to form visible drops of moisture in saturated air? 

2. Will moisture form in unsaturated air? 

3. What is the purpose for the bright light in the cloud chamber experiment? 

4. A dark background made by the use of black velvet or water blackened with ink is often 
used in cloud chamber experiments. What is the purpose of the black background? 

5. How do you distinguish between alpha and beta rays in a cloud chamber? 

6. Why is it nearly impossible to detect gamma rays in a cloud chamber? 

7. Describe the action of the clearing field. 

8. Describe what happens when the clearing field is left on continuously. 

9. Can you suggest a reason why radioactive contaminates in the form of dust particles 
inside a cloud chamber are not normally satisfactory for observing rays? 

10. Discuss the similarity of the bubble chamber with that of the cloud chamber. 

11. What is the advantage of the bubble chamber over the cloud chamber for observing radio- 
active phenomena? 
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APPHNDIX 



Table A 

INTBRNATIONAL ATOMIC WEIGIiTS 



Hlvnu'iit 


SijhiM 


u II mill- r 


iiriijlii 


Etvmt'ul 


SymiMil number 


weight' 


Actinium 


Ac 


m 


227 


N'eodymiuin 


Nd 


60 


144.27 


Aluiiiiiium 


Al 




26.08 


Noon 


Ne 


10 


20.183 


Ainoricium 


Am 


».*> 


(243) 


Neptunium 


Np 


03 


(237) 


Antimony 


Sb 


;>1 


121.76 


Nickel 


Ni 


28 


58.59 


Argon 


A 


18 


39.044 


Niobium 








Arsenic 


As 


»:l 


74.01 


(Culuiubium) Nb 


41 


02.01 


Astatine 


At 


Ka 


(210) 


Nitrogen 


N 


7 


14.008 


llarinin 


lla 




137.36 


Osmium 


Os 


70 


190.2 


lli'rkelinm 


»k 


07 


(245) 


Oxygen 


O 


8 


16.000 


Herylliuin 


He 


4 


0.013 


Palladium 


Pd 


46 


106.7 


llisiiiuth 


Hi 


88 


209.00 


PhcKsphorus 


P 


15 


30.075 


Itoron 


11 


5 


10.82 


Platinum 


Pt 


78 


105.23 


llnuniiie 


Hr 


35 


70.010 


Plutonium 


Pu 


04 


(242) 


t'adiniuin 


Cd 


48 


112.41 


Polonium 


Po 


84 


210 


t'nieiiiin 


('a 


20 


40.08 


Potassium 


K 


10 


30.100 


t'ulifornium 


Cf 


08 


(246) 


Pra.seodyinium Pr 


50 


140.02 


(*nrlK>n 


C 


6 


12.010 


Promethium 


Pm 


61 


(145) 


('eriuin 


Ce 


58 


140.33 


Protactinium 


Pa 


01 


231 


t'esiuiu 


Cs 


55 


132.01 


Uadium 


Ra 


88 


226.05 


Chlorine 


Cl 


17. 


35.457 


Radon 


Rn 


86 


222 


C'hrouiium 


Cr 


24 


52.01 


Rhenium 


Re 


75 


186.31 


Cobalt 


Co 


27 


58.04 


Rhodium 


Rh 


45 


102.01 


Copper 


Cu 


29 


03.54 


Rubidium 


Rb 


37 


85.48 


Curium 


Cm 


06 


(243) 


Ruthenium 


Ru 


44 


101.7 


Dysprosium 


Dy 


66 


162.46 


Samarium 


Sm 


62 


150.43 


Erbium 


Er 


68 


167.2 


Scandium 


Sc 


21 


44.06 


Europium 


Eu 


63 


152.0 


Selenium 


Se 


34 


78.96 


Fluorine 


F 


0 


10.00 


Silicon 


Si 


14 


28.00 


Francium 


Fr 


87 


(223) 


Silver 


Ag 


47 


107.880 


Gadolinium 


Gd 


64 


156.0 


Sodium 


Na 


11 


22.007 


Gallium 


Ga 


31 


60.72 


Strontium 


Sr 


38 


87.63 


Genv'^nium 


Ge 


32 


72.60 


Sultur 


S 


16 


32.066 


Gold 


Au 


70 


107.2 


Tantalum 


Ta 


73 


189.88 


Hafnium 


Hf 


72 


178.6 


Technetium 


Tc 


43 


(99) 


Helium 


He 


2 


4.003 


Tellurium 


Te 


52 


127.61 


Ho|mium 


Ho 


67 


164.04 


Terbium 


Tb 


65 


159.2 


Hydrogen 


H 


1 


1.0080 


Thallium 


T1 


81 


204.30 


Indium 


In 


40 


114.76 


Thorium 


Th 


00 


232.12 


-Iodine 


I 


53 


126.01 


Thulium 


Tm 


60 


160.4 


Iridium 


Ir 


77 


103.1 


Tin 


Sn 


50 


118.70 


Iron 


Fe 


26 


55.85 


Titanium 


Ti 


22 


47.90 


Krypton 


Kr 


36 


83.80 


Tungsten 


W 


74 


183.02 


Lanthanum 


La 


57 


138.02 


Cranium 


U 


02 


238.07 


Lead 


Pb 


82 


207.21 


Vanadium 


V 


23 


50.05 


Lithium 


Li 


3 


6.040 


Xenon 


Xe 


54 


131.3 


Lutetium 


Lu 


71 


174.00 


Ytterbium 


Yb 


70 


17^04 


Magnesium 


Mg 


12 


24.32 


Yttrium 


Y 


SO 


88.02 


Manganese 


Mn 


25 


54.03 


Zinc 


Zn 


SO 


65.38 


Mercury 


Hg 


80 


200.61 


Zirconium 


Zr 


40 


01.22 


Molybdenum 


Mo 


42 


05.95 











(From ^h^cletr Radiation Physics by R. E. Lapp and H. L. 
Andrews, id ed, copyright Prentice-Hall, Inc., 

Englewood Cliffs, N. J. Used by pernission.) 
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Table B 

A LIST OF USEFUL RADIOACTIVE ISOTOPES 



Kli'inont 


Nucleus 


Half life 


Beta parliclu (Mev) 


Gamnm ray (Mevi 


Aiuinimiiti 


A129 


min 


2.5. 1.4 


1.2, 2.3 


Antimony 


Sb'“ 


2.8 days 


l..%. 1.94 


0.508 




Sb'*‘ 


<i0 days 


!>.5-»2.37 


0.121-+2.3 (lOy) 




Sb‘» 


2.7 yr 


0.128, 0.299, O.CIG 


0.035-»0.037 (7y) 


Argon 


A” 


84.1 days 


A' 


None 




A^‘ 


1.78 min 


1.25 


1..3 


Arsenic 


As™ 


2G.8 hr 


O.4. 1.4, 2.50, 3.12 


0.57, 1.25, 1.8, 2.1 


' 


As™ 


40 hr 


0.7 


None 


Astatine 


At«‘ 


7.5 hr ■ 


5.89a, K 




Barium 


Bu«‘ 


12 days 


K 


0.122 -* 0.494 




Ba‘« 


12.8 days 


0.48, 1.022 


0.100, 0.300, 0.540 


Beryllium 


Be^ 


5i.a days 


K 


0.478 




Be» 


2.5Xl«*yr 


0.555 


None 


Bismuth 


Bi«» 


4.85 <lays 


1.17 


None 


Bromine 


Br“ 


S5.1 hr 


0.405 


0.547, 9.787, 1.35, 










1.7-2.0 


Cadmium 


Cd‘» 


2.3 days, 


0.58, l.ll. 


0.34, 0.5, 0.52 




Cd‘« 


43 days 


0.7, 1.61 


0.40,0.50,0.90,1.28 


Calcium 


Ca« 


152 days 


0.255 


None 


Carbon 


C« 


20.35 min 


0.970et 


— 




C« 


5.720 yr 


0.1.55 


None 


Cerium 


Ce‘« 


33.1 days 


0.442, 0.581 


0.141, 


Cesium 


Cs‘« 


2.3 yr 


0.058, 0.080, 0.24 


0.568, 0.002, 0.794, 










1.36 


Chlorine 


Cl» 


4.4X10»yr 


0.713 


Weak (0.10) 




Cl» 


37.3 min 


1.11, 2.77, 4.81 


1.60, 2.15 


Chromium 


Cr“ 


2C.5 days 


K 


0.320, 0.207 


Cobalt 


Co« 


80 <lays 


1.50e+ 


0.85, 1.3, 2.0, 3.3 




Co» 


5.26 yr 


0.31 


1.17, 1.33 


Copper 


Cu« 


12.8 hr 


0.58c~, 0.66e+ 


1.34 


Europium 


Ku“' 


5.4 yr 


0.3, 0.7, 1.9 


'^1.2 




Ku‘“ 


1.7 yr 


0.154-»1.88 


O.Q84->1.288 


Fluorine 


F‘« 


1.87 hr 


0.04P+ 




Gallium 


V. ’ 


9.2 hr 


3 9e+ 


— 




Go 


14.1 hr 


0.04, 0 90, 1.48 


0.63-»2.50 


Germanium 


Ge™ 


11.4 days 


K 


None 




Ge™ 


12 hr 


1.74 


0.5 


Gold 


Au'“» 


2.09 days 


0.08 


0.411 




Au'“ 


3.3 <lays 


0.32 


0.24-»0.23 (6y) 


Hafnium 


I If. 81 


45 days 


0.405 


0.1S3-»0.G12 


Hydrogen 


IP 


12.5 yr 


0.0180 


None 


Indium 


In‘» 


50 days 


IT 0.00«+, 2.05 


0.192, 0.548, 0.715, 










1.27 


Iodine 


p3l 


8.0 days 


0.315, 0.600 


0.367, 0.080, 0.284, 










0.638 


Iridium 


lr»« 


74.7 <lays 


0.07 


0.137-*0.651 ( 127 ) 




I rial 


19 hr 


0.48, 2.18 


0.38, 1.43 


Iron 


1<V» 


2.91 yr 


K 


None 




|.v«* 


40.3 days 


0.20, 0.46 


1.1. 1.3 


Krypton 


Kr“ 


4.5 hr 


1.0 


0.17, 0.37 


Lanthanum 


I.n‘« 


■40 hr 


1.32, 1.07, 2.26 


0.003-»2.5 


Magnesium 




9.58 min 


0.9,1.80 


0.04,0.84,1.02 


Manganese 


Mn« 


6.0 <lays 


2.60t!+, K 


0.7.34, 0.94. 1.46 


Mn“ 


310 <lays 


K 


0.8.35 


Mercury 


IIg'« “ 


1 65 hr 
\ 25 hr 


K 

K 


0.075 

0.1,35, 0,105, 0.273 


1 


Hg*» 


43.5 <)ay.s 


9.205 


0.286 



(From Nuclear Radiation Physics by R. E. Lapp and H. L. 
Andrews, Sd ed, Copyright 1965. Prentice-Hall, Inc., 
Englewood Cliffs, N, J. Used by permission.) 
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Table B 

A LIST OF USEFUL RADIOACTIVE ISOTOPES 



KK'inenl 


XurU»UH 


Half life 


Beta particle (.Mev) 


tiaumia ray (Mev) 


MolylHlciiiiiii 




hr 


0.44;i, 1.33 


0.04. 0.741. 0.780 


Noi)i|yniiinn 




1 1 ilay.'j 


0.17.0.78 


0.0.35. 0.58 


Nicki'l 


Ni«J 


S;» yr 


0.0(i3 


None 


Niuhiiiii 

Nilr<»i;i'n 


Nl)“ 

N'J 


»0 hr. 

!}.» days 
lO.I iniu 


IT O.103 
1.3:lc+ 


0.771 

.\"one 


Osiiiiiiiii 




!»7 days 


K 


0.048, 0.878 






la.O days 


0.143 


0.039, 0.137 


f)xyKcn 


Os'"* 


hr 


1.15 


1..58 


- ()» 


l.!)7 min 


l.(i8.3(i+ 




Pnlliiiiiiim 


I>,|I03 


17 «lays 


K 


Xono 


PliosplioriiM 


|»32 


14.:J d;iys 


1.718 


Nunc 


Phtliiiiiiii 


|>IW7 


is hr 


0.05 


None 


I’uloiiiiiiii 


I>„2m 


lys.s days 


5.398 


0.V73 


Pota.s.siiiin 


K«> 


9.9 X 10«yt 


1.40 


1.45, K 


rrac.'K'sMlyiiiium 


IV a 


19.1 hr 


0.0.30. 2.1.54 


1..57 


IViiiiict Ilium 


IV 13 


i:i.s d.iys 


0.933 


None 


l*m”7 


yr 


0.339 


Nunc 


lUu'iiinin 


He'« 


93.8 hr 


0.04. 0.95. 1.09 


0.1.33. 0.275. 1.70 


Rlioilium 


He"« 


1S.9 hr 


3.10 


0.15 ->1.39 (oy) 


Hh''« 


:«i.3 hr 


0.57 


0.:i.3 


Uiibiiliiim 




19,a days 


0.73. 1.80 


1.08 


Ituthcniini) 


Kiiw 


3.S days 


K 


0.33 




II„1(.3 


43 days 


0.305. 0.070 


0.404 


Siiintiriuiii 


Ku'«> 


1.0 yr 


0.041 


.Nunc 


Siu*^-^ 


47 hr 


0.(i8. 0.80 


0.070, 0.103, 0.01 


Sntuiliinn 


Sc'« 


8.» days 


0..30. 1.49 


0.89. 1.12 




Sc»* 


l.S;l days 


0.04 


0.98, 1.3.3- 


S(>leniiin: 


Si‘‘® 


138 days 


K 


0.070-»0.405 


Siliciiii 


SP' 


3.a9 hr 


1.5 


None 


Silver 


Agi.» 


370 diiys 


0.087, 0.53 


0.885.0.935,0.1.389, 




A«»' 


7.0 days 


1.00 


1.510 

Nout- 


Smliuin 


\u» 


3.0 yr 


0.58(!+ 


1.3 


Strontium 


\a*' . 


1 . 1.0 hr 


1..390 


1.380. 2.758 


Sr“ 


a.'l days 


1.50 


•None 




Sr*> 


19.S) yr 


0.54 


Nunc 


Sulfur 


,S“ 


87.1 days 


0.KI7 


None 


Tantalum 


'Pa'« 


1 lo (lays 


0.53. l.l 


0.05-*1.24 (.33y) 


Tei’lmetium 


TV« 


90 days. 


IT 


0.097 






>10\vr 
3.1 X 10\vr 


0..30 


0.1 40 


Tellurium 


Te»« 


90 days, 


IT ~0.8 


0.080 




Te'*» 


9.3 

32 days, 


IT 1 75 


0.102, 0.3, 0.8 




Te»> 


72 min 
30 hr, 


IT >1.8 


0.177 


Thallium 


Tl*M 


25 min 
2.7 yr 


0.783 


None 


Tin 


Sn«» 


112 days 


K 


0.085 


Tungsten 


W'“ 


73.2 days 


0.428 


None 


Vanadium 


W" 


24.1 hr 


0.027, 1.318 


0.086-*0.70 


v« 


10 days 


0.710e+, K 


0.990, 1.320 


Xenon 


Xe'« 


12.0 days 


IT 


o.ies 


Yttrium 


Y» 


01 hr 


2.24 


None 


Zinc 


Zn“ 


250 days 


0..32, K 


1.11 


Zirconium 


Zn«» 


13.8 hr 


0.8G 


IT 0.44 


Zr'« 


05 days 


0.400, 0.887 


0.216, 0.708, 0.02 




Zr« 


17.0 hr 


2.2 ■ 


0.8 



ERIC 

]_ 
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Table C 

PHYSICAL CONSTANTS AND USEFUL DATA 



Quantity 
N’dooity of lifjht 
Plank's constant 

Boltzmann's constant 

The V 'araday constant 

The Ilydherg constant 
Avogadro's number 
Universal gas constant 

Electronic charge 

Electron charge-to-mass ratio 

\ oluine of 1 mole of ideal gas 
Wein Displacement law constant 
StefamBoltzmann constant 
Bohr magneton 
Magnetic moment of electron 
Nuclear magneton 
Proton moment 



Value 

2.99793 X low cm/sec 
G.6i52 X 10“^ erg-sec 
/ 1.38012 X 10-w erg/deg 
1 8.61(51 X 10-« ev/deg 
1 9652.0 emu/inole (physical) 

12.8936 X 10*^ esu/mole 
109,737.30 cm-» 

6.0247 X 10» mole-» 

8.31602 X 10^ erg/deg/mole 
f 4.8028 X 10-w esu 
^1.6020 X 10 “W coulomb 
, 1.7588 X 10^ einu/gram 
(5.2730 X 10^’ esu/gram 
22,120.7 cm3 (xxP) 

0.28979 cm/deg 

0.3(5686 X 10"“ erg/cm"Vdeg~Vsec** 
0.92732 X 10-« erg/gauss 
0.92838 X 10~w erg/gauss 
0.30504 X 10"*3 erg/gauss 



m. 


Electron 


= 0.51098 Mev 


= 9.1085 X 10"** gram 
= 0.000549 amu* 


rrin 


Neutron 


* 939.526 Mev 


= 1.67474 X 10"« gram 
= 1.008982 amu 


Nip 


Proton 


= 938.232 Mev 


= 1.67243 X 10"*^ gr' m 
== 1.007593 amu 


ma 


atom 


* 938.743 Mev 


= 1.67334 X 10"W gram 



1 kg 


*= 2.205 lb 


1 lb 


= 453.6 grams 


1 liter 


= 0.879 qt 


1 qt 


= 1.1.37 liters 


1 km 


= 0.(5214 miles 


1 in. 


= 2.540 c!ii 


1 cm 


= 0.3037 in. 


1 cu m 


= 33.31 cu ft 


1 Angstrom 


= 10"* cm 


1 micron 


= 10-® in 


1 watt 


= 1 joule/.sec 


1 joule 


= 10* ergs 


1 hp 


= 746 watts 


1 Btu 


= 252 calories 


1 Btu 


= 1.033 X K)W ergs 


1 kw-hr 


= 3413 Btu 


1 amp 


= 6.244 X 10«c/sec i 


1 1 gram 


= 5.(5099 X 10*« Mev 




1 


1 1 ev 


= 1.60207 X 1Q"« erg 



1 roentgen » 1 esu/cc standard air' 

- 2.083 X 10* ion pairs/cc standard air 
1 roentgen = 83.8 ergs/gram of air 

s= 1.61 X 10“ ion pairs/gram of air 
1 roentgen — 6.77 X 10^ Mev/cc standard air 
= 5.24 X 10^ Mev/gram of air 
1 hour = 60 min = 3600 sec 

1 day = 1440 min = 8.64 X 10^ sec 

1 year » 5.26 X 10* min = 3.15 X 10^ sec 



(From Nuclear Radiation Physics by R, E. Lapp and H. L. 
Andrews. 3d ed« copyright 1963. Prentice-Hall « Inc., 
Englewood Cliffs, N. J,, Used by permission.) 
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Table D 

CONVERSION TABLE 



7* 



Multiply 

Atomic muss units 


By 

0.31 X 10* 
1.40 X 10-* 
3.50 X 10-» 
4.16 X 10-» 


I'o obtain 

Mev 

ergs 

culurics 

kilowatt-hours 


Mev 


1.07 X 10-* 
1.00 X 10-* 
3.83 X 10-‘< 
4.45 X 10-» 


atomic muss units 

ergs 

calories 

kilowatt-hours 


Ergs 


0.71 X 10* 
0.24 X 10» 
2.30 X 10-» 
2.78 X 10-“ 


atomic muss units 

Mev 

calories 

kilowatt-hours 


Calories 


2.81 X 10>» 
2.02 X 10“ 
4.18 X 10* 
1.10 X io-< 


atomic mass units ^ 

Mev 

ergs 

kilowatt-hours 


Kilowatt-hours 


2.41 X 10“ 
2.25 X 10“ 
8.00 X 10“ 
8.00 X 10» 


atomic mass units 

Mev 

ergs 

calories 



(Prom Nuclear Radiation Physics by R. E. Lapp and 
H. L. Andrews. 3d ed. Copyright 1963. Prentice-Hall 
Inc., Englewood Cliffs, N. J. Used by permission.) 



the greek alphabet 



A 


a 


Alpha 


H 


n 


Eta 


N 


V 


Nu 


T 


T 


Tau 


B 


B 


Beta 


e 


0 


Theta 


m 


5 


Xi 


T 


U 


Upsilon 


r 


Y 


Gamma 


I 


V. 


Iota 


0 


0 


Omicron 


e 




Phi 


A 


6 


Delta 


K 


•c 


Kappa 


n 


ir 


Pi 


X 


X 


Chi 


E 


z 


Epsilon, 


A 


X 


Lambda 


p 


P 


Rho 


K 


♦ 


Psi 


Z 


C 


Zeta 


M 


u 


Mu 


i 


0 


Sigma 


0 




Omega 



-fundamentals of nuclear radiations 

Atom : Basic chemical unit of matter: 

I protons— positive charge, 
nucleus | neutrons— neutral charge. 

electrons— negative charge, weight of proton or neutron. 

nucleus— 10*^3 cm. diameter; atom 10*^ cm. 

Number protons > number electrons in intact atoms. 

Chemical reactions occur by interactions between electron shells, nuclear reactions by 
transformations within atomic nuclei. 

Element— Matter composed of a single kind of atom. 

Atomic number— sum of protons in a nucleus. 

Atomic weight— sum of protons •«> neutrons in a nucleus. 

Isotopes— bl ff erent forms of jame element, differing by number of neutrons in the nucleus, 
nuclear radiation— That emitted when changes occur within atomic nucleus. Biologically 
harmiul . Yannot be detected by human senses. 

Radioactivity— Phenomenon associated with the emanation of nuclear radiation. 

Radioactive substance— One which emits nuclear radiations. 
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Radioactive decay>-Process which unstable (radioactive) nuclei undergo, in achieving stability. 

“TKIT is represented by an observed decrease in radiation with time (from a" given source). 

Half-life-- time required for a quantity of a radioactive substance to lose half its activity; 
i.e., time required for half its atoms to decay. Constant Lor a given radioisotope. 

Isotopes- «l. Stable. 

2. Unstable. 

a. Naturally occurring. 

b. Artificially produced (inJuced). 

Induc'sd rad ioactivity^ — Except in particle accelerators (cyclotrons, etc.), radioactivity is 
induced in stable atoms only by neutrons. Exposure of materials to other types of radi- 
ation will not cause the materials to be made radioactive. 

. Fission— Neutron induced splitting of a large atomic nucleus into two smaller ones. Some 
mass is converted to energy in the process. Products are highly radioactive. This is 
the basic reaction in explosion of atomic bombs, also the one causing atomic piles and 
nuclear reactors to operate. 

Fusion or thermonuclear reaction— Coalescence of two small atoms to form a large one. Some 
mass is converted to energy' in the process. Basis of the * *hydrogen” bomb, as well as 
source of energy of vhe sun. Extremely high temperatures required to activate. 

Curie (c)— i\n amount of radioactive material that undergoes 3.7 x 10^^ disintegrations per 
second. A measure of the strength of a radioactive source. 

.1 curie » 1,000 millicuries (me) ^ 1,000,000 microcuries (pc) 

Roentgen (r)— Quantity or dose of radiation. Exact definition based on ionization produced 
in air by X or gamma radiation. 

1 roentgen » 1,000 milliroentgens (mr) 

Roentgen equivalent physical (rep) j Units devised to extend roentgen to include all types 

feoent gen equivalent man (re'm) j of radiations and their damage to body tissue. 

' There is no simple relation between curies and roentgens. A different conversion factor 
is necessary for each isotope. 

Dose a rate x time (for materials with half-lives long in relation to exposure time). 

Rate in r/hr or mr/hr (speedometer, rate meter). 

Dose in r or mr (mileage indicator, integrating instrument). 

Inverse square law— Intensity of radiation from a point source decreases with the square of 
the' distance from the source. 




units? conversions and definitions 



Curie (c): Amount of radioactive material that undergoes 3.7 x 10^^ disintegrations per 

second (d/s or dps). 

3.7 X lOlO , 37 billion * 37,000,000,000 

1 7 

Millicurie (mc)j of a curie * 3.7 x 10' dps. 



MicroCurie (yc): 1 ' 00&"0 ' 0 ' ( y * curie * 3.7 x 10^ dps. 

Roentgen (r): Quantity or dose of radiation. Exact definition based on amount of ionization 

' produced. 



. . ..term Units devised to extend roentgen to include all types 

Ro«ntgen equivalent physical (rep) , nuclear radiation, and to signify the amount of 
Roentgen equivalent man (rem) ionization and damage caused in biological systems 



Milliroentgen (mr): 



ItW » roentgen 






Total: Mileage indicator— dosimeter, film badge. 

Rate: Speedometer— portable survey instruments. 

Dose « rate x time (for materials with long half-lives). 
Rate in r/hr or mr/hr; dose in r or mr; time in hours. 

1 mgm. Radiu'::) « 1 millicurie « 8.4 r/hr at 1 cm. 
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Inverse square law -«»Intensity of radiation from a point source decreases with the square of 

the distance from the source* 



For radium: 



For 



1*3 X milligrams of radium (me) 
r/hr - (distance in inches) 2 



Distance in inches from source 
for a given reading 






3 X lagm Ra (me) 
r/hr you want 



2*1 X activity in millicuries 
^ ^ “ (distance in inches) 2 



Distance in inches from source 
for a given reading 






X activity in me 



r/hr you want 
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Schenberg/ S. (ed.). Laboratory Experiments with ftatTioisotopes for High School Science 
Demonstrations. USAicC, 1^58. 
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APPENDIX 



ILLUSTRATIONS 



The following illustrations are available from the Office of Isotope Development, United 
States Atomic Energy Commission, Washington, D. €•: 



Isotope Applications in Physical Sciences 
Isotope Production and Availability 
Isotope Characteristics 
Definitions of Radioisotopes 
Isotope. Applications in Biology and Medi- 
cine, Research 



Isotope Applications in Biology and Medicine, 
Therapy 

Isotope Applications m Industry 

Isotope Applications 

Isotope Applications in Agriculture 



FILMS 

Professional Level Film List 



The following films are available free from Commanding General, Sixth Amy, Presidio of San 
Francisco, California, Attention: Central Film Exchange: 

SESSION NO. 1 - Fundamentals of Radioactivity (PMF 5145-A), 59 minutes 
SESSION NO. 4 - Principies of Radiological Safety (PMF 5145-E), 51 minutes 
SESSION NO. 5 - Practical Procedures of ifeasurenent (PMF 5145-C), 48 minutes 
SESSION NO. 7 - t>roperties or kadiation 514S-B), 68 minutes 
SESSION NO, 17 - Radioisotopes in Agricuiturai Research (PMF 5147-B), 40 minutes 

Educational Motion Pictures 



The following films are available from the University of California, Public Film Rental 
Library. Fees vary from film to film. 

SESSION NO. 1 - Explaining Matter: Atoms S Molecules. No. 4835, 13 minutes 
session no. i - how Big Are Atoms, No. 30 minutes 

SESSION NO. 16 - Principles of Nuclear k’issioniNo. 5455, 10 minutes 
SESSION NO. - fagging the Atom,NO. 4520, 12 minutes 



RESOURCE MATERIALS 

Cross-referenced Index of Radiochemical Teaching Experiments Applicable to Chemistry. 
l^ational Academy of Sciences— National Research Council. 

McComick, J. A. Isotopes in Biochemistry and Biosynthesis of Labeled Compounds. TID-3513. 
USAEC. 

. Radioisotopes in Agriculture; ^^sbandy. Bacteri^^ Fertilizer Uptake, 

Plant Physiology Photosynthesis, and Entomology. TIP-3^ie. UsA^. • 

— — kadioisotopes in Animai Physiology. Tiu-3515. USAEC. 

, utilization of Radioisotopes in Physical and Biological Sciences— General 

Topics. tlD-3^i9. USAEC. 

Speclal^urces of Information on Isotopes in Industry, Agriculture. Medicine, and Research^ 
USAEC. • 

SUPPLIERS 0F NUCLEONICS EQUIPMENT AND SUPPLIES 

Atomic Accessories, Inc., Subsidiary of Baird-Atomic, Inc., 1485 Bayshore Boulevard, San 
Francisco, California 

Baird-Atomic, Inc., 1485 Bayshore Boulevard, San Francisco, California 

Central Scientific Company, 1040 Martin Avenue, Santa Clara, California 

Nuclear-Chicago Corporation, 441 Cambridge Avenue, Palo Alto, California 

Radiation Equipment and Accessories Corporation, 1485 Bayshore Boulevard, San Francisco, 
California 

United States Nuclear Corporation, 801 North Lake Street, Burbank, California 

The Welch Scientific Company, 1515 North Sedgwick Street, Chicago, Illinois 



NUCLEONICS 



equipment list 



The equipment listed below may be used for Sessions 5 to 12, 14, 16, and 17. The first two 
*te rate meters and the counting rate in counts per minute is recorded on a panel meter. 

While they are the most reasonable, they are not generally suited for the accurate measure- 
ments required in this course. The remaining units are scale"s and will read out the accumu- 
lated total of counts. 

* 

The equipment improves as the price increases: However, little can be gained by purchasing 
equipment more refined than the Baird-Atomic Scaler, No. 6 on the list. 



Item 



Approximate Price 



1. Cenco No. 7120, Radioactivity Demonstrator (rate meter) $200 

2. Nuclear-Chicago Corporation Model 1613A Classmaster (rate meter) 200 



3. Radiation Equipment and Accessories Corporation No. 2100 
Nuclear Training System 

4. Radiation Equipment and Accessories Corporation No. 2300 
Nuclear Training System 

5. Cenco No. 71208 Scaler and Power Supply 
Cenco No. 71204 End-window Probe 
Cenco No. 71207 Sample Holder 

Cenco No. 71218 G-M Tube, End-window 

6. Baird-Atomic, Inc., No. 123 G-M Scaler 
Baird-Atomic, Inc., No. 822B End-window Stand and Tube 
Baird-Atomic, Inc., Cable No. 15 



300 

20 

35 

60 

400 

165 

20 



300 

550 



415 



585 



7. Nuclear-Chicago Corporation Model 4000 Nuclear Training System 700 



The following equipment and supplies are to be used in the sessions as indicated. Quantities 
will depend upon the number of experimental setups to be used. 

Atonic Accessories SVB-84, (Radium 0.4 E) (Sessions 5, 12, and 15) lO 

Nuclear-Chicago RCB-1, Iodine-131, 5ml, 10 yc (Sessions 6, 9, 3 certificates * 

10, and 14) 



Atonic Accessories SCB-1225-6, Bismuth-210 (RaE) (Sessions 7 and 8) 

I 

Nuclear-Chicago RCB-1, Phosphorus-32, 5ml, 10 yc (Sessions 7, 8, 

10, 14, and 17) 

Nuclear-Chicago R5, Carbon-14 (Session 8) 



20 

3 certificates * 
10 



Nuclear-Chicago RCB-1, Carbon-14, Sml, SO yc (carbon as sodium 8 certificates * 

carbonate) (Session 11) 



^ kdli-l nuclides are purchased by obtaining certificates: 
Nuclear-Chicago No. RCB-1 Radioactive Nuclide Certificate 
Book for Isotopes (Forty $2.50 certificates) 



$95 
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C«nco No. 71875 Landsverk Electroscope (Session 13) 125 
Cenco No. 71021 Alpha Ray Tip (Sessions 13 and 15) 10 
Atomic Accessories SL-71-2, Sodiun-22, 1 yc (Session 14) 6 
Atomic Accessories SL-71-12, Thullium-204, 5 uc (Session 14) 6 
Surplus Alnico V Magnitron Magnet (Session 14) 

Atomic Accessories SCG-83, Cesium>139 (gamma source) 8 
(Session 15) 



The following equipment is required for Session 15: 



Baird-Atomic No. 135 Scaler 1,000 
Baird-Atomic No. 821C Gas Flow Counter 200 
Baird-Atomic No. 800D Low Background Shield 275 
Baird-Atomic No. 25S Proportional Amplifier 250 
Baird-Atomic No. 81 OB Scintillation Detector 1,000 
Baird-Atomic No. 9 Cable 15 
Baird-Atomic No. 10 Cable 25 
Baird-Atomic No. 14 Cable 20 
Atonic Accessories No. AGR-28 Gas Regulator 45 
Atomic Accessories No. FPG-39 Proportional P-10 Counting Gas 30 
Atomic Accessories No. FGG-38 Geiger Counting Gas 30 



Atonic Accessories TFlA-27, Air Sample (Session 16) ISO 

Atomic Accessories Model TFA-67, Flat Filter Papers for Air Samples, 12 

100/pkg. (Session 16) 



X-ray Film and X-ray Film Holder (Session 17) 

Growing geranium, tomato, or celery plants (Session 17) 



For Session 18 one of the two suggested pieces of equipment may be used: 

Cenco No. 71850 Ray Master Cloud Chamber 35 

or 

Nuclear-Chicago Corporation Model 1413 Cloud Master with High 100 

Intensity Lamp 

The following miscellaneous items are required for many of the experiments: 



100 Atomic Accessories AP-12 1-1/4” Planchets 30 

Atomic Accessories SPP-69 Sample Spinner 100 

Atomic Accessories PRO-42 Propipette 10 

• ♦ 

Atomic Accessories TMP-74 Micropipettes, SO Laid>das 5 ' 
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100 10 nil thick aluminun foil absorbers (Cut size to fit sample 
and holder) 

100 1/32" lead absorbers (Cut si?' to fit sample and holder) 

100 cardboard absorbers (Cut size to fit sample and holder) 



1S2 



